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Abstract

The  aim  of  this  project  is  to  develop  novel  approaches  for  the  detection  and
characterisation of engineered and other potentially harmful nanoparticles in the air. In
particular  we  wish  to  distinguish  specific  nanomaterials  from  the  background
atmospheric aerosol to provide a means of measuring human exposure to nanomaterials
that may present a risk to health. Ideally, solutions should be practically deployable in
the field.

The metrics considered for measurement across this project are: size, number, chemical
nature and surface area. Two main approaches are chosen to address these requirements:
online size selective surface area controlled nucleation, and quantitative assessment of
size resolved Raman spectroscopic maps. 

The first  approach is based on the discovery of a different regime of heterogeneous
nucleation.  In this case nucleation probability is determined by the surface area of the
aerosol  rather  than  the  number  of  nuclei  present.  A portable  DMA has  also  been
developed allowing for the pre-separation of particles according to size in a compact
package. Combining this DMA with the novel nucleation technology provides a means
of measuring surface area distributions of particles. 

Finally,  a  novel  Raman  spectroscopic  methodology is  presented  for  the  chemically
specific  quantification  of  aerodynamically  size  selected  samples.  Particles  are  first
aerodynamically size segregated from the air in a wide size range sampler. These size
fractionated  samples  are  analysed by Raman spectroscopy.  Imaging analysis  is  then
applied to Raman spatial maps to provide chemically specific quantification against the
substrate as a proxy for background aerosol. Analysing this data in combination with the
known  deposition  efficiency  of  aerosols  in  the  respiratory  tract  (provided  by  the
sampling method), can then provide a complete exposure measurement approach.
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Chapter 1. Background

1.1. Motivation

The study of nanoparticles and their properties can be traced back as far as Faraday’s
investigation  of  colloidal  gold  in  the  middle  of  the  19th  century  (Faraday,  1857Faraday,  1857).
However, it is only now, at the start of the 21st century, that we have started to see the
full emergence of the potential offered by these particles with dimensions small enough
to significantly alter their behaviour. Progress in development of both top down and
bottom  up  manufacturing  techniques  have  allowed  a  greater  range  and  ever  more
complex  nanoparticles  to  be  produced  in  large  quantities.  In  parallel,  advances  in
developments  of  analytical  techniques  for  the  nano-scale  are  allowing  for  greater
control  of  the  end  product  and  the  discovery  and  development  of  ever  more
applications. Those nanoparticles produced for a specific application shall be referred to
in this text as engineered nanoparticles (ENP) and shall be the primary focus here.

ENP can refer to both a nano-form of a traditional compound (e.g. TiO2, ZnO, CeO2) or
to  more  complex  novel  constructions  such  as  carbon  nanotubes  (CNT)  or
buckyballs/fullerenes  (e.g.  C60).  Some authors  reserve the  term ENP for  these  latter
materials.  Many  industrial  processes  (e.g.  combustion,  welding,  grinding  etc.)  also
produce  nanoparticles  as  an  unintended  by-product.  Such  nanoparticles  are  often
referred to as man-made nanoparticles (MNP).

There is growing concern about the potential health and environmental risks posed by
anthropogenic nanoparticles, but especially with regard to ENP due to their uncertain
biological activity and recent proliferation. In the last 5 – 10 years there has been an
acceleration  in  the  growth  of  the  nanotechnology  industry  as  a  wide  range  of
nanomaterials  are  increasingly  becoming  incorporated  into  industrial  processes  and
everyday consumer products (ENRHES, 2007;ENRHES, 2007; MeyerMeyer  et alet  al.,  2009.,  2009).  The sudden and
rapid rise in the production of these materials has led to concerns that the health risks
associated  with  them are  not  well  understood.  Due  to  large  specific  surface  areas,
nanomaterials  can  be  highly  reactive,  and  can  demonstrate  divergent  chemical
properties  from a  bulk  sample  of  the  same compound.  Past  experience  with  health
scares  such  as  asbestos  would  suggest  a  cautious  approach  to  the  widespread
incorporation and dispersal of these materials into the environment. However legislation
is struggling to keep up with the market driven growth in production, and lacks the
knowledge and instrumentation to properly monitor, assess, and derive safe exposure
limits for existing and newly emerging nanomaterials. Limitations in our understanding,
in addition to underlying political and cultural perspectives, delay the implementation of
safety  standards  globally  (VincentVincent,  1998,  1998).  In  response  to  this,  the  OECD set  up  a
Working Party on Manufactured Materials  (OECD WPMN) in 2006 to coordinate a
global drive to focus on the impact of emerging nanomaterials on the environment and
human health and safety. 
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Chapter 1. Background

As  part  of  the  UK’s  responsibilities  within  this  framework,  the  PROSPEcT
(Ecotoxicology  Test  Protocols  for  Representative  Nanomaterials  in  Support  of  the
OECD Sponsorship Programme) consortium was established in 2008 under which much
of  the  work  contained  within  this  project  was  carried  out.  PROSPEcT was  a  £3.7
million DEFRA funded project which started on 1st January 2009 with the aim to fulfil
the UK commitment to the global safety assessment of nanomaterials described by the
WPMN. For more information see reference PROSPEcT (20092009).

The  WPMN  identified  14  nanomaterials  in  total  which  are  considered  to  be
commercially relevant to the global economic impact of nanotechnology. PROSPEcT is
tasked with  investigating  two of  these;  cerium oxide  (CeO2)  and zinc  oxide  (ZnO)
nanoparticles.  These  are  important  materials  used  in  a  range  of  industries  but
particularly  as  a  diesel  catalyst  and  additive  in  sunscreen  respectively.  Seven
representative samples of these particles have been chosen from various manufacturers
worldwide  for  the  PROSPEcT project.  In  particular,  the  programme  is  tasked  with
adapting or creating test methods to enable the ecotoxicological hazard assessment of
these materials in nano form.

While the lead sponsor on these two materials is the UK, the PROSPEcT consortium
includes  co-sponsors  and  contributors  from all  over  the  world  including:  Australia,
Spain, Germany, USA, Denmark, Netherlands, Switzerland and Japan. The consortium
includes universities (e.g. Imperial College London and The University of Exeter in the
UK),  research  and  metrology  institutes  (e.g.  National  Physical  Laboratory)  and
commercial entities both large (e.g. BASF in Germany) and small (e.g. Naneum Ltd.,
UK). 

Exposure to nanoparticles can occur through a range of different pathways (Klaine  Klaine  etet
alal., 2008., 2008; Oberdörster Oberdörster et alet al., 2005., 2005; Cohen Cohen et alet al., 2013., 2013) including direct dermal contact,
ingestion, injection and inhalation. Dermal exposure can come about via occupational
handling of material as well as cosmetics and creams, particularly sunscreens. Although
smaller nanoparticles can demonstrate increased penetration through the skin compared
to  larger  particles  (Alvarez-Román  Alvarez-Román  et  alet  al.,  2004.,  2004;  Shim  Shim  et  alet  al.,  2004.,  2004),  most  do  not
penetrate beyond the upper layer of epidermis in humans (Gamer Gamer et alet al., 2006., 2006; NewmanNewman
et  alet  al.,  2009.,  2009;  Gulson  Gulson  et  alet  al.,  2010.,  2010;  20122012;  Labouta  and  Schneider,  2013Labouta  and  Schneider,  2013).  However,
penetration is more likely with damaged skin (ZhangZhang  et alet al., 2008., 2008; Larese Larese et alet al., 2009., 2009;
Zhou Zhou et alet al., 2014., 2014). Ingestion can occur due to the increased usage of nanoparticles in
pharmaceutical products and as food additives. For example, TiO2 is a commonly used
food colourant (Lomer Lomer et alet al., 2000., 2000; 20072007). In addition, nanoparticles escaping into the
environment,  for  example  through  waste  water,  can  represent  a  significant
ecotoxicological hazard once they enter the food chain.  Injection constitutes a more
controlled  and  specialised  exposure  pathway  via  targeted  therapeutics  utilising
nanomaterials. Exposure risks in this case include side effects to the patient as well as
potential wider ecological impact if the nanomaterial is not broken down in the body.
However at the moment the use of such therapies is still an emerging science and is not
yet  widespread.  Inhalation  meanwhile  represents  perhaps  the  greatest  exposure  risk
(Politis  Politis  et  alet  al.,  2008.,  2008;  Vandebriel  and De Jong,  2012Vandebriel  and De Jong,  2012).  As will  be discussed later  (in
Section 1.4.2.1), nanoparticles of a particular size can penetrate deep into the respiratory
tract and can enter the bloodstream after depositing in the alveoli of the lungs (Ferin Ferin etet
alal., 1992., 1992; Kreyling Kreyling et alet al., 2006b., 2006b; 20092009; Morawska Morawska et alet al., 2009., 2009; Chang, 2010Chang, 2010). This is a
widespread exposure risk, especially in urban and industrial environments, due to the
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prevalence of MNP. In addition it represents an acute occupational exposure risk for
those  that  work  with  or  are  involved  in  the  manufacture  of  ENP.  Therefore  it  is
considered that airborne exposure is one of the most important and urgent topics to be
addressed in nanoscience.

The principal aim of this project is to develop techniques for detecting airborne ENP.
Traditionally in air pollution studies, particulates have been measured as a simple mass
fraction below a certain size cut-off, with collection usually carried out by filtration. For
example, PM10 indicates a mass of particulate matter collected with a size selective
inertial deposition inlet with a 50% cut off at 10 μm in size. In general, especially in
highly polluted environments, there will be some correlation between this mass metric
and  exposure  health  risks.  However,  this  simple  mass  measurement  is  usually  not
sufficient to properly quantify exposure. A primary challenge to the detection of ENP in
the  air  is  their  relatively low abundance  compared to  a  larger  background of  other
aerosols (Andreae and Rosenfeld, 2008Andreae and Rosenfeld, 2008). Even without any anthropogenic sources, there
would still  be a background of  naturally occurring aerosols  formed for example by
nucleation  of  compounds  released  from  vegetation,  chemical  processes  in  the
atmosphere, attrition, and sea spray (Kulmala and Kerminen, 2008Kulmala and Kerminen, 2008). The concentration
of naturally occurring aerosol particles can be quite variable depending on the distance
to source, however it is generally in the region of 10 – 1000 cm-3 (Mészáros and Vissy,Mészáros and Vissy,
19741974;  Anastasio and Martin,  2001Anastasio and Martin,  2001;  Pöschl,  2005Pöschl,  2005;  TunvedTunved  et  alet  al.,  2006.,  2006;  Andreae andAndreae and
Rosenfeld, 2008Rosenfeld, 2008), although can be significantly higher during nucleation burst events
over forests (Smirnov, 2006Smirnov, 2006)). In an urban environment the additional contribution from
MNP (mostly vehicle emissions – Pant and Harrison, 2013Pant and Harrison, 2013) can bring this concentration
into the  region of  10,000 cm-3 (Pöschl,  2005Pöschl,  2005),  while  in  busy city centres  road side
concentrations can reach as high as 100,000 cm-3 (Harrison Harrison et alet al., 1999., 1999). So while the
total number or mass of particles in an environment can be measured with reasonable
certainty,  this  number  would  tell  us  little  about  the  potential  risk  from the  aerosol
without knowing what fraction of this total is likely to cause a toxic response.

With these requirements in place, it is clear that there is a need for new approaches to
measuring aerosols which provide data more relevant to the assessment of exposure and
toxicology by discriminating species of interest against a potentially larger background
aerosol (Ono-OgasawaraOno-Ogasawara  et alet al., 2009., 2009;  Kuhlbusch Kuhlbusch et alet al., 2011., 2011). In particular this thesis
will focus on measuring additional aerosol metrics with a view to providing practical
techniques and methodologies for health risk assessments.

If one is primarily interested in the health risks to humans posed by ENP then one must
first consider the route of exposure, i.e. deposition in the respiratory tract (YangYang  et alet al.,.,
20082008).  Importantly,  deposition  is  determined by the  size  of  particles,  and primarily
occurs by impaction and settling for larger particles above ~1 μm, and by diffusion for
smaller  particles  less  than ~0.1 μm (Mitsakou  Mitsakou  et  alet  al.,  2005.,  2005;  Park and Wexler,  2007Park and Wexler,  2007;
Hofmann, 2011Hofmann, 2011). Therefore size is the most significant metric for determining exposure,
and it will determine if and where particles are likely to deposit in the respiratory tract.
Larger particles deposit in the head and throat regions while smaller nanoparticles are
more likely to deposit in the lower bronchial sections and alveoli in the lungs. This will
be discussed in more detail in Section 1.4.2.1. Particle sizes with the lowest deposition
probability in filters (~0.1 – 1 μm), are also least likely to be deposited in the respiratory
tract, instead being exhaled (Park and Wexler, 2008Park and Wexler, 2008). Particles close to these sizes will
also have the longest residence time in the air. Although a freshly generated aerosol can
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have a distribution peak below 20 nm by number, these particles quickly agglomerate to
form smaller numbers of larger particles.  Larger micron sized particles on the other
hand will be quickly lost through gravitational settling.

1.2. Toxicity of nanoparticles and nano-aerosols

Nanoparticles can exhibit significantly divergent behaviour from the bulk materials they
are derived from. They are in general much more reactive, generically due to a much
higher surface to volume ratio compared to bulk and also in many cases due to filled
electron  states  close  to  the  valence  level  (i.e.  low  work  function).  It  is  these
characteristics  that  make  nanoparticles  so  useful  in  industry.  For  example,  catalytic
activity scales with the surface area of the catalyst and hence nanoparticles make for
more efficient catalysts (e.g. CeO2 nanoparticles in diesel fuel). However it is these very
same  characteristics  that  make  nanoparticles  potentially  more  toxic  than  their  bulk
counterparts (Oberdörster Oberdörster et alet al., 1994a., 1994a; 19951995; van Niekerk and Fourie, 2004van Niekerk and Fourie, 2004; Nel Nel et alet al.,.,
20062006;  SimeonovaSimeonova and  Erdely,  2009 and  Erdely,  2009).  As  well  as  divergent  chemical  behaviour,
nanoparticles can exhibit size dependent biological behaviour. For example, the size of a
nanoparticle will determine whether it can be engulfed by a macrophage as part of an
immune system response or whether it can cross a cell membrane boundary.

Following the proliferation of nanoparticles across industry and even into consumer
products, there is growing concern that the potential health and environmental impact of
these  materials  is  not  well  understood.  Exposure  scientists  and  toxicologists  are
hastening to understand the exposure pathways, environmental and biological fate of
these materials and what the long term effects could be.

Of  particular  interest  here  is  the  potential  exposure  to  nanoparticles  through  the
inhalation of airborne particulate matter in the form of aerosols. Some understanding of
the  connection  between  airborne  pollutants  and  health  has  existed  for  centuries
(Maynard  and  Kuempel,  2005Maynard  and  Kuempel,  2005;  PopePope and  Dockery,  2006 and  Dockery,  2006)  and  the  technological
wherewithal to study nano-sized aerosols (nano-aerosols) has been in place for many
decades.  However in  the last  decade,  with the rapid expansion in use of man-made
nanoparticles,  a  much  greater  interest  has  developed  in  understanding  the  potential
exposure and toxicity of nano-aerosols (Oberdörster  Oberdörster  et alet al., 1994b., 1994b;  Laden  Laden  et alet al. 2000. 2000,
20062006;  Hoet  Hoet  et  alet  al.,  2004.,  2004;  Kreyling  Kreyling  et  alet  al.,  2006a.,  2006a;  Ibald-MulliIbald-Mulli et  al et  al.,  2009.,  2009),  and  in
particular how it might differ from the bulk material form. Already numerous studies
have confirmed a size dependent toxic response to inhaled aerosol particles (e.g. FerinFerin
et alet al., 1992., 1992; Donaldson Donaldson et alet al., 1998., 1998; 20002000; Brown Brown et alet al., 2001., 2001; Li Li et alet al., 2002a., 2002a; KreylingKreyling
et alet al., 2009., 2009). Toxic effects of nanoparticles on the lung are well documented (Gehr Gehr etet
alal.,  2010.,  2010;  Donaldson  and  Poland,  2012Donaldson  and  Poland,  2012),  with  ongoing  research  focussing  on
nanoparticle impairment of macrophages (Renwick  Renwick  et alet  al.,  2001., 2001;  Möller  Möller  et alet  al.,  2002., 2002;
Lundborg  Lundborg  et  alet  al.,  2006.,  2006)  and  the  ability  of  nanoparticles  to  translocate  across  cell
membranes (Oberdörster Oberdörster et alet al., 2002., 2002; Kreyling Kreyling et alet al., 2002., 2002; Möller Möller et alet al., 2008., 2008; CohenCohen
et  alet  al.,  2014.,  2014).  The  latter  point  has  particular  importance  to  the  ability  of  deposited
nanoparticles to reach the blood stream and other areas of the body (Oberdörster Oberdörster et alet al.,.,
20042004; Kreyling Kreyling et alet al., 2006b., 2006b; Kreyling Kreyling et alet al., 2009., 2009).
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1.3. ZnO and CeO2

1.3.1. ZnO applications
ZnO has mainly been used in recent decades as a UV absorber, often in conjunction
with  TiO2 (Smijs  and  Pavel,  2011Smijs  and  Pavel,  2011),  as  well  as  considered  as  a  dopant  in,  or  in
conjunction with, CeO2 absorbers (Yabe Yabe et alet al., 2001., 2001; Li Li et alet al., 2002b., 2002b; 20022002cc; de Lima de Lima etet
alal., 2009., 2009). In particular its use for this purpose in sunscreens has led to much research
on its potential exposure risks (Gulson Gulson et alet al., 2010., 2010;  Smijs and Pavel, 2011Smijs and Pavel, 2011;  Gulson Gulson etet
alal., 2012., 2012;  Larner  Larner  et alet al., 2014., 2014), toxicological response (EPA, 2005EPA, 2005;  Sayes  Sayes  et alet al., 2007., 2007;
SCCSSCCS, 2012, 2012; Vandebriel and De Jong, 2012Vandebriel and De Jong, 2012), and eventual environmental fate (LarnerLarner
et alet al., 2012., 2012; Khan Khan et alet al., 2013., 2013). Aside from this, ZnO has also come under scrutiny for
its potential in a range of proposed applications including as a lasing material (Huang Huang etet
alal., 2001., 2001; Willander Willander et alet al., 2009., 2009), in light-emitting diodes (Tsukazaki Tsukazaki et alet al., 2004., 2004; SunSun
et alet al., 2008., 2008; Park Park et alet al., 2010., 2010), in gas sensors (Boccuzzi Boccuzzi et alet al., 1995., 1995; RyuRyu  et alet al., 2003., 2003;
Wan Wan et alet al., 2004., 2004; Liao Liao et alet al., 2007., 2007; Qi Qi et alet al., 2008., 2008), in transistors (Arnold Arnold et alet al., 2003., 2003;
Goldberger Goldberger et alet al., 2005., 2005; Suh Suh et alet al., 2008., 2008), in solar cells (Baxter and Aydil, 2005Baxter and Aydil, 2005; LawLaw  etet
alal.,  2005., 2005;  Suh  Suh  et alet al.,  2007., 2007;  Cheng  Cheng  et alet al.,  2008., 2008;  Senthil  Senthil  et alet  al.,  2013., 2013), photodetectors
(Suehiro Suehiro et alet al., 2006., 2006) and as a “nanogenerator” of electric current (Wang Wang et alet al., 2007., 2007).
In addition, ZnO has also come under scrutiny as a potential novel optical material in
applications such as second harmonic generation (Mehl  Mehl  et alet al.,  2010., 2010), high Q optical
cavities  based on whispering gallery modes (Wang  Wang  et  alet  al.,  2006.,  2006),  and as  a  photonic
sensor  of  oxygen  (Sanchez-Valencia  Sanchez-Valencia  et  alet  al.,  2014.,  2014).  Furthermore,  nano-ZnO has  also
found to be effective for the removal of cadmium from aqueous solutions (Srivastava Srivastava etet
alal., 2013., 2013). Further details on ZnO synthesis, properties and applications can be found in
the reviews by Wang (20042004), Özgur et al. (20052005), and Moezzi et al. (20122012).

1.3.2. CeO2 applications
CeO2 has been used for many years in a wide range of applications, particularly as a
catalyst in the automotive industry to reduce emissions (LahayeLahaye  et alet al., 1996., 1996; TrovarelliTrovarelli
et alet al., 1999., 1999; Stanmore Stanmore et alet al., 2001., 2001; DresselhausDresselhaus and Thomas, 2001 and Thomas, 2001; JungJung  et alet al., 2005., 2005) as
well as in glass polishing (MortensenMortensen, 2006, 2006), and as a UV absorber (MorimotoMorimoto  et alet al.,.,
19991999, also see references in ZnO section above). In addition it has being considered by
researchers in a wide range of new applications including gas sensors (IzuIzu  et alet al., 2002., 2002),
corrosion resistant coatings (ArdeleanArdelean  et alet al., 2008., 2008; ZhongZhong  et alet al., 2008., 2008), water treatment
(Matatov-MeytalMatatov-Meytal and Sheintuch, 1998 and Sheintuch, 1998), as a component of germanium transistor gates
(DimoulasDimoulas  et alet al., 2007., 2007;  GalataGalata  et alet al., 2007., 2007), in solar cells (CormaCorma  et alet al., 2004., 2004), as a
photocatalyst for the generation of hydrogen and oxygen from water (ChungChung and Park, and Park,
19961996;  BamwendaBamwenda  et  alet  al.,  2000.,  2000;  20012001)  and  many others  (e.g.  see  QianQian  et  alet  al.,  2009.,  2009;
GoharshadiGoharshadi  et  alet  al.,  2011.,  2011).  As  with  ZnO,  there  has  been  a  push  in  recent  years  to
investigate any potential health or environmental risks that might emerge from nano-
CeO2 (ParkPark  et alet al., 2007., 2007; 20082008; GojovaGojova  et alet al., 2009., 2009; van Hoeckevan Hoecke et al et al., 2009., 2009).
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1.3.3. PROSPEcT samples
In  total,  seven  samples  were  chosen  for  analysis  within  the  PROSPEcT  project
representing materials from different manufacturing sources which are widely used in
industry. A quick overview of these samples is provided in  Table  Table  II below along with
associated code numbers used for quick reference.

ZnO nanoparticles CeO2 nanoparticles

NM-110 Z-COTE – BASF NM-211

Ceria Dry – Antaria
[cerium (IV) oxide

precipitated, uncoated,
cubic]

NM-111
Z-COTE HP1 – BASF

(coated with
triethoxycaprylsilane)

NM-212

Nanograin –
Umicore

[cerium (IV) oxide
precipitated, uncoated]

NM-112 Microniser

NM-213
Micron scale –
Sigma Aldrich

[cerium (IV) oxide]NM-113
Micron scale – Sigma

Aldrich

Table I. PROSPEcT samples. Code Numbers from the European Repository of NM-
Series of Representative Manufactured Nanomaterials.

Figure Figure 1.3–11.3–1 provides a couple of examples of how these materials appear under TEM.
Typically  a  wide  mix  of  particle  morphologies  and  sizes  are  present  in  any  given
sample. While freshly generated ENP may have primary particle sizes in the order of 5 –
100 nm, the material will quickly agglomerate in the air up to sub-micron sized particles
(e.g.  ~100 – 300 nm) which can survive much longer  in  the air  due to  their  lower
diffusion mobility (EggersdorferEggersdorfer and Pratsinis, 2014 and Pratsinis, 2014). In addition the deposited state as
analysed by TEM may not be representative of the airborne state.
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Figure 1.3–1. Example TEM images of (a) ZnO and (b) CeO2 nanoparticles.

1.4. Existing techniques and metrics

Once  particles  have  been  deposited  in  the  respiratory  tract,  their  uptake  into  the
surrounding body tissue will be determined by parameters such as size, aspect ratio and
the chemical nature of their surface. Once incorporated, the toxicity of particles will be
mainly determined by their underlying chemical nature, and can then be quantified in
terms  of  the  mass  of  each  compound  present.  However  the  traditional  total  mass
measurements of airborne pollutants alone are not adequate to fully characterise their
potential health or environmental impact.

In attempting to make any sort of quantitative assessment of the health risk associated
with airborne particulate matter, it is necessary to consider a range of different metrics,
such as; size, chemistry, mass, surface area, etc. (CassCass  et alet al., 2000., 2000; CohenCohen  et alet al., 2000., 2000;
HarrisonHarrison and Yin, 2000 and Yin, 2000; Oberdörster Oberdörster et alet al., 2005., 2005; MaynardMaynard and Aitken, 2007 and Aitken, 2007; ENRHES,ENRHES,
20092009). In recognition of the shortcoming of a simple mass metric, there has been a shift
in recent years towards measuring numbers of particles (PetersPeters  et alet al.,  1997., 1997). This is
considered to better represent the risk from a given particle distribution as it is a more
sensitive measure of the smaller particles present which can penetrate more deeply into
the  lungs.  By  comparison,  in  mass  measurements,  the  contribution  of  many
nanoparticles will still be insignificant by comparison to much lower numbers of much
larger  microparticles.  However,  there  is  still  ongoing  debate  as  to  what  the  best
approach is for quantifying exposure to aerosols, and the associated risks (Kuhlbusch Kuhlbusch etet
alal.,  2011., 2011). Clearly,  neither a mass nor number metric alone says anything about the
chemical nature, and therefore toxicity, of the measured particles; while surface area has
also emerged as a strong contender for replacing the tradition mass metric (SagerSager  et alet al.,.,
20082008;  Sager  and Castranova,  2009Sager  and Castranova,  2009).  The only generally agreed point  on metrics  by
exposure scientists, is that it is preferable to measure as many parameters of a sample
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aerosol as practically achievable with the available instrumentation (PowersPowers  et alet al., 2007., 2007;
RodríguezRodríguez  et alet al., 2012., 2012). In addition, numerous studies have called for additional devices
to  be  developed  to  fill  gaps  in  characterisation  techniques  currently  available  (e.g.
Maynard and Aitken, 2007Maynard and Aitken, 2007; GiechaskielGiechaskiel  et alet al., 2014., 2014; KuhlbuschKuhlbusch  et alet al., 2014., 2014).

To gain a better understanding of the potential risks, one must carry out a more detailed
survey of the components present. As an introduction to this field we shall first consider
the currently available techniques for measuring different aspects of airborne particles.

1.4.1. Mass concentration metrics
Mass has been the most commonly measured metric used in aerosol studies for over a
hundred years (ChowChow, 1995, 1995; WaltonWalton and Vincent, 1998 and Vincent, 1998; MoosmüllerMoosmüller  et al.et al., , 20092009), and a
large array of different techniques have been applied to its measurement (Chow, 1995Chow, 1995;
Wilson Wilson et alet al., 2002., 2002; SolomonSolomon and Sioutas, 2008 and Sioutas, 2008).

The relatively simple and economical approach of gravimetric measurements on filter
collected samples has remained a popular approach to this day (e.g.  AnnibaldiAnnibaldi  et alet al.,.,
20112011). And indeed the simplicity of filter sampling has ensured its continued popularity
in compact personal samplers (BaronBaron, 1998, 1998; LidénLidén  et alet al., 1998., 1998; AizenbergAizenberg  et alet al., 2000., 2000;
20012001;  ZamengoZamengo  et  alet  al.,  2009.,  2009).  Most  early  sampling  developments  focussed  on  pre-
collection cut-offs, by e.g. impactors, to remove larger particles which could otherwise
dominate the final total mass measurement. The exact nature of these cut-offs was found
to be very critical to the final result and hence samplers of different designs with only
minor specification variation (e.g. cut-off diameters in the tolerance range 10 ± 0.5 μm)
could yield quite significantly different results. On top of this, long sampling times were
required  to  achieve  measurable  mass  quantities,  followed  by  removal  and  offline
weighing of the loaded filters. This resulted in a time resolution in the order of a day,
and hence was little use in identifying short temporal emissions or diurnal variations. It
is also worth noting that all filter based collection methods, including those outlined
below, need to consider  the potential  errors arising from subsequent  loss of volatile
components or gains due to the condensation of vapours (particularly water).

To overcome the slow response of filter collection and gravimetric approaches, optical
methods were developed which could provide a continuous read-out of aerosol mass.
Optical  scattering  research  undertaken  during  the  Second  World  War  to  investigate
atmospheric  visibility led  to  the  development  of  the  nephelometer  (WaldramWaldram,  1945,  1945;
AhlquistAhlquist and  Charlson,  1967 and  Charlson,  1967;  CharlsonCharlson,  1969,  1969),  which  became  popular  as  a  mass
measurement  tool  once  a  correlation  between optical  scattering  and  mass  had  been
demonstrated (CharlsonCharlson  et alet al., 1968., 1968;  EttingerEttinger and Royer, 1972 and Royer, 1972;  WaggonerWaggoner and Weiss, and Weiss,
19801980). In this device a beam of light is passed through a scattering volume through
which the aerosol flow is passed. Scattering from aerosol particles is then measured by a
photometer such as a photomultiplier  tube.  Background reflections from the internal
surfaces of the device are minimised by the use of black paint and one or more apertures
placed in front of either the light source or detector. The nephelometer subsequently fell
out of favour due to the dependency of total scattering on additional factors such as the
index of  refraction,  especially for  smaller  particles  (WillekeWilleke and Brockmann,  1977 and Brockmann,  1977;
MolenarMolenar, 2005, 2005).

An alternative measurement approach to total scattering is optical absorption (LinLin  et alet al.,.,
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19731973;  ClarkeClarke  et  alet  al.,  1987.,  1987).  As  this  requires  consideration  of  relative  changes  in  a
detected light source, it is less sensitive compared to scattering techniques. Therefore
higher sample quantities are required, usually achieved through filter collection. A wide
range of schemes have been designed for measuring the optical absorption of aerosols
(MoosmüllerMoosmüller  et alet al., 1997., 1997; BondBond  et alet al., 1999., 1999; PetzoldPetzold and Schönlinner, 2004 and Schönlinner, 2004), however
the most commonly used approach is the aethalometer (HansenHansen  et alet al., 1982., 1982; 19841984). In
this instrument, the absorption of a particular wavelength through a filter is measured
simultaneously by two photodetectors. One photodetector measures the light transmitted
through  the  collected  sample,  while  the  other  photodetector  measures  the  light
transmitted  through a separate  part  of  the filter  which  is  kept  clean  by means of  a
transparent mask preventing particle collection. This allows the second photodetector to
provide a reference signal such that the difference between the two output signals is a
measure  of  the  absorption  (or  extinction  to  be  precise)  of  the  deposited  sample.
Aethalometers are sensitive to the most absorbing aerosol component which is usually
given the term “black carbon” (HansenHansen and Novakov, 1990 and Novakov, 1990;  WeingartnerWeingartner  et alet al., 2003., 2003;
WatsonWatson et  al et  al.,  2005.,  2005;  BondBond and Bergstrom, 2006 and Bergstrom, 2006).  Despite  their  widespread use and
further  development  as  multi-wavelength  systems,  aethalometers,  as  with
nephelometers, still suffer from difficulties in interpreting their output and linking the
values obtained to underlying measurement parameters such as mass. In addition, they
exhibit significant short term thermal stability issues, a non-linear change in response
with filter prior loading levels, and require situational dependent correction factors for
accurate measurements (ArnottArnott  et alet al., 2005., 2005).

The  photoacoustic  method  allows  for  the  measurement  of  optical  absorption  of
suspended aerosol particles in situ without the need to deposit them on a filter (TerhuneTerhune
and Anderson 1977and Anderson 1977; BruceBruce and Pinnick, 1977 and Pinnick, 1977; CollesColles  et alet al., 1979., 1979; JaparJapar and Killenger, and Killenger,
19791979; AdamsAdams, 1988, 1988; 19891989; LackLack  et alet al., 2006., 2006). It measures absorption via the energy that
is deposited in the sample rather than the extinction of the light beam. This is achieved
by  passing  the  aerosol  through  a  resonant  acoustic  cavity.  A laser  beam  is  also
introduced  and  chopped  at  the  resonant  frequency of  the  cavity.  Absorption  by the
aerosol particles leads to heating and thus expansion of the air in the cavity creating
pressure  pulses.  By adjusting  the  chopper,  the  pulse  frequency can  be  tuned to  the
acoustic resonant frequency of the cavity. The resulting acoustic signal is detected by a
microphone  to  provide  a  continuous  output  measure  of  the  aerosol  absorption.
Developments in the technique have focussed on increasing the sensitivity by reducing
background  absorption  and  other  artefacts  (ArnottArnott  et  alet  al.,  1999.,  1999;  20002000),  as  well  as
creating more compact and portable designs (PetzoldPetzold and Niessner, 1996 and Niessner, 1996; KrämerKrämer  et alet al.,.,
20002000).  However,  as  with  any optical  absorption  based  technique,  it  is  still  more  a
measure of particular absorbing aerosol components rather than overall mass.

One of the oldest continuous techniques for measuring aerosol mass, and not reliant on
optical interactions, is the Beta Attenuation Monitor (BAM –  NaderNader and Allen, 1960 and Allen, 1960;
LilienfeldLilienfeld,  1970,  1970;  JaklevicJaklevic  et  alet  al.,  1981.,  1981 and references  in  Chow, 1995Chow, 1995).  This  method
measures beta particles (electrons) emitted from a radioactive source (e.g.  14C,  147Pm,
85Kr,  63Ni)  after  passing  through a  ribbon filter  for  collecting  aerosol  particles.  The
ribbon filter can be automatically progressed with time, usually in increments of e.g.
half an hour, to provide a semi-continuous output. Dual beta detectors are often used
where one detector provides a reference reading, either from a clean section of the filter
or from the reverse side of the source, to correct for instrumental fluctuations and drift.
There is some compositional dependency on the mass dependent electron attenuation,
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however it is usually considered to be small or negligible with an empirical relation
proportional to (Z/A)4/3 where Z is the atomic number and A is the atomic weight (KleinKlein
et alet al., 1984., 1984; WeingartnerWeingartner  et alet al., 2011., 2011). Z/A does not deviate significantly from 0.5 for all
elements and compounds apart from hydrogen (e.g. see Table 12–2 in  Weingartner  Weingartner  etet
alal., 2011., 2011).

Another long-standing mass measurement technique is the Tapered-Element Oscillating
Microbalance  (TEOM  –  PatashnickPatashnick,  1975,  1975;  WangWang  et  alet  al.,  1980.,  1980;  Patashnick  andPatashnick  and
RupprechtRupprecht, 1983, 1983;  19911991;  RuppechtRuppecht  et alet al., 1992., 1992;  AllenAllen  et alet al., 1997., 1997;  Weingartner  Weingartner  et alet al.,.,
20112011). This method is based on measuring the change in resonance frequency due to the
mass of particles being collected on a filter.  It  is  based on earlier  works measuring
single particle masses with resonant fibres (PatashnickPatashnick and Hemenway, 1969 and Hemenway, 1969; StevensStevens,,
19711971) and has some similarity in the operating principle to piezoelectric quartz crystal
microbalances (OlinOlin and Sem, 1971 and Sem, 1971; WilsonWilson  et alet al., 2002., 2002), which are limited in use due
to the requirement for impaction based sampling. In the TEOM, a conductively coated
tapered tube is fixed at the wide end but free to oscillate at the narrow end where a filter
is mounted. The oscillation is maintained by means of an electronic feedback system.
An LED and photodetector measure the oscillation and feed the signal back to field
plates  either  side  of  the  conductively  coated  oscillating  tube.  Sample  air  is  drawn
through the tube and, as aerosol particles are deposited on the filter, the change in mass
can be detected by the change in resonance frequency of the system. More recently the
TEOM has been combined with increasingly complex sample collection techniques and
a dual sampling system with a blank/reference microbalance to form the Real-Time
Total  Ambient  Mass  Sampler  (RAMS  –  EatoughEatough  et  alet  al.,  1999.,  1999;  20012001;  20032003).  These
improvements  are  aimed  at  combating  some  of  the  short-comings  of  filter  based
measurements mentioned previously.  Reasonable agreement has been found between
the BAM and TEOM methods when measuring atmospheric aerosols (HauckHauck  et alet  al.,.,
20042004;  SchwabSchwab  et  alet  al.,  2006.,  2006),  while  the  relative  merits  of  the  TEOM, nephelometer,
aethalometer and photoacoustic techniques for measuring diesel exhausts are discussed
in Moosmüller et al. (20012001).

The Continuous Ambient  Mass Monitor  (CAMM –  BabichBabich  et  alet  al.,  2000.,  2000;  LeeLee  et  alet  al.,.,
2005a2005a;  20052005bb)  is  another  filter  based  method  for  monitoring  aerosol  mass  which
operates by measuring the increase in pressure drop across the collection filter  with
particle loading.

More  recently,  techniques  have  been  devised  for  the  online  measurement  of  mass
distributions which provide an output based on the balance between electrostatic forces
(i.e. the particles electrical mobility) and another mass sensitive force. In the Aerosol
Particle Mass Analyser (APM – EharaEhara  et alet al., 1996., 1996; ParkPark  et alet al., 2003., 2003), this second (mass
sensitive) force is a centrifugal force, created by passing charged aerosol through the
annular operating space between two cylindrical electrodes rotating at the same angular
velocity.  It is assumed that the air flow moves through the operating space with the
same angular velocity as the electrodes, and the voltage polarity on the electrodes is
setup to oppose the centrifugal force. In this manner, for a particular voltage on the
electrodes, only particles of a particular mass to charge ratio will reach the exit rather
than collide with the walls of either electrode. The particles output can be counted with
e.g. a condensation particle counter and so adjusting the APM voltage over time will
generate  a  mass  distribution  of  the  sample  aerosol  particles.  A differential  mobility
analyser  (described in  Section  3.1)  can  also  be  included upstream to  independently
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classify  the  electrical  mobility  equivalent  diameter.  This  can  be  used  to  provide  a
density measurement when combined with the APM result (McMurryMcMurry  et alet al., 2002., 2002). A
refinement of the APM concept was proposed as the Couette centrifugal particle mass
analyser (CPMA –  OlfertOlfert and Collings, 2005 and Collings, 2005;  Olfert  Olfert  et alet al., 2006., 2006). In this variant it is
shown that losses in the system can be reduced by slightly increasing the rotational
velocity of the inner electrode relative to the outer electrode. By contrast, the Electro-
Gravitational Aerosol Balance (EAB –  EharaEhara  et alet  al.,  2006a., 2006a;  2006b2006b;  LinLin  et alet  al.,  2008., 2008)
employs fixed horizontal  parallel  plate electrodes such that gravity acts  as the mass
sensitive balancing force.

Online measurements of total  or average mass can also be made by simultaneously
measuring electrical mobility and aerodynamic diameter (RistimäkiRistimäki  et alet al., 2002., 2002; MoisioMoisio
and Niemelä, 2002and Niemelä, 2002;  LehmannLehmann  et alet al., 2004., 2004), or simply converted from size measuring
instruments with assumptions made about  the shape and density (e.g.  SMPS-APS –
SioutasSioutas  et alet al., 1999., 1999; ShenShen  et alet al., 2002., 2002).

A summary of existing techniques will be provided in Section 1.4.8.

1.4.2. Sizing nanoparticles
1.4.2.1. Size dependent deposition in the respiratory tract

When evaluating the health risks of airborne particles, one of the first metrics that must
be considered is size. The size of particles determines how they will move in the air and
how likely they are to deposit in a certain location. The probability of inhaled particles
depositing in the lungs or airways is strongly dependent on their size. Therefore, in the
context of human health risks, the impact of particle size is usually considered in light
of  some  lung  deposition  model  –  most  often  that  published  by  the  International
Commission on Radiological Protection (ICRP) in 1994 (ICRPICRP, , 19941994 – Fig. Fig. 1.4–11.4–1). This
model shows the deposition probability for different parts of the respiratory tract as a
function of particle size.
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Total deposition efficiency in the respiratory system, similar to that in filters, shows a
minimum at ~100 – 300 nm. The capture efficiency increases sharply on either side both
towards smaller and larger particles.

Larger  particles  are  lost  by  impaction  due  to  having  enough  mass,  and  therefore
momentum, such that they do not so easily follow the air flow around obstructions or
corners. The removal of micron scale particles is mostly achieved by hairs (vibrissae) in
the nasal cavity. Smaller particles are increasingly captured by diffusion, preferentially
in the lower reaches of the lungs (alveolar region) due to the high surface area. The
diffusion  mobility  of  small  particles  increases  steeply  with  decreasing  size  in  the
nanometre range, and therefore they are increasingly likely to collide with and become
lost to the boundaries of any flow channel. The smallest particles will therefore only
travel short distances. This can be seen in the increasing deposition in the head region of
Fig. Fig. 1.4–11.4–1 at the lower end of the scale, with a corresponding drop-off in the deposition
in other regions as the particles no longer  travel  far enough to penetrate so deeply.
However nanoparticles > 5 nm are more likely to penetrate further down the respiratory
tract and deposit in the alveoli of the lungs. From here they can enter the bloodstream or
interfere with oxygen uptake in the lungs and so are  of much greater  concern as  a
potential  health  risk.  Particles  in  the  intermediate  size  range  of  a  few  hundred
nanometres are less effectively deposited. They do not have enough mass to be as easily
lost  by  impaction  as  larger  particles,  nor  do  they  diffuse  as  effectively  as  smaller
particles. Therefore most of what is inhaled in this size range is simply exhaled again
(although the proportion deposited may still be a significant concern). Similarly, this
size range demonstrates the highest penetration efficiency through filters, and therefore
can be used to characterise the worst case collection efficiency of a filter.
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When discussing the “size” of nanoparticles one must in conjunction define the method
of  measurement.  This  is  usually  relayed  through  the  concept  of  an  “equivalent
diameter”.  Any given particle of a given composition and morphology can result  in
differing measures of its size depending on the method of measurement used. These
measures  are  usually  referenced  to  a  conceptual  idealised  particle  with  regular
attributes, such as spherical morphology and uniform density of 1,000 kg/m3. So, if we
state that a particle has an aerodynamic equivalent diameter of dA, we mean that it has
the same settling velocity as, and hence will be measured by aerodynamic techniques to
be the same as, a 1,000 kg/m3 spherical particle of diameter dA. Equivalently, a particle
with an electrical mobility equivalent diameter of dE will move in an electrical field with
the  same velocity  as  our  idealised  spherical  particle  of  diameter  dE.  For  any given
particle the measured values of  dA and  dE may not be the same depending on its true
composition or shape. To put this another way, an equivalent diameter is the particle’s
diameter assuming it has certain regular idealised characteristics as its true nature is
either  unknown  or  too  complex  to  characterise  with  a  single  value.  Often  the
“equivalent” is dropped from the terminology for brevity, such that the terms simplify to
“aerodynamic  diameter”,  “electrical  mobility  diameter”  etc.  with  the  “equivalent”
implied.

1.4.2.2.  Differential mobility analysis

Differential  electrical  mobility  classifiers  (DEMC  according  to  ISO  standard  ISOISO
1590015900:2009:2009) commonly known as DMAs (differential mobility analysers) have been
used for many years to classify aerosol particles within a narrow range of electrical
mobility – e.g. see references in Knutson (19761976), Flagan, (19981998), Baron and Willeke,
(20012001), Biskos  et al. (20052005) and Szymanski  et al. (20092009). DMAs may be designed in
many different ways, e.g. cylindrical, radial, parallel plate geometry, or indeed any other
shape within the bounds of engineering feasibility. Most commercial DMAs are based
upon a cylindrical geometry where an electric field is created between two co-axial
cylinders following pioneering works of  Hewitt (19571957), Whitby and Clark (19661966) and
Knutson and Whitby (19751975). With the advent of computer controlled flows and voltages
within  the  DMA,  and  continuous  flow  particle  detectors  like  condensation  particle
counters  (CPCs  –  described  in  Section  1.4.3.3),  commercial  differential  mobility
analysing  systems  (DMAS)  emerged  as  scanning  mobility  particle  sizers  (SMPS  –
described in Section  1.4.3.4),  to record aerosol particle size distributions (LiuLiu  et alet al.,.,
19741974). DMAs as standalone instruments are often used to produce monodisperse aerosol
particles for research and instrument calibration. An overview of traditional cylindrical
designs is provided by Intra and Tippayawong (20082008).

DMAs and SMPSs have traditionally been large, heavy, desktop devices mainly suitable
for laboratory use (e.g. WinklmayrWinklmayr  et alet al., 1991., 1991; QuantQuant  et alet al., 1993., 1993; WiedensohlerWiedensohler  et alet al.,.,
20122012). However, in recent years there has been growing demand for smaller, portable,
easy to use instruments that can be freely and easily moved. For example, occupational
hygiene and nanotechnology needs can be more easily addressed with a portable SMPS.
Portability and ease of use offer a number of advantages including the ability to sample
aerosols in situ. Instruments can be more easily stored or moved between laboratories or
test  locations  allowing  greater  flexibility  of  working  arrangements.  The  size  of  an
SMPS is largely determined by the size of the DMA column which is typically about
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500 mm in length (TSITSI, GrimmGrimm). Even a DMA column designed for a limited nano-size
range is about 200 mm (ChenChen  et alet al., 1998., 1998). Thus, the first step towards a portable SMPS
is to design a small DMA. 

Of importance to the overall research goals of this project; a DMA represents a first step
in honing a method for the specific detection of engineered nanoparticles in the air.
Specifically,  it  gives  us  control  of  the  metric  of  size  via  the  electrical  mobility
equivalent diameter. Combined with other metrics, such as surface area or shape, it can
form the basis of a method to classify and distinguish different species of particles.

Portable devices in the current literature include the mini-disk EAC (LiLi  et al.,et al., 2009 2009)
which is a radial electrostatic classifier with a cumulative (variable cut-off) output, and
a hand-held DMA of dual conical design (de la Mora de la Mora and Kozlowski, 2013and Kozlowski, 2013), designed
for high resolution operation in the range 1 – 30 nm. Miniature devices have also been
developed focussed only on ion mobility measurements.  These operate  on the same
principle as DMAs used for particle measurements. Due to the much higher mobility of
ions, smaller drift regions are required which greatly helps to facilitate miniaturization.
Examples which have achieved this to such a degree as to be compatible with a hand-
held device include both planar (SpanglerSpangler, 2000, 2000; ZimmermannZimmermann  et al.,et al., 2007 2007; 20082008) and
cylindrical (BabisBabis  et al.et  al.,  2009, 2009) geometries. While interesting in their own right,  and
useful  for  the  applications  they  were  designed  for,  none  of  these  devices  fit  the
requirements for a high resolution portable device with a wide enough size range to
cover  most  aerosol  particle  applications.  Other  portable  DMAs  found  in  recent
commercial devices include the TSI Nanoscan 3910 and the Kanomax Portable Aerosol
Mobility Spectrometer (PAMS). The Nanoscan utilises a radial type DMA while the
design  of  the  PAMS  DMA is  not  disclosed.  Therefore,  current  standalone  DMA
instruments are either large, expensive, or low resolution. To address the needs of the
occupational  hygiene,  environmental,  and  atmospheric  sciences,  a  portable  high
resolution  low cost  DMA is  required.  One of  the  aims of  this  work is  therefore to
develop a DMA to bridge the gap in current instrumentation.

1.4.2.3.  Size resolved sampling

It  is  often  desirable  to  sample airborne  particles  into  size-resolved fractions  for  the
purpose  of  carrying  out  offline  size-resolved  gravimetric  or  chemical  analyses.  The
most common method for doing this is by inertial impaction. Typically this is achieved
by positioning an orifice opposite a collecting plate. As the air flow passes through the
orifice it will form a high velocity jet which then must turn sharply as it bends around
the collection plate. Entrained particles above a certain size will have sufficient inertia
such that they do not follow the flow streamlines around the sharp bend, but instead
cross the flow and impact on the collection plate. The value which determines whether a
particle  will  impact  on  the  plate  or  follow the  flow around  it  is  the  dimensionless
parameter known as the Stokes number (Stk):

r

νDCρ
Stk pCp

18

2

 (1)

where ρp is the density of the particle, Cc is the Cunningham slip correction factor, Dp is
the particle diameter, v is the air velocity, η is the air viscosity, and r is the radius of the
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orifice. The particle will impact and be collected if the Stokes number is greater than a
critical value, usually ~0.21 – 0.23 (McMurry, 2000aMcMurry, 2000a).

Single stage impactors are common for collecting PM samples (e.g. PM10 or PM2.5),
with a filter downstream to collect all the particles below the impactor cut-off. However
for higher size resolution, cascade impactors (MayMay, 1945, 1945;  19821982) can be used. In this
case there are multiple stages in series, with each subsequent stage having a smaller
orifice size and hence higher velocity jets than the preceding stage to give a smaller size
cut-off. Ideally all of the particles above the stage 1 cut-off are removed such that only
particles larger than the stage 2 cut-off but smaller than the stage 1 cut-off are collected
on stage 2. This will continue on through subsequent stages such that stage n will collect
particles in the size range between the n and n – 1 cut-off diameters. In this manner, a
series of size bins can be collected to allow for size resolved analysis of the different
fractions.  In  practice,  the  cut-off  profiles  are  not  perfectly  sharp,  and  will  be
characterised by a sigmoidal profile rather than a step function with the stage indicated
by the particle size where the collection efficiency reached 50% (d50). However, in a
well  designed cascade  impactor  the  collection profiles  are  usually steep  enough for
stage overlap to be negligible. A more serious concern is typically particle bounce, such
that impaction does not equal collection, and the particle in question is instead collected
on the following stage. While the choice of impactor design and collection substrate can
help to alleviate this problem (ChangChang  et alet al., 1999., 1999), often a grease or oil is added to the
collection substrate to minimise bounce. Although care must be taken to ensure that this
does not interfere with subsequent analysis techniques. Stage overloading can still result
in newly arriving particles bouncing off those already deposited and should be avoided.
In  addition,  inter-stage  losses  can  also  cause  measurement  errors,  although  this  is
usually only a concern at the smallest sizes.
Cascade impactors are effective at collecting micron sized particles and usually have a
largest size (first stage) cut-off of ~10 μm (SandersonSanderson  et alet al., 2014., 2014). However, due to the
low inertia of nanoparticles, it is a challenge to design impactors with a d50 below ~50
nm.  Typically cascade  impactors  feature  a  final  filter  stage  to  collect  all  remaining
particles smaller than the final stage cut-off.  Standard approaches to reducing  d50 to
smaller particle sizes include working at lower pressures where Cc is increased, or to use
micro-orifices such that the orifice radius r in Equation (1) is reduced into the micron
range. In the first case large pumps are required to generate the low pressures, and the
sample may be augmented from its ambient pressure state. While the latter case requires
a large multitude of micro-orifices in the final stages, to allow sufficient air flow and
sample collection, which can be a challenge to manufacture. However by using such
techniques to generate hypersonic jets, the size range of impactors has been extended
down  to  ~5  nm  (de  la  Mora  et  al.,  1990de  la  Mora  et  al.,  1990).  Commercial  examples  include  the
NanoMOUDI range of cascade impactors (as an extension of the original MOUDI –
MarpleMarple  et  alet  al.,  1991.,  1991) from MSP Corporation which uses  micro-orifices  to  provide a
lowest cut-off diameter of 10 nm, and the DLPI from Dekati which is a low pressure
impactor providing size classification down to 30 nm. The collection characteristic of
these instruments with different collection substrates has been compared by Fujitani et
al. (20062006). Following the work of Keskinen  et al., (19921992), Dekati have also extended
this technology with particle charging and electrometer collection stages in the ELPI™

(MarjamäkiMarjamäki  et alet al., 2000., 2000) to provide online size distribution measurements, while the
ELPI+™ (LamminenLamminen, 2011, 2011; JärvinenJärvinen  et alet al., 2014., 2014) extends the size range down to 6 nm.
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Characterising  aerosol  distributions  purely  by  impaction,  although  useful,  does  not
accurately reflect how particles are deposited in the human respiratory tract. Therefore,
cascade impactors do not necessarily provide an accurate representation of health risks
across the entire size range. To address this issue, it is desirable to have a collection
technique which replicates the deposition characteristics of particles as occurring in the
respiratory tract – i.e. mainly impaction deposition at larger sizes and mainly diffusion
deposition at smaller sizes. A number of groups have proposed samplers designed to
collect particles in ~3 stages representing the major divisions of the respiratory tract
(e.g. MadelinMadelin, 1992, 1992; LiLi  et alet al., 2008., 2008; KoehlerKoehler  et alet al., 2009., 2009; KoehlerKoehler and Volckens, 2013 and Volckens, 2013).
However,  it  is  challenging to  develop deposition  profiles  that  accurately reflect  the
desired  response  across  the  entire  size  range.  In  addition,  some  of  the  collection
substrates used (e.g. tubing, glass spheres, foam) are not ideally suited to a full range of
offline analysis techniques. For a more accurate, flexible and higher resolution analysis
of aerosol health risk, Naneum Ltd. developed the Nano-ID® Select sampler (formerly
wide-range aerosol sampler,  WRAS –  GorbunovGorbunov  et alet  al.,  2009.,  2009). In this  instrument an
aerosol  flow of  20  l/min  is  first  passed  through a  7  stage  cascade  impactor  which
classifies particles in the size range from 0.25 μm to > 20 μm. The remaining particles
are then passed through a diffusion battery (FuchsFuchs  et alet al., 1962., 1962;  SinclairSinclair and Hoopes, and Hoopes,
1975a1975a;  ChengCheng  et  alet  al.,  1980.,  1980;  Cheng  and  YehCheng  and  Yeh,  1980,  1980;  KnutsonKnutson,  1999,  1999)  where  they  are
classified in 5 stages covering the size range from < 2 nm to 250 nm. Different numbers
of nylon net filters are used at each stage of the diffusion battery with mesh openings
ranging from 11 to 180 μm. Filters typically exhibit a V-shaped deposition curve with a
minimum somewhere in the 0.1 – 0.3 μm region. However, by removing all of the larger
particles upstream in the cascade impactor,  only the lower branch of the deposition
curve applies. This results in a monotonic relation between deposition efficiency and
particle size that would not otherwise be achieved. The Nano-ID® Select has previously
been used to determine mass fractions of lead in crystal glass factories (Gorbunov Gorbunov et alet al.,.,
20092009),  to  characterise  the  mass  distributions  of  metals  resulting  from  friction  stir
welding  (PfefferkornPfefferkorn et  al et  al.,  2010.,  2010),  to  determine  respirable  mass  concentrations  of
carbon nanotubes  at  a  commercial  production facility (AsbachAsbach  et  alet  al.,  2014.,  2014),  and to
determine exposures to lead and other heavy metals at gun shooting ranges (LachLach  et al.et al.,,
20142014).

Online sizing devices based on the size dependent penetration through diffusion screens
have also been devised using both electrometers and condensation particle counters as
the measurement approach (FierzFierz  et alet al., 2002., 2002;  20092009;  FeldpauschFeldpausch  et alet al., 2006., 2006). While
additional  methods  used  for  the  effective  sampling  of  nano-sized  aerosol  particles
include electrostatic (McLeanMcLean, 1988, 1988; MizunoMizuno, 2000, 2000; JaworekJaworek  et alet al., 2007., 2007) and thermal
precipitators (CartwrightCartwright, 1954, 1954; Cartwright Cartwright et alet al., 1956., 1956; SchadtSchadt and Cadle, 1957 and Cadle, 1957).

 

1.4.2.4. Online aerodynamic sizing

It is possible to make online measurements of the aerodynamic diameter of particles in
situ via their lag in response to an accelerating air flow around them. Mazumder and
Kirsch (19771977) proposed an interesting approach whereby the aerodynamic diameter was
determined by measuring the phase lag of particles in response to an acoustic signal.
The standard approach however is to accelerate particles through a nozzle and to then
measure their velocity close to the nozzle exit.  Wilson and Liu (19801980) used a laser-
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Doppler velocimeter to measure particle velocities. In this scheme, a laser beam is first
split to form two coherent beams, which are then focussed to a cross-over point. As
particles pass through the interference pattern created at this point, the detected signal
intensity is modulated. The particle velocity can then be calculated by multiplying this
modulation  frequency by the  interference  fringe  spacing.  The most  commonly used
device at present is the commercial TSI Aerodynamic Particle Sizer (APS 3300 series),
with a measurement range from 0.5 to 20 µm. In this instrument, velocity measurements
are carried out using two parallel laser beams at the nozzle exit to form a time-of-flight
detection system.

Note that the parameter measured by an APS is not exactly the same as the standard
definition  of  aerodynamic  diameter  (related  to  the  settling  velocity  of  the  particle).
Therefore, some details need to be considered with care in the use and calibration of
these instruments (BaronBaron, 1986, 1986; KennyKenny and Lidén, 1991 and Lidén, 1991; TsaiTsai  et alet al., 2004., 2004). Firstly, for
larger differential velocities, liquid droplets can be deformed, affecting their drag force
and  resulting  measurement  (SeckerSecker  et  alet  al.,  2000.,  2000).  This  can  create  differences  in
calibration  between  liquid  and  solid  particles  (GriffithsGriffiths  et  alet  al.,  1986.,  1986).  At  higher
concentrations, coincidence (ArmendarizArmendariz and Leith, 2002 and Leith, 2002; PetersPeters and Leith, 2003 and Leith, 2003) and
recirculation (SteinStein  et alet al., 2002., 2002) can cause size-dependent measurement errors, while
non-spherical  particles  can  also  pose  a  challenge  (Griffiths  and  Vaughan,  1986Griffiths  and  Vaughan,  1986;
MarshallMarshall et al et al., 1990., 1990;  19911991;  MarshallMarshall and Mitchell, 1992 and Mitchell, 1992). For larger sized particles,
measurements need to be corrected for density (WangWang and John, 1987 and John, 1987;  19891989;  ChenChen  etet
alal., 1989., 1989). Alternatively the APS can be calibrated beforehand with the same material
that is to be measured. However, there will always be some additional uncertainty when
measuring unknown or  mixed aerosols  limiting the accuracy in  real-world exposure
scenarios.

1.4.3. Number concentration metrics
Counting  airborne  particles  has  a  long  history  from  cloud  chambers  and  manual
counting of microscopy samples  (CunninghamCunningham, 1873, 1873;  Walton and Vincent,  1998Walton and Vincent,  1998)  to
more modern automated optical methods. 

1.4.3.1.  Optical particle counters

Optical particle counters (OPCs) have been used for many years for the counting and
monitoring of particle concentrations in the air of micron and sub-micron sized particles
(WillekeWilleke and Liu, 1976 and Liu, 1976). In operation, an aerosol flow is focused into a narrow stream
and passed through an optical cavity,  usually containing a laser diode, mirror, and a
detector (e.g. PIN photodiode with collecting lenses to widen the angular response). The
mirror and collector share a common axis which is orthogonal to both the light source
and aerosol particle stream axes. If there are no particles passing through the OPC, the
light is captured in a trap opposite the source and no signal is detected. When a particle
traverses the light beam, it scatters the light, which is then detected as a pulse in the
mirror and photodetector arrangement. Ideally each pulse should correspond to a single
particle,  i.e. one particle is counted at  a time (single particle counting mode).  If the
particle concentration gets too high such that more than one particle traverses the light
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beam within the gating period of the photodetector, then these particles will be counted
as a single event and the response of the OPC will saturate. Some OPCs have the ability
to switch into an additional photometric mode whereby the total amount of scattered
light  is  used  as  a  measure  of  the  particle  concentration.  This  allows  for  higher
concentrations to be measured, but is less accurate, and can also cause discontinuities in
the data if there is a calibration mismatch at the cross-over between the single particle
counting and photometric modes. 

OPCs are limited in the smallest size of particle they can detect by the wavelength of
light used. Most standard OPCs measure down to ~300 nm and generally provide some
low resolution sizing information (e.g. 2 – 5 channels) by use of different thresholds on
the scattered light pulse. However, by passing the aerosol through the active cavity of a
laser, much higher light intensity can be achieved allowing for detection of particles as
small as 50 nm (GebhartGebhart  et alet al., 1976., 1976). Such instruments are known as Laser Aerosol
Spectrometers (SzymanskiSzymanski and Liu, 1986 and Liu, 1986) and can provide high resolution optical sizing
across the sub-micron and micron size range.

1.4.3.2.  Faraday cup electrometer

One of the most straightforward measurement techniques for counting nanoparticles is
to charge them and then measure the current generated when they are deposited in a
Faraday  cup.  This  can  be  achieved  for  example  by  passing  the  aerosol  through  a
conducting filter in the Faraday cup and measuring the current resulting from particles
becoming caught in the filter with an electrometer. Such a device is variably known as a
Faraday cup aerosol electrometer (FCAE), aerosol electrometer (AE) or Faraday cup
electrometer (FCE). It is usually a simple and robust system requiring low maintenance.
However there is a trade off in terms of low sensitivity and poor accuracy, especially
with larger particles. The challenge of measuring very low currents means that these
devices are usually not sensitive to concentrations much below 1,000 cm-3. In addition,
these devices have an associated zero-particle current which needs to be accounted for
and  can  be  sensitive  to  temperature  fluctuations.  Although  measuring  over  longer
intervals is preferable for minimising random noise effects, it can also lead to a drift in
this  base  level  reading,  increasing  uncertainty.  Averaging  of  multiple  short  interval
samples could help to avoid having to compromise between random noise and drift,
assuming it is possible to re-check and re-adjust for the zero-particle current between
samples. Also, to convert the data from current to number of particles, knowledge of the
number of charges associated with each particle is required. Depending on the charging
mechanism,  it  may be  a  safe  assumption  that  particles  much less  than  100 nm are
unlikely to have more than one charge (singularly charged); while at larger particle sizes
this  will  not  be  the  case.  With  correct  knowledge  of  the  charger  performance,  and
another element (such as a DMA) in front of the FCE to provide sizing information, it is
possible  to  correct  for  the  level  of  multiple  charging based on the  size  distribution
measured.  However,  this  is  not  possible  if  the  FCE  is  used  in  isolation  and  only
providing  a  measure  of  concentration.  Therefore  these  devices  are  generally  better
suited  to  quick  and  rough  measurements  in  dirty  environments.  They  are  often
incorporated into hand-held devices due to their inherently robust and compact nature.
In an occupational or environmental exposure setting, they can therefore be useful as
indicators  of  the  presence  and  source  of  contaminants,  allowing  more  detailed
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investigation to be carried out with additional instrumentation. They are less well suited
to critical low level applications such as clean room monitoring.

1.4.3.3.  Condensation particle counters

Condensation particle counters (CPCs, also known as condensation nucleus counters,
CNCs –  McMurryMcMurry, 2000b, 2000b;  SpurnySpurny, 2000, 2000) allow for the measurement of both smaller
nanoparticles and much lower concentrations compared to FCEs. A CPC is composed of
two main components; a condensation unit (CU), and an optical particle counter (OPC)
as discussed above. The CU is utilised as a pre-enlargement device to overcome the size
limitations of OPCs. The CU is comprised of a saturator, as a source of vapour, and a
condenser, where the vapour is nucleated onto an aerosol stream of nanoparticles to
form droplets large enough to be detected in an OPC. In this manner particles can be
detected right down to a few nanometres or less. The details of nucleation and CPCs
will be discussed further in Section 3.3.

Condensation counters were reported as early as 1888 by Aitken (Walton and Vincent,Walton and Vincent,
19981998; Spurny, 2000Spurny, 2000; SemSem, 2002, 2002). However, early devices relied on adiabatic expansion
to produce supersaturation conditions, and hence analysis could only be carried out on
pulsed  volumes.  The  first  commercial  continuous  flow  and  single-particle  counting
CPC, utilising heated saturator and cooled condenser regions, was reported by Agarwal
and Sem (19801980), based on prior works by Sinclair and Hoopes (1975b1975b), and Bricard et
al. (19761976). This design was further developed by Stolzenburg and McMurry (19911991) by
incorporating the mixing type design as proposed by Kousaka et al. (19821982) in which a
separate saturated sheath air flow is mixed with the aerosol flow before entering the
condenser. In this manner the response to small nanoparticles < 20 nm was improved,
achieving a 50% counting efficiency cut-off  of  3 nm. Generally the size of droplet
formed in a CPC is independent of the size of the nucleating particle. However some
correlation can be found at the smallest detectable particle sizes of ~10 nm or less. This
effect has been exploited by using pulse height analysis in the OPC for the sizing of
nucleation mode particles (WiedensohlerWiedensohler  et alet al., 1993., 1993; 19941994; MartiMarti  et alet al., 1996., 1996; O’DowdO’Dowd
et alet al., 2004., 2004).

As the particles detected by a CPC do not need to be charged,  and with the single
particle counting functionality provided by the OPC back-end, CPCs can offer a much
more sensitive  measure  of  nanoparticle  concentrations  compared to  FCEs.  However
they usually require a regular re-supply of working fluid, and, depending on the design,
may not be suitable for portable applications. Tilting of CPCs can cause the working
fluid to run into flow paths and can, for example, damage the OPC. In addition, the
common choices of butanol and isopropanol as working fluids can create unpleasant
fumes requiring suitable ventilation.

1.4.3.4.  Electrical mobility particle sizers

The  counting  technology  of  a  CPC  (or  FCE)  can  be  combined  with  the  sizing
classification of a DMA to form an instrument which measures size distributions of
airborne particles.  This is  usually referred to as a “scanning mobility particle sizer”
(SMPS) or more recently as a “differential mobility analysis system” (DMAS) in the
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ISO nomenclature.

SMPS instruments were a natural development following on from the measurement of
the output of a DMA. It was recognised early on in their development that the output of
a DMA could provide measures of aerosol size distributions across the nano and sub-
micron  range  with  good  resolution  and  minimal  disturbance  of  their  natural  state
(Knutson, 1976Knutson, 1976). Automatic computer control and synchronisation of a CPC collector
with  stepped  DMA  voltages  led  to  the  commercialisation  of  such  systems  as
“differential mobility particle sizers” (KeadyKeady  et al.et al., 1984, 1984). Depending on the resolution
and range required, the process of stepping through each DMA voltage and measuring
the output could be quite time consuming, even if run by an automated system. It was
found that this process could be sped up considerably by instead scanning through the
range  of  voltages  required  with  an  exponential  ramp  and  monitoring  the  output
continuously (WangWang and Flagan, 1990 and Flagan, 1990). With correct consideration of the correlation
between measurement time and DMA voltage, the mobility of the particles measured by
the CPC is reliably known. This system was then commercialised by TSI as a “scanning
mobility particle sizer” (Quant  Quant  et al.et al., 1993, 1993). Since then not a lot has changed in the
fundamental  approach  of  SMPS  instruments.  The  size  range  of  DMAs  has  been
extended further into the nano range (ChenChen  et al.et al., 1996, 1996), and limitations on minimising
the scan time further  have  been explored (TokonamiTokonami and Knutson,  2000 and Knutson,  2000;  ShahShah and and
Cocker,  2005Cocker,  2005).  In  addition,  the  effects  of  different  measurement  conditions  such as
humidity  (RistovskiRistovski  et  al.et  al.,  1998,  1998)  and  carrier  gas  (SchmidSchmid  et  al.et  al.,  2002,  2002)  have  been
investigated and the system has been extended for application in low pressure systems
(OberOber  et al.et al., 2002, 2002).

Electrometers are less commonly used in SMPS instruments in comparison to CPCs.
However,  they  have  found  widespread  use  in  instruments  in  which  multiple
electrometer  stages  are  incorporated  into  the  body  of  a  DMA type  device.  Such
instruments have no particle output but instead each electrometer stage collects a certain
sub-set of mobility trajectories within the device. In this manner, the entire mobility
range  is  measured  in  parallel.  This  allows  for  the  measurement  of  particle  size
distributions on a much faster time scale, albeit with lower resolution and sensitivity
compared  to  an  SMPS.  The  earliest  such  instrument  was  the  Electrical  Aerosol
Spectrometer (EAS), developed by Tammet and co-workers in the 1970s (see references
in TammetTammet  et alet al., 2002., 2002). However the modern successor to this instrument is known as
the Fast Mobility Particle Sizer (FMPS), licensed by TSI from Airel Ltd. The FMPS can
measure a 16 channel per decade size distribution in 1 second covering a size range
from 5.6 to 560 nm. More specialised instruments include the Cambustion DMS50 and
DMS500 (BiskosBiskos  et alet al., 2003., 2003; 20052005; SymondsSymonds  et alet al., 2007., 2007) and the TSI Engine Exhaust
Particle Sizer (EEPS – very similar to FMPS but with higher sampling rate) all used for
measuring exhaust particle distributions from engine emissions.

Other  devices  based  on the  EAS principle  include  the  Miniature  Electrical  Aerosol
Spectrometer (MEAS – RanjanRanjan and Dhaniyala, 2007 and Dhaniyala, 2007; 20082008), a compact, low resolution
device  suitable  for  portable  applications,  which  utilises  an  ESP  (electro-static
precipitator) pre-filtration system to allow differential classification with only one flow,
and the Symmetric Inclined Grid Mobility Analyzer (SIGMA – TammetTammet, 2011, 2011), a high
flow device for measuring positive and negative air ions.

Another  approach  to  fast  measurements  of  mobility  spectra  is  the  Fast  Integrated
Mobility Spectrometer (FIMS – KulkarniKulkarni and Wang, 2006a and Wang, 2006a; 20062006bb; OlfertOlfert  et alet al., 2008., 2008;
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WangWang, 2009, 2009). This device in effect combines DMA and CPC technologies into one.
Charged particles are separated into different trajectories in a classification region which
also utilises a sheath flow saturated with working fluid. These separated trajectories are
then  maintained  through  a  subsequent  condenser  region  and  the  positions  of  the
resulting condensed droplets are imaged with laser illumination and a CCD camera. The
Aerosol Electrical Mobility Spectrum Analyzer (AEMSA – AhnAhn and Chung, 2010 and Chung, 2010) is a
similar  device that  allows for  the simultaneous measurement  of both positively and
negatively charged particles.

1.4.4. Surface measurements
Numerous studies to date have shown a strong correlation between aerosol surface area
and specific health effects such as tissue damage in the lung (see references summarised
in Maynard and Kuempel, 2005Maynard and Kuempel, 2005; Szymanski and Allmaier, 2009Szymanski and Allmaier, 2009). Efforts to measure the
surface area of particles stretch back many decades. An early example is the work of
Talbot (19661966, 19671967) who proposed a technique which involved measuring the far-field
diffraction pattern created by apertures in a metal film. The apertures could be formed
by depositing the metal film over previously deposited particles on a glass slide such
that when the particles were removed the resulting apertures would roughly correspond
to projections of the particles. The photomultiplier current measured in this setup was
then related back to either a total or respirable surface area by means of different optical
filters representing different conversion functions.

The standard method for measuring the surface area of powder samples has for many
years been to use gas adsorption, known as the BET method following the works of
Brunauer,  Emmett  and Teller  (BrunauerBrunauer  et  alet  al.,  1938.,  1938;  GreggGregg and Sing, 1982 and Sing, 1982).  Many
studies  have  shown  a  correlation  between  BET  measured  surface  area  and  toxic
response (e.g. LisonLison  et alet al., 1997., 1997; StoegerStoeger  et alet al., 2005., 2005; SinghSingh  et alet al., 2007., 2007; WarheitWarheit  et alet al.,.,
20072007;  LeBlancLeBlanc  et alet  al.,  2010.,  2010).  However,  it  is  not  suited to  online measurements,  and
requires either measurement of powder samples before aerosolisation, or measurement
of  samples  collected  by  e.g.  impaction.  It  is  unclear  how  well  this  measurement
corresponds to the airborne surface area, especially when applied to powder samples
with much of the primary particle surface area buried within the volume of the powder.

Another long-standing offline technique is to measure particle surface area from images
recorded by electron microscopy (typically TEM – e.g. BauBau  et alet al., 2003., 2003). Compared to
BET which only measures total surface area, this method has the advantage of being
able to relate measurements to individual particles and build up a graph of the surface
area  distribution.  However,  this  method  is  only  reliable  for  uniform  and  smooth
spherical particles. For more complex morphologies, the restrictions imposed by only
measuring a two dimensional projection become more significant.  In addition,  more
consideration is required to deposit the requisite particle samples onto TEM grids.

One of the earliest methods for measuring the surface of particles in an airborne state is
the epiphaniometer (BaltenspergerBaltensperger  et alet  al.,  1988.,  1988;  GäggelerGäggeler  et  alet  al.,  1989.,  1989;  RogakRogak  et  alet  al.,.,
19911991). In this device, aerosol particles are drawn through a chamber containing an 227Ac
source.  One of the decay products from this  source is  the lead isotope  211Pb which
attaches  to  particles  passing  through  the  chamber.  Unattached  211Pb is  removed  by
diffusion in a capillary tube and the particles are then collected on a filter. The amount
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of deposited 211Pb on the filter is then measured by an α-detector which measures the α
emissions  of  its  daughter  nuclide  211Bi.  The  attachment  rate  of  the  211Pb to  aerosol
particles (and therefore the instrument response) was found to be proportional to d2 for
small particle diameters with d < 100 nm, and proportional to d for particles larger than
3 μm, with a transition zone at intermediate sizes. In general, the property measured by
this attachment rate is termed the “active” or “Fuchs” surface area, and is given by π.dx

where x varies between 1 and 2 depending on the particle diameter (FuchsFuchs, 1964, 1964; PandisPandis
et alet al., 1991., 1991; KellerKeller  et alet al., 2001., 2001). Although the epiphaniometer has been used with some
success for the measurement of atmospheric aerosols (ShiShi  et alet al., 2001., 2001), it has not found
widespread  use  nor  is  it  currently  commercially  available.  The  radioactive  source
required in its operation makes it ill-suited to occupational exposure measurements in
the workplace. In addition, the 36 minute half-life of 211Pb acts like a damping constant
on the response such that it is better suited to long term field monitoring applications
rather than bursts of industrial pollutants. 

To overcome the difficulty in using radioactive sources, the contemporary method for
measuring the active surface area of aerosols is by diffusion charging. In this case ions
replace  the  radioactive  gas,  and  the  charge  collected  in  an  electrometer  is  used  to
measure  the  attachment  rate  of  ions  to  the  aerosol  particles.  Instruments  based  on
measurements of diffusion charging rates include the LQ1-DC from Matter Engineering
(discontinued),  the  Electrical  Aerosol  Detector  3070A (EAD),  Nanoparticle  Surface
Area Monitor  3550 (NSAM) and AeroTrak 9000 from TSI Inc.,  as  well  as the DC
2000CE from EcoChem Analytics. The LQ1-DC, EAD and DC 2000CE have responses
defined by their individual charger performance but are inherently similar in giving an
active surface area response with diameter power x values between 1 and 2. The NSAM
(ShinShin  et alet al., 2006., 2006) and AeroTrak instrument include additional ion trap potentials to
augment the response to make it similar over a certain size range to the alveolar or
tracheo-bronchial  deposition  functions  (investigated  with  the  EAD by  FissanFissan  et  alet  al.,.,
20062006).  There  has  been  much  debate  in  recent  years  about  the  exact  nature  of  the
response of these instruments and its potential correlation to health risks. Very briefly,
and in chronological order, the major results reported in this area in recent years are as
follows with responses to diameter (dx) characterised by values of the power x:

• Weber et al. (19961996) reported an attachment rate of lead isotopes to agglomerates 

proportional to the agglomerate diameter to the power of 1.47 in the range 70 – 
200 nm.

• Woo et al. (20012001) and Wilson et al. (20032003) found an EAD response of x = 1.16 

using atmospheric aerosol.

• Jung and Kittelson (20052005) found that the LQ1-DC and EAD had x values of 1.36
and 1.13 respectively when measuring NaCl particles in the range 30 – 150 nm 
and calculated that the Fuchs (active) surface area gives x = 1.39 over the same 
size range.

• Ku and Maynard (20052005) investigated the LQ1-DC and EAD and found they both

had a response close to the geometric surface area with x = 2 below 100 nm with
monodisperse silver agglomerate aerosols. A good match was also found to 
SMPS and TEM measures of surface area in this size range. The response of the 
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LQ1-DC decreased to a power of 1.6 when the size range increased to 20 – 200 
nm or 1.5 when considering 80 – 200 nm. 

• Wilson et al. (20072007) investigated how well the response of the EAD correlated to
the estimated deposited surface area in the lung. They found that the correlation 
to deposited surface area reached a maximum for values of diameter power x 
between 1.1 and 1.6 and concluded that the “EAD should provide a useful 
indicator of fine particle surface area deposited in the lung”.

• Asbach et al., (20082008) concluded that the NSAM does accurately reflect the 
alveolar and tracheo-bronchial responses between 20 and 400 nm, at least for 
spherical particles.

• Szymanski and Allmaier, G. (20092009) found a good correlation between measured 
and calculated alveolar and tracheo-bronchial deposition fractions with the 
NSAM between ~10 and 200 nm.

• Ku (20102010) reported that the surface area responses of the DC 2000CE and LQ1-
DC in the size range from 100 – 900nm were proportional to the mobility 
diameter to the power of 1.22 and 1.38 respectively. This led to deviations from 
the geometric surface area (power x = 2) of up to 94%.

• Ku and Kulkarni (20122012) found that diffusion charging instruments could 

underestimate the surface area compared to BET and a tandem mass plus TEM 
technique by a factor of 3 – 10.

Most of these results are roughly consistent with the underlying postulation that as the
particle  size  is  increased  through the  transition  regime,  the  response  of  instruments
sensitive to the active surface area will demonstrate decreasing values of x between the
limits of 2 and 1 corresponding to the purely free molecular and continuum regimes
respectively. However, the result from Jung and Kittelson (20052005) for the LQ1-DC (x =
1.36  for  30  –  150  nm  particles)  does  not  fit  with  this  trend  when  compared  to
subsequent measurements (x = 1.5 for 80 – 200 nm particles and x = 1.38 for 100 – 900
nm particles) by Ku and colleagues (20052005, 20102010).

Another technique sensitive to surface area is photoelectric charging (Schmidt-OttSchmidt-Ott and and
Federer,  1981Federer,  1981;  BurtscherBurtscher  et  alet  al.,  1982.,  1982).  Particles  are  exposed  to  UV light  and  the
resulting  emitted  electrons  or  positively charged particles  can  be  measured  with  an
electrometer. The resulting signal will depend on the chemical nature of the surface as
well as the total surface area exposed. Therefore the interpretation of the results is too
uncertain to be generally useful. However, it has found application in measurements of
exhaust  aerosols  from  combustion  engines,  in  particular  due  to  its  sensitivity  to
polyaromatic hydrocarbons (Burtscher, 1992Burtscher, 1992). Matter  et al. (19981998;  19991999) measured a
linear  response in the photoelectric signal compared to  that  obtained from diffusion
charging, with the slope dependent on the type of combustion source measured. The
combination of these two techniques is suggested as a useful characterisation approach
avoiding the complication of size distribution measurements (DahmannDahmann  et alet  al.,  2000.,  2000;
BukowieckiBukowiecki  et alet al., 2002., 2002).
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Finally, a number of studies have demonstrated the measurement of aerosol surface area
by the combination and deconvolution of multiple simultaneous metrics, mainly number
and  mass  (SverdrupSverdrup and  Whitby,  1977 and  Whitby,  1977;  Woo  Woo  et  alet  al.,  2001.,  2001;  MaynardMaynard,  2003,  2003;  KuKu and and
Evans,  2012Evans,  2012).  However due to  the large setups involved,  such techniques are better
suited to controlled laboratory environments rather than in situ measurements.

1.4.5. Chemically specific techniques
1.4.5.1.  Electron microscopy and X-ray techniques

Determining the chemical nature of aerosols is necessary to provide a proper assessment
of  potential  health  or  environmental  risks.  A wide  range  of  approaches  have  been
employed over the years (MattimaricqMattimaricq, 2007, 2007;  ChowChow  et alet al.,  2008., 2008), however the most
ubiquitous  methods  to  date  have  involved  offline  standard  analytical  techniques  on
collected  aerosol  samples,  e.g.  on  filters  (Chow,  1995Chow,  1995).  For  example,  electron
microscopy systems outfitted with additional detectors can provide valuable chemical
data  on  individually imaged particles  (ThölénThölén,  1995,  1995;  BuffatBuffat,  1999,  1999;  CasuccioCasuccio  et  alet  al.,.,
20042004;  LaskinLaskin  et alet al., 2006., 2006;  BzdekBzdek  et alet al., 2012., 2012). Typically this is achieved through the
detection  of  X-rays  produced  by  the  decay  of  excited  atomic  states  stimulated  by
electron interactions.  Measurement  of the energy spectrum of these X-rays  provides
information  on  the  elemental  composition  of  particles,  and  can  also  reveal  the
distribution of  elements  within  more  complex particles  if  the electron beam can be
focussed to a  spot  size small  compared to  the particle  size.  This  technique is  often
referred  to  as  energy-dispersive  X-ray  spectroscopy  (EDX  –  Laskin  Laskin  et  alet  al.,  2002.,  2002;
KruegerKrueger  et alet al., 2003., 2003) due to the use of energy-dispersive spectrometers to measure the
spectrum of  X-rays  produced.  Depending  on  the  type  of  detector  used,  the  lowest
atomic number that can be detected by EDX (albeit with low sensitivity), can be 6, 11 or
14, i.e. carbon, sodium or silicon (MaynardMaynard, 2000, 2000;  McMurryMcMurry, 2000a, 2000a). However when
working with nanoparticles, the sensitivity can be limited to heavier elements (Maynard,Maynard,
20002000). Outside of electron microscopes, characteristic X-rays for aerosols can also be
produced and analysed by other techniques such as X-ray fluorescence (XRF – ToyodaToyoda
et  alet  al.,  2004.,  2004;  SzilágyiSzilágyi and  Hartyáni,  2005 and  Hartyáni,  2005;  MaMa and  Kim,  2008 and  Kim,  2008;  SunSun  et  alet  al.,  2009.,  2009;
BernardoniBernardoni  et  alet  al.,  2011.,  2011;  RichardRichard,  2011,  2011) or  proton induced X-ray emission  (PIXE –
TomićTomić et al et al., 1987., 1987; ChenChen  et alet al., 1988., 1988; WinchesterWinchester  et alet al., 1990., 1990; ArtaxoArtaxo  et alet al., 1992., 1992; WangWang
et alet al., 2000., 2000; LucarelliLucarelli  et alet al., 2011., 2011; DíazDíaz  et alet al., 2014., 2014; CalzolaiCalzolai  et alet al., 2014., 2014). While XRF
is relatively affordable and now available in hand-held systems, PIXE requires an ion
accelerator  to  produce  a  collimated  beam  of  protons,  restricting  its  use  to  more
specialised  applications.  Speciation  of  aerosol  samples  has  also  been  achieved  by
analysis of X-ray absorption spectra (TakahashiTakahashi  et alet al.,  2006., 2006;  HigashiHigashi and Takahashi, and Takahashi,
20092009; SakataSakata et al et al., 2014., 2014).

An alternative approach to detecting X-rays in transmission mode electron microscopes
is to measure the energy loss of the electrons in the electron beam after they have passed
through the sample. This technique is called electron energy-loss spectroscopy (EELS –
MaynardMaynard, 1995, 1995;  EgertonEgerton, 2011, 2011). The energy lost by the transmitted electrons provides
information  on  the  inelastic  interaction  of  the  electrons  within  the  sample.  In  this
manner,  signatures  of  particular  atomic  excitations  can  be  detected  to  yield
compositional  data  similar  to  that  obtained  by  X-ray  analysis.  EELS  can  provide

1.4 37



Chapter 1. Background

detection of most elements; however, relative to EDX it is comparatively more sensitive
to lighter elements.

Measurement  of  the  diffraction  patterns  formed  by  transmitted  electrons  can  also
provide crystallographic structural information on individual aerosol particles by such
methods as selected area electron diffraction (SAED – HoflichHoflich  et alet al., 2005., 2005; LiLi and Shao, and Shao,
20092009; SalmaSalma  et alet al., 2009., 2009; LiLi  et alet al., 2010., 2010; FuFu  et alet al., 2012., 2012) and convergent beam electron
diffraction  (CBED  –  BrownBrown,  1986,  1986;  Maynard,  2000Maynard,  2000;  Wang,  2004Wang,  2004).  However  X-ray
diffraction (XRD –  ThompsonThompson  et alet al.,  1982., 1982;  DavisDavis, 1984, 1984;  TanninenTanninen  et alet al., 1985., 1985) is a
more popular approach which does not require an electron microscope. It is generally
applied  to  bulk  sample  measurements,  although  correlation  to  particle  size  can  be
provided  through  a  suitable  pre-selection  or  sampling  technique  such  as  a  cascade
impactor (TaniTani  et alet al., 1983., 1983; SturgesSturges and Harrison, 1989 and Harrison, 1989).

Despite their wide use and single particle analysis strengths, electron microscopy and
X-ray techniques have a number of significant disadvantages (HuangHuang and Turpin, 1996 and Turpin, 1996).
Firstly, the sensitivity of any elemental analysis approach is limited by the choice of
substrate which can act as an interfering background signal. The choice of substrate
should be carefully considered in light of the desired elemental sensitivity as there is no
single  choice  suitable  for  the  analysis  of  all  aerosol  components  (McMurry,  2000aMcMurry,  2000a;
Casuccio  Casuccio  et alet  al.,  2004.,  2004).  Secondly,  the vacuum conditions and local heating from the
electron  beam can  cause  significant  losses  of  semi-volatile  components  as  well  as
potential  damage  or  modification  to  other  sample  components.  Finally,  analysis  by
electron microscopy is a slow process often requiring complex sample pre-treatment. It
can take a long time to gather a statistically significant data set, although automated
methods can be of great assistance in this regard (GermaniGermani and Buseck, 1991 and Buseck, 1991; CasuccioCasuccio
et alet al., 2004., 2004; MoffetMoffet  et alet al., 2010., 2010).

1.4.5.2.  Atomic excitation techniques

Laser-induced breakdown spectroscopy (LIBS –  RusakRusak  et  alet  al.,  1997.,  1997)  is  a  promising
technique for measuring the elemental composition of aerosols. LIBS uses a focused
high energy laser pulse to form a plasma which vaporises the sample and thermally
excites  the  resulting  dissociated  atoms.  The  decay of  these  excited  states  produces
characteristic photon emission spectra which are detected by a spectrometer. This latter
stage is  usually referred to as atomic emission spectroscopy (AES) and can provide
some determination of the relative abundance of different atomic species. It has been
used to measure aerosols collected on filters (NeuhauserNeuhauser  et alet al., 1997a., 1997a; 19991999; PannePanne  etet
alal., 2001., 2001), single isolated aerosol particles (BiswasBiswas  et alet al., 1987., 1987), as well as being used
as an online technique for the continuous monitoring of aerosol constituents (HahnHahn and and
Lunden, 2000Lunden, 2000; CarranzaCarranza  et alet al., 2001., 2001; HyblHybl  et alet al., 2003., 2003; LithgowLithgow  et alet al., 2004., 2004; BeddowsBeddows
and  Telle,  2005and  Telle,  2005).  Size  measurements  of  the  particles  prior  to  measurement  can  be
carried out for micron sized particles by laser scattering velocimetry (OttesenOttesen  et alet al.,.,
19891989; 19911991), while a DMA can be used to investigate possible size dependent effects for
sub-micron or nanoparticles (HahnHahn, 1998, 1998;  AmodeoAmodeo  et alet al., 2009., 2009). Offline size analysis
can also be carried out by microscopy (RadziemskiRadziemski  et alet al., 1983., 1983). Although there can be
issues of larger micron-sized particles not fully vaporising (CarranzaCarranza and Hahn, 2002 and Hahn, 2002),
size effects are found to be negligible in the sub-micron regime with a linear response to
mass found across different sizes (Amodeo  Amodeo  et alet al., 2009., 2009), and in general sensitivity is
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poor for nanoparticles (< 100 nm, ParkPark  et alet al., 2009., 2009). AES can also be carried out using
inductively-coupled plasmas (ICP) rather than laser breakdown. Menzel  et al. (20022002)
showed that elemental analyses of aerosols by PIXE and ICP-AES usually agree within
15%.

Another atomic emission laser based technique which has been applied to aerosols is
laser excited atomic fluorescence spectroscopy (LEAFS –  HouHou  et alet al., 1998., 1998;  StchurStchur  etet
alal., 2001., 2001). Rather than using thermal energy to excite atoms, LEAFS directly excites
gaseous target species with a laser and detects the resulting fluorescence. Vaporisation is
required  as  a  first  step,  and can  be  carried  out  for  example  by passing  the  sample
material through a flame, furnace or plasma. The laser must be tuned to the desired
excitation  and therefore  only one  element  can  be  detected  at  a  time.  However,  the
targeted nature of this technique results in less spectral interference (compared to AES
based techniques),  large dynamic ranges with a  linear  response,  and extremely high
sensitivity which has been demonstrated to extend down to the low attogram level for
lead (SmithSmith  et alet al.,  1989., 1989). LEAFS has not as yet found widespread usage in aerosol
science, presumably due to the limitations imposed by single element detection and the
requirement for a tunable laser system. However it has been used to measure levels of
lead, thallium, and tin, in samples collected by impaction in a clean room (LiangLiang  et alet al.,.,
19901990).  It  has  also  been  used  for  the  online  measurement  of  lead  from DMA size-
resolved lead nitrate aerosols between 48 and 300 nm in diameter (Neuhauser  Neuhauser  et alet al.,.,
1997b1997b; 19971997cc).

Atomic  absorption  spectroscopy (AAS –  HouHou and  Jones,  2000 and  Jones,  2000;  WelzWelz and  Sperling, and  Sperling,
20072007) is a much older elemental analysis technique which has also been used for aerosol
measurements in the past (e.g.  NottrodtNottrodt  et alet  al.,  1978.,  1978). In addition,  Fourier transform
infrared spectroscopy (FTIR) is often applied to aerosol particles in combination with
EDX (LiuLiu  et alet al., 2008., 2008;  LiuLiu and Laskin, 2009 and Laskin, 2009;  RyuRyu and Ro, 2009 and Ro, 2009;  SongSong  et alet al., 2010., 2010;
20132013).

1.4.5.3.  Mass spectrometry techniques

Mass  spectrometry  (MS)  covers  a  wide  range  of  technical  implementations  for
evaluating the mass to charge ratio of ions. This identifying fingerprint is ascertained by
measuring the flight path or transit time of ions under vacuum conditions in electric
(and in some cases also magnetic) fields. The overall approach can be broken down into
different stages. First an airborne or deposited sample is broken apart into the required
constituents for analysis (e.g. molecules, molecule fragments or atoms), secondly the
sample is ionised, and finally the mass to charge ratio (commonly designated as m/z) is
measured. The first two of these stages may be carried out as a single step. There may
also be a separate pre-stage for creating an airborne sample from a liquid or solid, and
this in turn can also be combined with the first dissociation step. In any case, a range of
different approaches and technologies have been applied to each of these challenges
creating a diverse field of acronyms which can be combined in different manners. Here
we will only consider briefly the most commonly encountered MS techniques used for
the measurement of aerosol particles (DavisDavis, 1973, 1973; SuessSuess and Prather, 1999 and Prather, 1999; HartonenHartonen
et et alal., 2011., 2011; NizkorodovNizkorodov  et alet al., 2011., 2011).

Offline MS techniques (PrattPratt and   and  Prather, 2012aPrather, 2012a)  refer to the case where the aerosol
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particles are first sampled onto a substrate (by e.g. filtration or impaction) before being
subsequently  analysed  by  MS.  This  can  bring  sensitivity  enhancements  via
accumulation of  particles.  Here,  sample  introduction  and ionisation stages  are  often
combined as a single step. For example, in laser desorption/ionization (LDI), a pulsed
laser beam is applied to the sample surface to remove material which is then ionised in
the  resultant  surrounding  hot  gas.  In  secondary  ion  mass  spectrometry  (SIMS),  a
focussed beam of ions is fired at the sample surface resulting in the release of secondary
ions from the analyte. While in desorption electrospray ionization (DESI), gaseous ions
are  produced  by  directing  charged  droplets  from  an  electrospray  at  the  sample.
Alternatively  in  electrospray  ionisation  (ESI),  a  dissolved  sample  can  be  sprayed
directly  from  an  electrospray  needle  such  that  that  airborne  ions  are  formed  by
evaporation of the resulting charged droplet. In this case, liquid chromatography can
also  be  utilised  to  provide  additional  pre-separation  of  different  constituents  of  the
sample.

Online real-time MS techniques (JohnstonJohnston, 2000, 2000;  NobleNoble and Prather, 2000 and Prather, 2000;  HuntHunt and and
Petrucci, 2002Petrucci, 2002; NashNash  et alet al., 2006., 2006; MurphyMurphy, 2007, 2007; PrattPratt and Prather, 2012b and Prather, 2012b; LaskinLaskin  et alet al.,.,
20132013)  differ from offline techniques mainly at the sample introduction and ionisation
stages. Mass  spectrometers  designed  for  aerosol  studies  often  incorporate  an
aerodynamic focusing lens at  the inlet  to  create  a  narrow beam of  aerosol  particles
within a  certain size range.  For  example,  the Aerodyne Aerosol  Mass  Spectrometer
(JayneJayne  et alet al.,  2000., 2000;  JimenezJimenez  et alet  al.,  2003., 2003;  CanagaratnaCanagaratna  et alet  al.,  2007., 2007;  RobinsonRobinson  et alet al.,.,
20112011) is a commercial instrument featuring an aerodynamic selective inlet optimised for
the  transmission  of  particles  between  70  and  500  nm.  The  particle  aerodynamic
diameter is evaluated in a particle time-of-flight (TOF) region by measuring the particle
velocity due to gas expansion in low pressure conditions. This is achieved by timing the
detection  in  relation  to  a  mechanical  chopper  wheel  monitored  with  a  photodiode-
detector pair which modulates the particle beam. The particles are then vaporised and
ionised by impaction onto a heated surface with an incorporated electron impact ioniser
in close proximity. Finally, the resultant constituents are analysed in a quadrupole mass
analyser, where particular ion paths are selected by a radio frequency quadrupole field
between four parallel rods allowing for a wide range of m/z values to be swept quickly.

Another (now discontinued) commercial product was the TSI 3800 ATOFMS (aerosol
time-of-flight mass spectrometer – PratherPrather  et alet al., 1994., 1994; GardGard  et alet al., 1997., 1997; AllenAllen  et alet al.,.,
20002000; Beddows and Telle, 2005Beddows and Telle, 2005; GiorioGiorio  et alet al., 2012., 2012; SmithSmith  et alet al., 2012., 2012). Again aerosol
particles are focussed in an aerodynamic lens and then sized in a particle TOF region.
However, in this case timing is achieved with a laser velocimetry system, comprising
two lasers at either end, from which the timing of scattering signals from particles is
measured.  These signals  are  also used to  time a subsequent  high power laser  pulse
which  evaporates  and  ionises  the  particle  matter.  Mass-charge  spectra  are  then
determined  in  a  bipolar  time-of-flight  mass  spectrometer.  TOF-MS  techniques
determine m/z values for ions by accelerating them through an electric field and timing
how long they take to reach the detector. This dual particle-TOF and ion-TOF approach
dates back to the work of Prather, Noble and colleagues in the mid 90s (NordmeyerNordmeyer and and
Prather, 1994Prather, 1994; SaltSalt  et alet al., 1996., 1996; NobleNoble and Prather, 1996 and Prather, 1996; 19981998), and has seen continued
development to make it more transportable (Gard  Gard  et alet al., 1997., 1997;  TrimbornTrimborn  et alet al., 2000., 2000;
PrattPratt  et  alet  al.,  2009.,  2009)  and improve detection efficiency for  smaller  particles  (SuSu  et  alet  al.,.,
20042004).  In  addition,  the  Aerodyne  AMS  instrument  discussed  above  has  also  been
operated in a modified setup utilising TOF-MS (DrewnickDrewnick  et alet al., 2005., 2005), with additional
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development work on the ion TOF region improving resolution further (DeCarloDeCarlo  et alet al.,.,
20062006).

Alternative particle sizing techniques have also been combined with TOF-MS, including
optical scattering size measurements (MarijnissenMarijnissen  et alet al., 1988., 1988;  CoggiolaCoggiola  et alet al., 2000., 2000),
pre-size selection in a DMA (ZelenyukZelenyuk  et alet al., 2005., 2005), and variable pressure aerodynamic
size-selective inlets (MallinaMallina  et alet al., 2000., 2000).

Aside  from  the  electron  and  laser  ionisation  methods  mentioned  above,  additional
vaporisation and ionisation techniques which have been used in aerosol studies include
inductively coupled plasma (ICP) with collected samples (MouliMouli  et alet al., 2006., 2006; NiuNiu  et alet al.,.,
20102010; Asbach Asbach et alet al., 2014., 2014), matrix-assisted laser desorption/ionization (MALDI – HarrisHarris
et alet al., 2005., 2005; MüllerMüller  et alet al., 2007., 2007), nanospray desorption/electrospray ionization (O’BrienO’Brien
et  alet  al.,  2013.,  2013),  and chemical  ionisation  of  cloud condensation  nuclei  with  nitric  acid
(ZhaoZhao  et alet al., 2010., 2010; JiangJiang  et alet al., 2011., 2011).

1.4.6. Advanced optical methods for detecting 
nanoparticles

Standard optical detection systems for particles such as OPCs, utilising simple optical
scattering based detection, have traditionally been limited by the wavelength of light
used.  In the Rayleigh regime, where the size of particles is  less than a tenth of the
wavelength,  the  scattering  intensity is  proportional  to  the  sixth  power of  the  radius
resulting in poor sensitivity to small particles. However, a number of approaches have
been  developed  for  working  around  this  limitation  and  extending  optical  detection
systems into the nano-regime.

Developments in microscopy have led to dark field/ultramicroscopy techniques where
small particles will appear as fuzzy spots of light against a dark field of view. Usually
light  is  scattered from a sample orthogonal to  the incident  beam (BraslavskyBraslavsky  et  alet  al.,.,
20012001), although total internal reflection off the reverse side of the sample slide has also
been used (van Dijkvan Dijk  et alet al., 2005., 2005). In near-field microscopy (NovotnyNovotny, 2007, 2007;  OkamotoOkamoto
and Imura, 2009and Imura, 2009), an illuminated aperture (or laser irradiated metal tip in tip-enhanced
near-field microscopy – BouhelierBouhelier  et alet al., 2003., 2003; 20042004; HartschuhHartschuh  et alet al., 2004., 2004; HartschuhHartschuh,,
20082008)  is  positioned  less  than  one  wavelength  distance  away from the  sample.  The
resolution in this case is only limited by the size or ability to position the aperture/tip.
Although the optical power reaching the sample falls off dramatically as the aperture
size  becomes  much  less  than  the  wavelength  of  light.  Fluorescence  techniques
meanwhile  utilise  molecular  transitions  to  bridge  the  diffraction  limit  on  resolution
(HellHell, 2009, 2009). It is a large field in its own right but shall not be discussed in any detail
here  as  we  are  mainly  concerned  with  the  detection  of  non-fluorescent  particles.
However, it can also be combined with other relevant techniques such as tip-enhanced
near-field microscopy (SánchezSánchez  et alet al., 1999., 1999), and Raman scattering (HartschuhHartschuh  et alet al.,.,
20032003),  and  is  especially  useful  for  biological  applications  such  as  Flow Cytometry
(BoeckBoeck, 2001, 2001; AlfonsoAlfonso and Al-Rubeai, 2011 and Al-Rubeai, 2011; GalanzhaGalanzha and Zharov, 2012 and Zharov, 2012).

Since the turn of the century there has been a growing field of research focussed on
utilising novel optical approaches to provide online and  in situ detection systems for
nanoparticles in fluids and gases. For example, whispering gallery modes (WGMs) are
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resonances tied to a particular morphology of an object which allow for an integral
number of wavelengths to circulate. If a nanoparticle now comes into contact with the
resonator, some of the light can be lost through it  from the resonator disrupting the
WGM and causing a shift in the resonance. This can be used as a basis of a detection
and sizing technique (GiustoGiusto  et alet al., 2005., 2005; MatskoMatsko  et alet al., 2005., 2005; MazzeiMazzei  et alet al., 2007., 2007; MinMin
et alet al., 2009., 2009; ZhuZhu  et alet al., 2009., 2009; 20112011; KippenbergKippenberg, 2010, 2010; HeHe  et alet al., 2011., 2011; LuLu  et alet al., 2011., 2011;
ShenShen  et alet al., 2012., 2012; ShaoShao  et alet al., 2013., 2013), with a lower size limit of ~10 nm.

The limitations of optical scattering can be avoided altogether by instead utilising an
absorption  based  system  which  is  inherently  more  sensitive  to  small  particles
(Moosmüller  Moosmüller  et  alet  al.,  2009.,  2009).  Traditional  photoacoustic  techniques  have  already  been
discussed  in  Section  1.4.1.  However  in  recent  years,  more  advanced  photothermal
systems  have  been  developed,  with  greater  sensitivity  and the  potential  to  measure
individual  particles  online;  although  currently  they  are  used  in  offline  microscopy
systems (BoyerBoyer  et alet al., 2002., 2002;  CognetCognet  et alet al., 2003., 2003;  ZharovZharov and Lapotko, 2005 and Lapotko, 2005; AdlerAdler  etet
alal., 2008., 2008;  KulzerKulzer  et alet al., 2008., 2008;  PauloPaulo et al et al., 2009., 2009;  GaidukGaiduk  et alet al., 2010., 2010;  SelmkeSelmke  et alet al.,.,
2012a2012a; 20122012bb; 20132013; NedosekinNedosekin  et alet al., 2014., 2014). Detection is based on a dual laser system.
A pump beam is used to heat particles at or passing through its focus. While a probe
beam  detects  the  resulting  heat  induced  change  in  the  refractive  index  in  the
surrounding medium by angular deflection or phase/interferometric shifts.

The sixth power dependency of scattering can also be mitigated by use of interference
techniques which make use of a reference beam which is coherent with the scattered
sample signal. The resultant interference signal will depend on the electric field of the
scattered  sample  signal  which  is  proportional  to  the  third  power  of  particle  size
providing  greater  sensitivity  to  small  particles.  There  is  currently  a  broad range  of
techniques utilising interference effects in published literature (IgnatovichIgnatovich and Novotny, and Novotny,
20062006; IgnatovichIgnatovich  et alet al., 2006., 2006; van Dijkvan Dijk  et alet al., 2006., 2006; SandoghdarSandoghdar  et alet al.,2006.,2006; HwangHwang and and
Moerner, 2007Moerner, 2007; PlakhotnikPlakhotnik, 2007, 2007; DeutschDeutsch  et alet al., 2010., 2010; MitraMitra  et alet al., 2010., 2010; 20122012; PersonPerson
et  alet  al.,  2011.,  2011;  WennmalmWennmalm and  Widengren,  2012 and  Widengren,  2012)  using  diverse  terminology  often
dependent on the author’s background. All of these techniques however share the same
fundamental physics defining their effectiveness at detecting nanoparticles.

Optical  gradient techniques (IgnatovichIgnatovich and Novotny,  2003 and Novotny,  2003;  IgnatovichIgnatovich  et  alet  al.,  2003.,  2003;
20062006) make use of the momentum of photons in a laser beam to act on the movement of
nanoparticles of interest. The force on the particle in this case is proportional to the third
power of particle size. Therefore this technique, as with absorption and interferometric
approaches, can theoretically provide greater sensitivity to nanoparticles compared to
simple scattering mechanisms. Detection can be based on the acceleration or deflection
of particles as they pass close to the focus of the laser beam making it inherently suited
to an online detection system.

Numerous related online techniques involve the scattering of light from a large number
of particles measured over time (JiangJiang  et alet al., 2008., 2008). Dynamic Light Scattering (DLS)
provides an average diameter of the particle ensemble by measuring an average value of
the diffusion coefficient from intensity fluctuations caused by Brownian motion. One
advancement on DLS termed Localised Dynamic Light Scattering (LDLS – Bar-ZivBar-Ziv  etet
alal.,  1997.,  1997) extends the DLS principle  to probe single particles.  While another called
Polarisation  Fluctuation  Spectroscopy  (PFL –  HopcraftHopcraft  et  alet  al.,  2005.,  2005)  measures  the
change in  polarisation  in  scattered  light  from the  particle  ensemble  which  provides
information  on  how far  the  particles  deviate  from a  spherical  shape.  Other  optical
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techniques  for  sizing  particles  larger  than  the  wavelength  of  light  include  laser
diffraction (de Boerde Boer  et alet al., 2002., 2002;  MarriottMarriott  et alet al., 2006., 2006), which can also provide some
shape information (MaMa  et alet al., 2000., 2000; 20012001; YamamotoYamamoto  et alet al., 2002., 2002; TinkeTinke  et alet al., 2008., 2008),
and transmission fluctuation spectrometry (ShenShen  et alet al., 2008., 2008; XuXu  et alet al., 2008., 2008).

1.4.7. Raman spectroscopic identification of aerosol 
particles

Raman spectroscopy is an effective means of identifying a wide range of compounds
relatively quickly and with good sensitivity down to the single particle level. Therefore,
it  is  a  promising  technique  to  consider  for  distinguishing  engineered  nanoparticles
(ENP) from background particles.  Raman techniques  are  not  suitable  for  measuring
aerosol samples directly in situ, however, they can be used as offline tools if the aerosol
can be sampled onto a suitable substrate.

Raman spectroscopic data  has been measured from aerosol  particles in  a  variety of
schemes before. Straightforward approaches include analysing material collected on a
filter (RosenRosen and Novakov, 1977 and Novakov, 1977; MertesMertes  et alet al., 2004., 2004) or material impinged by a fluid
which is  then deposited and dried on a  microscopy slide (KongKong  et  alet  al.  2011. 2011).  More
complex  arrangements  have  also  been  used  to  directly  analyse  suspended  particles
(SchweigerSchweiger, 1990, 1990) including; electrodynamic suspension (BuehlerBuehler  et alet al., 1991., 1991; VehringVehring
et alet al., 1998., 1998; LeeLee and Chan, 2007 and Chan, 2007), optical trapping (HoffmannHoffmann  et alet al., 1991., 1991; 19951995; LingLing
and Li, 2013and Li, 2013), or from a droplet chain arrangement (VehringVehring, 1998, 1998). In recent years
Raman spectroscopy has also been utilised to identify particles collected by impaction
(SobanskaSobanska  et alet al., 2006., 2006;  BatonneauBatonneau  et alet al., 2006., 2006;  IvlevaIvleva  et alet al., 2007., 2007;  AultAult  et alet al., 2013., 2013,
AvzianovaAvzianova and Brooks,  2014 and Brooks,  2014).  In  addition,  Raman spectroscopy has been combined
with  other  techniques  such  as  scanning  electron  microscopy (SEM)  (NelsonNelson  et  alet  al.,.,
20012001),  SEM combined with X-ray analysis  (StefaniakStefaniak  et  alet  al.,  2006.,  2006;  WorobiecWorobiec  et alet  al.,.,
20102010; SobanskaSobanska  et alet al., 2012., 2012), and more recently with atomic force microscopy, electron
microscopy and X-ray analysis, and mass spectrometry (SobanskaSobanska  et alet al., 2014., 2014).

The idea of using Raman spectroscopic information to create a chemically resolved
spatial surface map has been around for some time (DelhayeDelhaye and Dhamelincourt, 1975 and Dhamelincourt, 1975).
Raman spatial maps built up from pixels representing discrete sample points have seen
some modest applications in recent years in the investigation of both non-biological
(BatonneauBatonneau  et  alet  al.,  2001.,  2001;  Sobanska  Sobanska  et  alet  al.,  2006.,  2006;  Batonneau  Batonneau  et  alet  al.,  2006.,  2006)  as  well  as
biological  (TripathiTripathi  et  alet  al.,  2009.,  2009;  SchwarzmeierSchwarzmeier  et  alet  al.,  2013.,  2013)  aerosols.  The  same
technique has also been used to study cell mitosis (MatthäusMatthäus  et alet al., 2006., 2006), to study the
uptake and localization of various nanoparticles in hepatocarcinoma cells (Estrela-LopisEstrela-Lopis
et alet al., 2011., 2011), to distinguish carbon nanotubes collected in a personal sampler (KellerKeller  etet
alal., 2011., 2011) and to  map solar radiation induced skin damage (AliAli  et alet al., 2013., 2013). In these
studies Raman spectroscopy is used to identify particular chemical compounds, or to
provide quantification of the relative contributions of  different  chemical  compounds
(Ivleva Ivleva et alet al., 2007., 2007). 
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1.4.8. Summary of existing techniques
For online total mass measurements TEOM provides a strong solution as long as the
weaknesses of filter based collection are suitably addressed. However, mass alone is not
very useful for evaluating health risk without some further classification. The various
electrostatic balance techniques are a  promising approach for providing online mass
distribution measurements of sub-micron sized particles. Particularly with the ability to
combine them with additional classification techniques such as DMA, and the fact that
they  are  non-destructive  allowing  for  any  further  downstream  analysis  desired.
However, they are not as yet widely available, and do not provide an exposure relevant
classification.

The DMA is by far the most established and proven method for the online sizing of
nano and sub-micron particles, whereas optical techniques usually take over at larger
sizes where multiple charging complicates electrical mobility measurements. The CPC
occupies a similarly dominant position for the online counting of particles across the
required size range. The combination of these two technologies in the form of SMPS
and similar devices is  therefore unsurprisingly the preferable approach to measuring
online  size  distributions  within  the  size  range  provided  by  the  DMA.  Such  size
distributions  can  provide  a  reasonable  approximation  of  the  exposure  scenario
neglecting  the  different  equivalent  diameters  at  play.  However  SMPS  devices  are
typically bulky and restricted to laboratory measurements. Meanwhile, the Nano-ID®

Select provides sizing selection with a very good correlation to exposure risk, due to the
nature  of  the  sampling  methodology  mirroring  the  physical  characteristics  of  the
respiratory tract. However, it only provides offline sample collection, although this does
allow flexibility in user choice on the manner of analysis or quantification carried out.

For  measurements  of  total  surface,  BET  is  well  established  for  the  offline
characterisation of powder samples, but of uncertain value in aerosol studies. Diffusion
charging has emerged as the most popular online total surface measurement technique
in  recent  years.  However,  there  is  still  much debate  on  the  relevance  of  the  active
surface metric it measures, and its reliability for quantifying health risk across the size
range.  Besides  this,  there  has  been  much  demand  from  the  occupational  hygiene
community for a direct method of measuring online surface area distributions.

Of the advanced optical techniques discussed, only interferometric and optical gradient
force techniques have been previously demonstrated as online detection methods. WGM
resonators and photothermal systems may also be suited to online analyses but have not
to date been used as such. However none of these approaches have yet been proven as a
field-deployable device.  Any microscopic type techniques are  inherently unsuited to
online analyses due to the requirement of comparing different points in a sample by
means of scanning across it in a well defined and controllable manner. 

In summary; if we wish to make a useful evaluation of the health risk posed by airborne
particles, then the approach should reflect the physics of how this risk comes about.
Particles must first be inhaled and deposited in a particular region of the respiratory tract
dependent  on  their  size.  A toxic  response  must  then  be  stimulated  which  will  be
determined by factors such as the mass loading, chemical nature, size, and morphology
(e.g. surface area). Approaches that can be considered for the measurement of exposure
include the use of an SMPS as an approximate measure of deposition dependent size
(requiring quantification of chemical composition), or the use of a Nano-ID® Select type
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device  requiring  further  analysis  and  quantification.  While  the  best  metrics  for
determining the resultant health risk from this exposure might be considered to be either
chemical  nature  (requiring  suitable  quantification),  surface  area  (requiring  suitable
interpretation of current methods or new instrumentation), or mass (requiring further
classification  such  as  when  used  in  conjunction  with  chemical  nature  sensitive
techniques). Thus there is no currently available adequate method to quantify the health
risk of exposure to nanoparticles.
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2.1. Analytical concept

The motivation behind this thesis is to try and address some of the gaps in existing
instrumentation  required  to  fully  characterise  aerosol  particle  distributions  for  the
purposes of evaluating the resulting exposure and health risks. Ideally measurements
should be online or quasi-online and directly relevant to the particle forms as they exist
in the air. The method of sampling or measurement should not change any parameters or
characteristics of the particles from how they are in the air. In general it is usually not
practically achievable to leave particles completely unperturbed during measurements,
but some changes can be considered acceptable if they do not modify the particular
parameter that is being measured. For example, it is not critical if a sampling system
changes the agglomerate state of an aerosol distribution when the measure of choice is
total  mass.  Likewise,  a counting system can acceptably change any other parameter
such as the size or chemistry of the particles as long as no further analysis is desired
downstream. Destructive  measurement  techniques  should always  be  at  the  end of  a
sample  line  whereas  non-destructive  measurements  may  be  carried  out  in  series
upstream of this. 

In particular, it is desirable to develop methods of detecting target nanomaterials in the
air.  The  concentration  of  these  particles  could  potentially  be  much  lower  than  the
background  atmospheric  aerosol  which  is  typically  ~1,000–10,000  particles/cm3.
Therefore it  is  necessary to  develop a  method which can specifically identify these
materials,  even when they are mixed in  with a  higher  concentration of  background
aerosol. Ideally, proposed solutions should be economic, robust, and portable – suitable
for use in a range of occupational and environmental settings. 

Two broadly different routes have been investigated to achieve this over the course of
this work. Essentially they differ in the nature of information obtained. The first is to
investigate both known and novel aerosol science techniques to investigate different
characteristic  metrics  of  the  aerosol  particles.  As  the  test  aerosol  is  split  apart  and
classified  by  these  different  techniques  it  should  be  possible  to  build  up  an  n-
dimensional particle space in which different species will  occupy distinctly different
coordinate positions (i.e.  it  is a multi-dimensional pattern recognition approach).  An
example of how this might look is shown in  Fig.  Fig.  2.1–12.1–1. Plotting a particular aerosol
distribution within this space would allow components to be differentiated and assigned
relevant  weightings  for  assessing  their  potential  health  impact.  The  general
characteristics are first obtained which then lead to identification. The advantage of this
approach is that the techniques involved are possible to implement in an online in situ
instrument and inherently provide all the characteristic information used (such as size,
shape etc.) in addition to the final identification. The disadvantages include potential
difficulties in  distinguishing similar particles if  unique identities cannot be achieved
outside of particularly peculiar particles (e.g. carbon nanotubes), as well as complexities
inherent in integrating multiple different techniques into a combined method or single
instrument.
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One of the first and most crucial metrics to be determined is particle size. Size will
largely determine the mechanical properties of the particle in the air, how far it will
travel or move with airstreams, and where in the respiratory tract it is most likely to
deposit.  The  most  directly  relevant  measure  of  size  in  this  regard  is  aerodynamic
equivalent diameter. However this is usually determined by impaction and/or diffusion
sampling,  and  so  does  not  provide  an  aerosol  outlet  to  allow  further  online
measurements relating to other metrics (although virtual impactors could be used in the
micron  range).  Such  an  outlet  for  the  sample  is  however  provided  by  differential
mobility analysers (DMAs), which select for electrical  mobility equivalent diameter.
Traditional DMAs are large and heavy and so not suitable for field measurements. The
first task carried out here was therefore to develop a portable DMA that could provide
sizing in a compact package. The output of this DMA could then allow for subsequent
measure of additional metrics downstream. Usually the output from a DMA is measured
with a condensation particle counter (CPC) which can count nanoparticles. This count
can be combined with the sizing information from a DMA to provide a size distribution
of the particles present at the input. Such a combined system is usually referred to as a
scanning  mobility  particle  sizer  (SMPS).  Indeed  the  DMA  developed  here  was
incorporated into a commercial SMPS (Nano-ID® NPS500) by Naneum Ltd. Building
on  this  work,  further  research  in  heterogeneous  nucleation  technology  is  shown to
reveal a regime which is sensitive to the surface area of particles. In conjunction with
the portable  DMA, this  new technique allows for  the direct  online measurement  of
surface area distributions of nanoparticles. 

The  second  route  considered  involves  direct  chemical  speciation  via  Raman
spectroscopy.  Although  not  well  suited  to  online  characterisation,  it  is  comparably
affordable and can now be found in a range of compact forms. Aerodynamically size
resolved sampling is here combined with two dimensional Raman spectral  mapping,
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Figure 2.1–1. Example coordinate space for particle characterisation.§
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Chapter 2. Outline of the approach

automated image analysis, and particle counting.  In this manner a novel method for
quantifying  aerosol  exposure  is  established.  The  advantage  of  this  approach  is  that
Raman  spectroscopy provides  clear  identification  of  the  target  materials.  The  main
disadvantage of this  method is  that it  requires separate offline analysis.  However in
recent years, portable hand-held Raman instruments have emerged on the market, and
so a quasi-online method where samples are collected and analysed immediately in the
test  environment may be envisioned. In addition,  clearly there is  potential  use for a
combination  of  multiple  methods  including  those  outlined  above  in  any  one
measurement. Currently there is no single technique that can provide all the information
needed over the entire size range of interest from less than 10 nm to greater than 10 μm.

Further research is needed to understand what methods are best suited for detection and
identification of engineered nanoparticles. This is still very much an emerging area of
research, along with toxicological studies, which are currently playing catch-up to the
proliferation in use of these materials in industry and consumer products. However, by
providing  practical  approaches  to  their  measurement  and  quantification,  further
understanding of their potential health risk can be evaluated and used to inform future
policy.

2.2. Surface sensitive heterogeneous nucleation

In recent years, it has become increasingly evident that the traditional mass metric for
airborne particulates has its limitations for quantifying risk from exposure to aerosols.
Due to the complex nature of nanoparticle aerosols it is considered best practice to make
measurements of a number of different metrics as are reasonably available (Maynard &Maynard &
Aitken  2007Aitken  2007).  This  approach,  as  well  as  allowing  better  differentiation  of  different
species and forms, also serves to better inform the potential risks that may arise under
different  conditions.  Surface area has increasingly gained traction in recent years as
being an important metric in assessing the health impact of nanoparticles once they have
been deposited in an organic system. It has been identified in toxicology studies as a key
metric  in  dose  response  relationships  for  a  number  of  industry  relevant  chemical
compounds. There is emerging evidence that surface area and surface reactivity plays a
significant role in determining the interactions between inhaled particles and biological
systems.

Existing  methods  of  measuring  particle  surface  area  are  either  very  expensive  or
measure an auxiliary metric of uncertain correlation to surface area. Most are indirect,
offline, and require a priori knowledge of the characteristics of the particle. Moreover,
all currently available instruments suitable for use in the field only provide a calculated
and not a measured surface area as a function of size. A size and morphology-sensitive
measurement capability is highly desirable to provide data to inform the assessment of
potential exposure to newly developed materials such as engineered nanoparticles.

Here a  novel,  online,  and economical method capable of measuring aerosol  particle
surface area  in situ is proposed. This new method is based on fundamental nucleation
theory and implemented in an adapted CPC like module which can provide surface area
distributions  when  coupled  with  a  DMA.  This  forms  the  basis  of  a  surface  area
measurement sensor and has been developed and incorporated into a prototype online
surface  area  measurement  device.  The  approach  is  based  on  the  discovery  of  a
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phenomenon where heterogeneous nucleation is sensitive to surface area under certain
specific conditions. 

2.3. A novel quantitative exposure assessment technique 
utilising size selective sampling and Raman 
spectroscopic mapping analysis

A novel method has been developed for the quantification of airborne particulate matter
with chemical speciation, required for health risk assessment. A multi-stage approach is
presented whereby the particles are first aerodynamically size segregated from the air in
an impaction sampler.  These size fractionated samples are subsequently analysed by
Raman spectroscopy.  Imaging analysis  is  applied to  Raman spatial  maps to  provide
chemically  specific  quantification  of  airborne  particulate  matter  for  evaluation  of
exposure against background.

Micro-Raman spectroscopy (HuongHuong  andand Verma, 1990 Verma, 1990) provides sensitive detection of
chemical traces in a dominant background aerosol matrix. The same technique is also
able to distinguish small  deposits  from a substrate material  and has seen increasing
application  to  nanomaterials  (GouadecGouadec  andand Colomban,  2007 Colomban,  2007).  Compared  to  other
techniques,  Raman spectroscopy offers  a  relatively economical  solution to  chemical
identification  and  commercial  solutions  are  now  available  in  compact,  portable,
packages.  The  combination  of  aerodynamic  diameter  selectivity  and  Raman
characterization  may therefore  offer  a  cost-effective  and practical  technique  for  the
detection of potentially toxic aerosol particle constituents, and the speedy assessment of
any associated exposure risks. 

The approach is as follows: First, aerosol particles are sampled and size segregated from
the  atmosphere  utilizing  a  ‘Nano-ID® Select’  (Gorbunov  Gorbunov  et  al.et  al.,  2009,  2009)  to  classify
particles according to their aerodynamic equivalent diameter. The second stage is to
analyse  the  size  ranges  of  interest  with  Raman  spectroscopy to  provide  chemically
sensitive detection of particles. Finally, with consideration of the sampled volume, a
quantitative  analysis  is  carried  out  which  allows  for  the  absolute  determination  of
concentrations of a particular species in the air. This final step is critical for providing a
meaningful exposure assessment, and is the key benefit of this approach compared to
previous studies.

2.4. Overview

The approaches proposed here can be summarised as follows. The aim is to evaluate the
health risk posed by airborne particles (particularly ENP). First we must characterise
particles by size to determine the likelihood and locality of deposition in the respiratory
tract. At this point we can split apart our requirements into separate nano and micron
fractions (with overlap at sub-micron sizes).

For the nano to sub-micron fraction a portable DMA is developed to provide online size
evaluation.  In  conjunction  with  a  CPC  this  can  provide  number  distributions  of
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particles.  In addition,  with surface area controlled nucleation it  is  also shown to be
capable  of  providing  online  surface  area  distributions.  This  surfacing  response  also
demonstrates sensitivity to chemical nature and therefore it may be possible to extract
some measure of chemical identity with this approach with calibration. Both number
and surface area metrics are considered important in the nano range. Number provides a
simple quantitative measure as an alternative to mass where nano-scale particles are
under-represented, while surface area is considered an important health risk metric due
to the relatively higher surface areas and reactivity of nanoparticles.

For  the  sub-micron to  micron fraction  the  cascade  impaction  stages  of  the  existing
Nano-ID® Select  instrument  are  used  to  provide  exposure  relevant  size  resolved
sampling.  The  proposed  Raman  mapping  approach  can  then  provide  a  chemically
resolved  quantitative  analysis  in  terms  of  number.  These  number  fractions  could
additionally be converted to mass fractions with consideration of the density of each
chemical constituent.  Mass conversions could also be assisted by comparison of the
relative fractions of different chemical constituents and their densities to the total mass
from a gravimetric or optical scattering measurement.

In this manner, size resolved number measurements are demonstrated across the entire
nano to micron size range. In addition, surface area distributions are demonstrated in the
nano to sub-micron range, and combined size and chemical species resolved number
measurements are demonstrated in the micron range. Future work is likely to extend the
size range of the surface area technique to larger sizes, while there is also potential to
extend the range of the Raman approach further down into the sub-micron and nano-
range.  An  alternative  approach  at  smaller  sizes  may  be  to  better  characterise  the
chemical nature specificity of surface area controlled nucleation.

With further development it may be possible to apply both methods to the same aerosol
distribution across an overlapping size-range. In this case the chemical discrimination
provided by Raman spectroscopy could be utilised to inform the interpretation of, or
serve as a calibration for, chemically sensitive surface area measurements. This presents
the possibility of a complete quantification of size, number and chemical nature of a
given aerosol distribution.

2.4 50



Chapter 3. Techniques

3.1. Differential mobility analysis

The most common way of sizing nanoparticles in the air is by measuring their electrical
mobility (Z) as they travel through an electric field. The standard instrument for doing
this  is  known as a differential  mobility analyser  (DMA),  also known as  differential
electrical  mobility classifier  (DEMC) in ISO nomenclature.  Coupled with a  particle
counter (usually condensation particle counters – CPCs), DMAs form a crucial part of
scanning mobility particle sizer (SMPS) instruments which measure aerosol particle size
distributions (see Section 1.4.3.4).

3.1.1. DMA fundamentals
The basic operational principle of a DMA is shown in  Fig.  Fig.  3.1–13.1–1. There are two air
flows; a re-circulating sheath air flow (Qsh) and a particle containing aerosol flow (Qa),
which are here shown fed between two parallel plate electrodes. The sheath flow exiting
from the right hand side is filtered before being re-introduced into the left hand side.
The sheath flow is usually about ten times larger than the aerosol flow. It is important
that the flow inside the DMA separation chamber is laminar. Under these conditions,
before  any  consideration  or  application  of  charges  and  fields,  it  is  clear  that  any
particles introduced via the inlet at top left will simply be swept horizontally along the
top of the volume and be lost with the rest of the sheath flow exhausted to the right. The
same volume of clean sheath flow air will exit through the bottom right aerosol outlet
thereby balancing the flows. The important point here is that only clean air reaches the
outlet. No particles can traverse the dominant sheath flow to reach the aerosol outlet to
be measured (gravitational and inertial effects are negligible for the sizes of particles
considered – < 1 μm).
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If  we now charge  the  introduced particles  (positive  in  this  example),  and apply an
electric field across the electrodes as shown, the particles will drift in the electric field
towards the opposite electrode. The drift velocity (velec) is determined by the electric
mobility  Z, such that  velec =  ZE and  Z = neB, where  E is the electric field,  n is the
number of elementary charges on the particle,  e is  the electron charge and  B is  the
mechanical mobility which is inversely proportional to the particle diameter d:

p

C

ηdπ

C
B

3
 (2)

In Equation 2, η is the dynamic gas viscosity and CC is the slip correction factor. This
factor is also a function of particle size and takes into account the effect of particles
being able to “slip” past gas molecules as the size of the particle approaches that of the
gas molecules themselves.

Smaller particles with a higher electrical mobility (Z+) will move quickly in the field
and  get  attached  to  the  opposite  electrode,  larger  particles  with  a  lower  electrical
mobility (Z-) will be deflected somewhat by the electric field but will still ultimately be
lost to the sheath flow exhaust as in the uncharged case initially considered. Depending
on the flows and voltage selected, particles of a particular mobility (Z0) will move in the
field with just the right velocity to reach the aerosol exit. If we assume that all particles
are singularly charged, then Z0 = eB0 ∝ 1/d0 (neglecting CC). i.e. the particles reaching
the outlet will be of a single size – a monodisperse distribution (see  Fig.  Fig.  3.1–23.1–2). To
change  the  selected  size  usually  it  is  simplest  just  to  change  the  applied  voltage.
Commercial DMAs generally operate with voltages in the range from 5 V to 10 kV to
select particles across the range of 5 – 1000 nm and the flow rates used are typically
about 3 l/min for the sheath flow and 0.3 l/min for the aerosol flow.

DMAs  can  be  used  in  this  manner  to  generate  monodisperse  aerosols  from  a
polydisperse source, and typically find applications in aerosol research, toxicological
studies  and instrument  calibration.  However,  they have  found wider  use  as  integral
components in SMPS systems for measuring aerosol size distributions. When DMAs are
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used as part of an SMPS, the voltage is scanned (hence the “scanning” in scanning
mobility particle sizer) to give a continuously changing particle size output. The DMA
is  coupled  with  a  particle  counter  such  as  a  CPC  which  can  then  measure  the
concentration of particles of each size selected by the DMA in sequence. In this way the
particle distribution is built up across the entire size range.

Figure 3.1–2. Overview of the operation of a differential mobility analyser showing
an example of how a polydisperse aerosol distribution fed in at the inlet at top left can

be converted to a monodisperse distribution at the chosen size to an exit at bottom
right.

The width of the distribution selected is mostly determined by the ratio between the two
air flow rates – the sheath air flow within the instrument and the aerosol air flow as
provided by the user. In general, the larger the sheath air flow is with respect to the
aerosol air flow, the narrower or more monodisperse the selected size band will become.
However, a larger sheath air flow will reduce the final concentration available at the
output  port,  and too  large  a  sheath  flow can result  in  a  broadening of  the  selected
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the charged particles will drift in the electric 
field (E) towards the outlet.
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distribution due to flow instabilities.

The  width  of  an  aerosol  size  distribution  is  normally  indicated  with  a  geometric
standard deviation (σg). The lower this value, the narrower the distribution, while in
physical systems it must always be greater than 1. A full description of σg and how it
can be calculated from a distribution can be found on p.99 of Baron and Willeke (20012001).
The exact value of σg can depend on the nature of the aerosol selected. Generally σg

values < 1.2 are considered mono-disperse (single component aerosols), or sometimes a
more stringent definition of σg < 1.1 is used. This will roughly correspond to a sheath
flow ten times larger than the aerosol flow.

3.1.2. Multiple charging
An important assumption in the above discussion was that the particles are singularly
charged (n = 1). It is clear from Z = neB that if a particle has two charges (n = 2) that it
will have twice the mobility and so move twice as fast in an electric field as singularly
charged particles. Recall that in a DMA we set a particular voltage and expect a single
size of particle to then emerge from the output. However, if there are multiply charged
particles present, then larger particles will also get selected at the same voltage. For
example, if we set our DMA to select 100 nm singularly charged particles, we will also
select 151 nm doubly charged particles, 195 nm triply charged particles and 237 nm
quadruple  charged  particles.  These  mobility  equivalent  sizes  can  be  calculated  by
solving Z = n1eB(d1) = nkeB(dk) for dk where in this example n1 = 1, d1 = 100 nm and nk

= 2, 3, 4 respectively.

An  example  of  double  and  triple  charge  peaks  can  be  seen  in  Fig.  Fig.  3.1–33.1–3.  Here  a
polydisperse aerosol has been multiply charged and then selected through a DMA set to
~50 nm. To show the larger multiple charge peaks, the resultant aerosol from the DMA
was then passed through a neutraliser to reset the charge distribution. Therefore many of
the multiply charged particles return to being singly charged and appear as separate
peaks as  measured  by a  Grimm SMPS.  If  there  had been no change to  the  charge
distribution between the DMA and SMPS, and they were both operating with the same
polarity,  then only the main peak at  50 nm would be apparent.  The larger  particles
would still be multiply charged and measured to be 50 nm by the Grimm SMPS.
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Figure 3.1–3. An example of the particle size distribution output from a DMA set
to select 50 nm particles. The larger particles which also get passed through the
DMA in conjunction due to multiple charging are shown here by resetting the

charge distribution prior to measurement by an SMPS. All of these particles were
initially classified as 50 nm by the DMA demonstrating the dangers of using

electrical mobility equivalent sizing with highly charged aerosols. 

Conversely,  we could  start  with a  monodisperse  aerosol  (e.g.  nebulized  polystyrene
latex particles which are often used for calibration purposes), and then measure it with a
scanning DMA (SMPS) with a charger in front. In this case, when some of the particles
become multiply charged, they will then appear as smaller sized peaks. For example, if
we  had  started  with  100  nm  PSL  particles,  then  multiply  charging  them  before
measurement in front of an SMPS can result in additional secondary peaks at 68, 54 and
46 nm for doubly, triply and quadruple charged particles respectively. Distributions can
become even more complicated when there is multiple charging both before the DMA
used to select a “monodisperse” distribution and in a charger in front of the SMPS used
to measure the result. In this case particles can not only change from being singularly to
multiply  charged,  but  can  also  move  between  different  orders  of  multiple  charging
(2→3, 4→2, etc.) between the two systems resulting in further third order peaks. For an
example of this see the 150 nm distribution in Fig. Fig. 3.1–43.1–4.
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3.1.3. Charging mechanisms
DMAs can be setup to measure either positive or negatively charged particles, and some
mechanism upstream of the DMA is normally included to charge the incoming particles
accordingly.

From the above discussion on multiple charging, it is clear that any particle charging
method should preferably result in a single charge being acquired by each particle. Any
particles that are not charged will not be measured, while particles that gain more than
one charge (multiply charged) will be sized incorrectly. 

Particle charging can be split into two main regimes – bipolar charging and unipolar
charging. Bipolar charging takes place in the presence of both positive and negative ions
and usually the target here is to reach a charge state known as the bipolar equilibrium.
This charge state gives a well characterised distribution of charge fractions as a function
of  particle  size  and  is  generally  assumed  to  be  the  charge  state  found  on  mature
atmospheric aerosols. A bipolar equilibrium charge distribution is achieved with varying
success depending on the neutraliser used, particle size and concentration, and residence
time (flow rate) (CovertCovert  et alet al., 1997., 1997). Charge based instruments generally measure only
one polarity – either positive or negatively charged particles. Therefore, the particles
created with the opposing charge in a bipolar charger are not useful for measurement,
leading  to  additional  inefficiency.  There  is  existing  well  developed  theoretical
groundwork for the correction of multiple charged distributions acquired under bipolar
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Figure 3.1–4. Example distributions of a complex charged NaCl aerosol. For
monodisperse (mobility) aerosol particles selected at 150 nm, many satellites appear

representing multiply charged particles. The main peak appears at 154.7 nm. The
satellite peaks appearing at 83.0 and 103.4 nm match with the theoretical positions

for particles which were singularly charged before entering the DMA and
subsequently either triply charged (81.6 nm) or doubly charged (102.9 nm) before
measurement by an SMPS. The secondary peaks appearing at 121.7 and 205.7 nm
also correspond well with the theoretical positions for particles which were either
doubly charged before entering the reference DMA and then subsequently triply
charged before the SMPS measurement (121.2 nm), or triply charged before the

DMA before becoming doubly charged before measurement by an SMPS (199.9 nm).
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equilibrium charging conditions  (e.g.  WiedensohlerWiedensohler,  1988, 1988;  HoppelHoppel and Frick,  1986 and Frick,  1986).
However to achieve this charge distribution, it is usually required to use a radioactive
neutraliser;  typically  using  85Kr,  210Po  or  241Am  sources.  As  well  as  being  bulky,
radioactive neutralisers can be extremely difficult to move from one location to another,
and are unsuitable for  in situ measurements due to regulatory and safety restrictions.
Generally, bipolar neutralisers are considered to be insensitive to the pre-existing charge
state  of  the  aerosol  as  long  as  the  source  strength  (number  of  ions  produced)  and
residence time are great enough to compensate.

Unipolar chargers on the other  hand charge with a single polarity.  Typically,  this  is
achieved with a corona charger where a fine point or wire has a high enough potential
applied it to form a corona (GoldmanGoldman & Sigmond, 1982 & Sigmond, 1982; GoldmanGoldman  et alet al., 1985., 1985; ChangChang
et alet al. 1991. 1991; van Veldhuizenvan Veldhuizen and Rutgers 2001 and Rutgers 2001). The breakdown of air creates a cascade
of electrons and positive ions. A corona charger is designed such that the ions created
with  the  same  polarity  as  the  corona  source  escape  to  be  mixed  with  the  aerosol
particles.

Corona  chargers  avoid  the  regulatory  difficulties  associated  with  radioactive
neutralisers, and can generally be made more compact. Although they do require a high
voltage  source,  and  connections  and  can  be  sensitive  to  contamination  which  can
drastically reduce their useful lifetime. Corona chargers have been developed with a
variety of designs and performance characteristics (e.g.  Intra and Tippayawong, 2009Intra and Tippayawong, 2009;
MarquardMarquard  et alet al., 2006., 2006). Unipolar corona chargers can achieve much higher charging
fractions compared to neutralisers (e.g.  Hernandez-SierraHernandez-Sierra  et alet  al.,  2006.,  2006), however this
comes at the cost of higher multiple charging (e.g.  AlguacilAlguacil and Alonso, 2006 and Alonso, 2006) which
makes  the  data  deconvolution  significantly  more  difficult.  Generally,  higher  charge
levels from corona chargers are required in the case of measuring numbers of particles
with electrometers where high levels of charge are required to be collected in order to
produce a measurable current. While there have been some attempts to characterise the
charge distributions from unipolar chargers, there is no generic solution to the multiple
charge correction issue. Different chargers will have different ion levels and therefore
charge fractions produced. Hence,  the performance of any particular design must be
modelled  or  measured  and  suitable  corrections  calculated.  The  charge  fractions
produced can also depend on the pre-existing charge state of the aerosol, mainly if it is
of the same polarity as the charger (QiQi  et alet al., 2009., 2009). Additionally, within neutralisers
and downstream of both charger types, the particle size distribution can be changed due
to charge induced coagulation (AlonsoAlonso  et alet al., 2008., 2008).

For this project a DMA has been developed without an in-built charger allowing for user
choice and testing of different external corona designs. The DMA was then built and
tested.

3.2. Introduction to Raman spectroscopy

An overview of photon scattering processes is shown in Fig. Fig. 3.2–13.2–1. Vibrational energy
levels, ν”, are shown for the ground electronic state of a molecular system characterised
by an anharmonic potential well. The vibrational (and rotational) energy levels depend
on the molecular form and on the associated degrees of freedom. Therefore, probing
these  states  can  reveal  characteristic  molecular  fingerprints  for  the  purpose  of
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identifying  the  material  in  question.  The  difference  between  these  energy  levels
corresponds to infrared (IR) frequencies, and therefore IR absorption spectra can be
used to characterise the molecule(s) present. Absorption processes require a change in
the dipole moment of the vibrational mode. Hence, only modes that are associated with
a change in  the dipole moment are  visible  in  an IR spectrum. Raman spectroscopy
offers an alternative method of probing vibrational modes of molecules. In contrast to
IR  techniques,  it  makes  use  of  photon  scattering  rather  than  absorption.  Scattering
processes involve fluctuations of the electronic cloud, which are normally characterised
by intermediate virtual energy states reflecting the energy increase corresponding to the
incident photon. Raman scattering is an inelastic process which results in the molecule
being left in either a higher energy (Stokes) or lower energy (anti-Stokes) vibrational
state. Scattering processes will be more apparent for bonds where the electron cloud is
more easily distorted (polarizable). Hence, although both IR and Raman spectroscopy
probe vibrational modes, they are each more sensitive to different bonds, and therefore,
can yield complementary information. IR is more sensitive to polar bonds with a larger
dipole  moment,  while  Raman  is  more  sensitive  to  non-polar  bonds  which  are
comparatively neutral. Indeed the rule of mutual exclusion states that in molecules with
a  centre  of  symmetry,  no  modes  can  be  both  IR and Raman  active.  This  does  not
necessitate  that  a  mode  has  to  be  active  in  either  case,  and  even  modes  that  are
theoretically  active  may  not  be  visible  in  spectra  due  to  their  proximity  to  more
dominant modes or simply having too low a probability of occurring.
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Figure 3.2–1. Energy level diagram showing transitions between vibrational states of
the ground electronic state ν’’, and virtual energy levels νv. r is the nuclear coordinate

(e.g. atomic separation in a diatomic molecule), rE is the equilibrium displacement. 

3.3. Nucleation technology

3.3.1. Introduction
To understand the principle behind surface sensitive heterogeneous nucleation, we first
need to consider the process of nucleation in more detail and some basic theory.

Nucleation refers to the formation of a distinct thermodynamic phase in the form of
nuclei within the pre-existing phase. It is characterised by an overall drop in free energy
and  is  usually  physical  in  nature  (driven  by  changes  in  temperature  and  pressure)
although  it  can  also  be  chemical  (driven  by  or  greatly  accelerated  by  chemical
reactions). Nucleation can be divided into two types – homogeneous and heterogeneous
(VolmerVolmer, 1926, 1926; 19391939; AbrahamAbraham, 1974, 1974; FletcherFletcher, 1962, 1962). Homogeneous nucleation occurs
within  single  component  or  single  phase  systems  and  is  rarely  found  in  nature.
Heterogeneous nucleation by contrast involves nucleation onto pre-existing seed nuclei
of a different material and requires a much lower energy gap compared to homogeneous
nucleation (i.e. a smaller divergence from equilibrium is required to form the new state
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–  GorbunovGorbunov,  1999,  1999).  Seed  nuclei  can  take  the  form of  ionic  or  molecular  clusters
(WilsonWilson,  1897,  1897;  Gamero-CastanoGamero-Castano,  2002,  2002;  KirkbyKirkby  et  alet  al.  2011.  2011),  or  the  surface  of  a
nanoparticle  or  other  inclusion  (FriedlanderFriedlander,  2000,  2000).  Examples  of  heterogeneous
nucleation  in  nature  include  the  nucleation  of  water  vapour  to  form  precipitation
(PruppacherPruppacher and Klett, 1978 and Klett, 1978), the formation of secondary aerosols in the atmosphere
(KulmalaKulmala, 2000, 2000), as well as the solidification of minerals in the Earth’s crust (CantorCantor,,
20032003). Heterogeneous nucleation is also important in a wide range of human activities,
including  metallurgy  (KeltonKelton and  Greer,  2010 and  Greer,  2010),  microelectronics  (VenablesVenables,  2000,  2000;
MinemawariMinemawari  et  alet  al.,  2011.,  2011),  occupational  hygiene  (MaynardMaynard  et  alet  al.,  2004.,  2004),  and
nanotechnology (TheodoreTheodore and Kunz, 2005 and Kunz, 2005).

Of particular focus here is the utilisation of heterogeneous nucleation in condensation
particle counters (CPCs) for the purposes of counting nanoparticles in the air (McMurry,McMurry,
2000b2000b).  CPCs are  composed of  a  condensation  unit  and an  optical  particle  counter
(OPC). The aim is to nucleate liquid droplets onto nanoparticles in the condensation unit
such that the resultant droplets are large enough to be counted by optical scattering in
the OPC (whereas the nanoparticles themselves are too small to be detected by standard
optical techniques). An overview of the operation of a condensation unit is shown in
Fig. Fig. 3.3–13.3–1 below.

The performance of CPCs is usually characterised by a “d50” cut-off size which refers to
the size at which the counting efficiency drops to 50%. That is, at  d50, there is a 50%
probability of nucleation. The slope of this drop-off in counting efficiency is usually
quite steep such that the counting efficiency below d50 drops off to < 1% within a few
nanometres (e.g. see  Fig.  Fig.  4.5–34.5–3). Therefore, we can reasonably approximate to define
d50 as the minimum detected particles size dmin, such that there is no nucleation below
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Figure 3.3–1. Operating principle of a condensation unit at the heart of a CPC.
Nanoparticles drawn in through the inlet are mixed with a vapour from a heated
fluid. The mixture is then cooled to form fluid droplets on the nanoparticles in a

condenser. These droplets are then large enough to be counted by optical scattering
in an optical particle counter (OPC).

      Saturator (Hot)

      Condenser (Cold)

      Working fluid
       (e.g. Butanol or Water in WCPC)

      Vapour
      ~     ~     ~   ~    ~   
        

                ~    ~     ~     ~    

      ~     ~     ~   ~    ~  
                ~      ~        ~    ~    
                ~    ~     ~     ~ 
      ~    ~     ~      ~     ~   
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dmin and every particle above dmin results in the nucleation of a liquid droplet of ~1 μm in
size. In this way the number of droplets grown is considered to directly correspond to
the number of nanoparticle above dmin drawn in through the inlet of the CPC.

3.3.2. Theory
Changes in state are processes driven by a reduction in the Gibbs free energy, G;

G = H – T$ (3)

where H, T and $ are respectively the enthalpy, temperature and entropy of the system,
and

H = U + pV and d$ = dQ/T (4)

where  U,  p and  V  are  respectively the  internal  energy,  pressure  and volume of  the
system, and dQ is the transfer of heat to or from the system.

Changes in state in nature are usually driven by changes in temperature. For example,
with reference to Fig. Fig. 3.3–23.3–2, it is energetically favourable for a material to exist as a gas
at temperatures above the equilibrium temperature  TE, and as a liquid at temperatures
below TE, i.e. the free energy is minimised.

This minimisation of free energy provides the impetus for a phase change to occur.
However, there is still an energy barrier to overcome associated with the formation of a
new structure. For example, considering the homogeneous nucleation of droplets in a
vapour, there is an energy barrier associated with the formation of the liquid droplet
structures. The change in free energy associated with this barrier is a function of the
droplet radius and is the combination of a surface term and a volume term as shown in
Fig. Fig. 3.3–33.3–3.
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Figure 3.3–2. Phase diagram showing the equilibrium temperature TE where the
two phases are in equilibrium.
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The surface and volume free energy changes are respectively;

ΔGS = 4πr2 γS and ΔGV = (4/3)πr3 γV (5)

γS is the free energy change per unit  surface due to the formation of the nucleation
interface between the two phases. In a liquid this is equivalent to the surface tension. γV

is  the free energy change per unit  volume due to the change in phase,  i.e.  it  is  the
difference in free energy associated with the molecules in the newly nucleated phase as
compared to the corresponding free energy exhibited in the original phase. This free
energy difference is associated with the saturation ratio p/pE such that:

 EVV ppkT  n = γ /ln (6)

where  nV is the number of molecules per unit volume in the nucleated state,  k is the
Boltzmann constant and T is temperature.

The total change in free energy is the combination of the surface and volume terms:

ΔG = 4πr2 γS + (4/3)πr3 γV (7)

or

  )(ln3/44 32
EVS p/pkTnr  r G   (8)
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Figure 3.3–3. The change in free energy of a nucleating droplet as a function of its
radius is a combination of an increasing surface term and decreasing volume term.
The combined total change in free energy exhibits a maximum at a critical radius r*

and associated critical energy barrier ΔG*. The droplet will grow rapidly once it
overcomes this barrier to become larger than r*. γS is the surface energy density and

γV is the volume energy density.
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Solving for dΔG /dr = 0 therefore gives:
V

S 
 = r


2

*


and substituting this back in to Equation 7 yields: 2

3

3

16
*

V

S  G





Combining these terms with Equation 6 above then gives in full:

 EV

S

p/pkTn
r* = 

ln

2
(9)

and

 2
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)(ln3

16
*
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S

ppkTn
  G


 (10)

Note that the above discussion concerns homogeneous nucleation, that is, nucleation
within a single component system forming new phase embryos of the parent material
spontaneously within the volume of the prior phase. However, to make this discussion
applicable  to  most  real  world  cases,  we  must  extend  it  to  include  the  case  of
heterogeneous  nucleation;  nucleation  which  forms  on  seeds  provided  by  a  second
material. In this case the energy barrier to nucleation is reduced by a factor f(θ), which
is a function of the contact angle θ between the seed material and the associated embryo
of the new phase:

 
4

coscos32 3  + 
 =f


(11)

The contact angle is determined by the balance of forces between the interfaces of the
three material forms involved: the inclusion (seed material), the nucleus of the newly
forming phase, and the surrounding initial phase of the source nucleating material:

 cos  +  = NSINIS (12)

where σIS is the inclusion-source material interface energy, σIN is the inclusion-nucleus
interface energy, and σNS is the nucleus-source material interface energy. This system is
shown schematically in Fig. Fig. 3.3–43.3–4 below.

Note that σNS is the same interfacial energy that we wrote as γS above, i.e.:

θ
 =  = γ INIS

NSS cos





(13)
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The probability of heterogeneous nucleation occurring can be described as a function of
time as follows:

  tSJP =  exp1 (14)

For a given rate of heterogeneous nucleation  J, and an available surface area  S of the
nucleating inclusion, there is a probability P of nucleation occurring over a time period
Δt.

The rate of nucleation, J, is determined by the number of molecules available from the
source material, N, the area of the newly formed nucleus available for the molecules to
attach to,  s*, the attachment rate of the joining molecules,  ω, and the energy balance
between the nucleation barrier and available thermal energy:







 

kT

fG 
ωs*J = N

)(
exp hom 

(15)

where ΔGhom is the homogeneous nucleation energy barrier, f(θ) is the correction factor
for heterogeneous nucleation mentioned previously, k is the Boltzmann constant and T is
temperature.

Note that the formula 1 – exp(C.x) can be expanded as the following converging series:

   … 
xC

  
xC

  
xC

  Cx   Cx 
2462

exp1
443322

(16)

and thus Equation 14 can be similarly expanded to:

     
 … 
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2462

432

(17)
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Figure 3.3–4. Heterogeneous nucleation of a new phase nucleus onto an inclusion
material with contact angle θ. r is the radius of curvature of the nucleus, h is the
nucleus height and a is the radius of the contact area between the nucleus and

inclusion. σIS is the inclusion-source material interface energy, σIN is the inclusion-
nucleus interface energy, and σNS is the nucleus-source material interface energy.
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Therefore for low rates of nucleation (equivalent to a large energy barrier ΔG and a low
saturation ratio  p/pE), the probability of nucleation will be linearly dependent on the
surface area of the available inclusions S:

tS JP  (18)

If we now consider the case of nucleating vapour onto nanoparticles as used in CPCs,
this means that if we reduce the saturation conditions sufficiently, the nucleation rate
will become a function of the surface area of nanoparticles present. That is, the count
output by the CPC will no longer be a function of the number of nanoparticles present,
but will instead be a measure of their surface area. This is the theoretical basis of the
concept of surface controlled nucleation.
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4.1. Development of a portable planar DMA

The design and performance of the first high resolution planar geometry DMA to be
commercialised  in  a  stand-alone  portable  instrument  will  be  described.  COMSOL
Multiphysics® finite  element  software  has  been  employed  to  determine  the  key
parameters that aid to optimize the design characteristics and the performance of the
prototype instrument. This design was commercialised by Naneum Ltd. and evaluated
by Particle Measuring Systems (USA).

4.1.1. Why choose a planar geometry?
There are three main types of DMAs: cylindrical (see Section 1.4.2.2), planar (EriksonErikson,,
19211921; WakeWake  et alet al., 1991., 1991) and radial (HurdHurd and Mullins, 1962 and Mullins, 1962). The choice of geometry
for a portable DMA is not straightforward. On the one hand a planar geometry is easier
to manufacture than cylindrical or radial (disk) based (for example, a planar geometry
avoids issues of electrode centring). On the other hand, the cylindrical geometry has
been used for more than a half a century and one may expect some optimization of the
design to have occurred in that period. Indeed, the various manufacturers of commercial
(cylindrical) DMAs all use very similar dimensions. Santos et al. (20092009) have published
a description of a high resolution planar DMA with a sheath flow from 200 to 900 l/min.
Their DMA was designed for high mobility ions. If the same set of flow rates was used
for  particle  applications  it  would require  long DMA elements  and large  pumps and
therefore would not  be suitable  for a portable  instrument.  Potentially the flow rates
could be reduced for particle measurements but would likely require some redesign.
However, the planar geometry has an advantage. There is no empty space additional to
the volumes required for operation. On the contrary, in the cylindrical geometry there is
empty space inside the column within the inner electrode which is not generally used.
(Although in theory this space could be utilized for example by the electrometers in an
FMPS it is rather a challenge in practice due to the high voltage on the inner electrode.)
This is not a problem for a desktop instrument but an important issue for a portable
device.  This  makes  it  difficult  and  impractical  to  design  a  portable  DMA  with
cylindrical electrodes. Another advantage of the planar design is that the parallel-plate
electrodes used offer increased resolution for the same sheath to aerosol flow ratios
compared to traditional cylindrical designs. The uniform field results in less diffusional
broadening  of  the  transfer  function  (AlonsoAlonso and  Endo,  2001 and  Endo,  2001).  This  effect  becomes
increasingly significant for particles approximately < 50 nm. Although in theory the
flow arrangement in a cylindrical DMA could be reversed to give increased resolution
for these smaller particles (AlonsoAlonso, 2002, 2002), this has yet to be demonstrated in practice.

Both planar and radial geometry DMAs can be used for a portable instrument design
more  effectively  than  a  cylindrical  DMA because  they  have  no  empty  space,  as
commented above.  However  it  was decided to  implement a planar geometry in  this
work, because of its simplicity and low manufacturing costs. 
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4.1.2. Prototype design and development
The  design  of  the  portable  planar  DMA is  as  follows.  Two  stainless  steel  plate
electrodes are separated by a 5 mm thick PTFE spacer forming the internal space of a
separation  chamber  (Fig.  Fig.  4.1–14.1–1).  A sheath  flow conditioner  is  positioned inside  the
separation chamber across the sheath flow, between the inlet and the internal space of
the  separation  chamber.  A second  sheath  flow  conditioner  is  positioned  inside  the
separation chamber before the sheath flow outlet. The flow conditioners have a double
parallel  polycarbonate  mesh  design  made  up  of  54  (3  rows  of  18)  1  mm  circular
apertures in each plane separated by 3 mm. The fraction of open area of the meshes is
0.21.

4.1 67§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.

Figure 4.1–1. Schematic cross section of the planar DMA.§
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The polydisperse aerosol inlet and the monodisperse aerosol outlet are attached to the
separation  chamber  via  homogenization  chambers  cut  into  the  faces  of  the  planar
electrodes. The widths of the aerosol inlet and outlet to and from the separation chamber
are  1  mm.  The  whole  DMA assembly is  enclosed  into  an  insulating  polycarbonate
enclosure of 5 mm thickness. The closed loop sheath flow was generated by a rotary
vane pump (Gardener Denver), see  Fig.  Fig.  4.1–24.1–2. A mass flow meter (Honeywell) and a
differential  pressure sensor (Honeywell)  were used to monitor the flow rates and to
control the sheath flow rate. A DC high voltage is applied to the electrodes of the DMA.
The assembled DMA and prototype device is shown in Fig. Fig. 4.1–34.1–3.
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Figure 4.1–2. Schematic of the DMA operating assembly. The DMA is shown with
electrodes indicated in grey. O – pressure drop orifice; DPT – differential pressure

transducer for measuring the pressure drop across the orifice and thus the flow rate
through it; AF - aerosol filter (Mitsubishi); MFM – mass flow meter; FD – flow

damper for smoothing the flow output from the pump.
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Figure 4.1–3. Prototype DMA construction showing the assembled DMA (a), the
assembled prototype (b), and the internal components required for operation (c). AI –

aerosol inlet, AO – aerosol outlet, MFM – mass flow meter, DPT – differential
pressure transducer, P – 6 volt rotary vane pump (up to 3.5 litres/min), AF – air filter,

FD – flow damping components (masked for confidentiality), O – inlet orifice to
supply pressure drop for flow measurement by DPT, HV – DC high voltage supply.

To test that the prototype device is operational, some preliminary tests are carried out
with atmospheric aerosol from the laboratory air drawn in through the inlet,  and the
output  of the DMA monitored with a  CPC. Atmospheric  aerosols are  considered to
typically have a bipolar charge distribution which reaches equilibrium as they mature.
Therefore it is possible to carry out some basic operational tests without the requirement
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for a charger. It is confirmed that with the voltage supply switched off, the CPC count is
zero, and thus there are no particles reaching the outlet of the DMA as expected. Next
the voltage is increased in steps, with the CPC counts recorded at each step of the way.
In this manner the relative change in the atmospheric concentration as a function of
voltage is recorded. When a basic theoretical conversion between DMA voltage and
resultant  selected  particle  size  is  applied  to  this  data,  the  result  is  a  particle  size
distribution as shown in Fig. Fig. 4.1–44.1–4. No calibrations are in place at this stage for either
the DMA or CPC used in this  test,  and so the sizing is  quite approximate,  and the
ordinate scale has not been converted to concentration. The estimated peak size of ~22
nm is smaller than usual for an atmospheric aerosol. However, such distributions can be
found on occasion when there has been a recent local particle generation event (e.g.
soldering work in the laboratory or truck passing by outside an open window), and there
may be higher particle counts at sizes larger than those measured here. In any case, the
achievement of a distribution of any kind is an encouraging result, showing that on a
basic level the DMA is operating as intended.
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Figure 4.1–4. First atmospheric aerosol size distribution obtained with the DMA
and a condensation particle counter. Distribution based on a theoretical data

conversion between voltage and size.
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4.1.3. Calibration
4.1.3.1. Introduction and apparatus

The basic approach taken to calibrate the planar DMA involves first creating source
particles using a “soot” generator (carbonaceous particles), charging them, selecting a
size band with the DMA to be calibrated, and then analysing the resultant distribution
using a Grimm SMPS which consists of a DMA connected to a CPC. The arrangement
is shown in Fig. Fig. 4.1–54.1–5 below.

Atmospheric aerosol has also been tested in place of the soot but generally the soot
generator is preferred as it gives a more consistent output with a higher concentration.
The Grimm SMPS supplies an aerosol flow rate of 0.3 l/min. If a lower aerosol flow
rate through the DMA is required, then an additional valve controlled filtered input can
simply be added between the test DMA and the Grimm DMA. If a higher aerosol flow
rate through the DMA is required, then a bypass is added in the same position but this
time connected to the vacuum side of a pump set as necessary. A filter is used in front of
the pump to stop particles damaging it, and the pressure side of the pump is fed back to
an extraction hood for extraction of gases associated with the soot. 

4.1.3.2. Soot generator

Nitrogen from a pressurised cylinder is driven through two flasks of acetone with the
airflow measured by a flow meter and controlled by a valve. The acetone laden air is
then heated in an oven to form soot nanoparticles the size of which is determined by the
oven temperature and flow rate. Flow rates generally range between 50 and 250 ml/min
and typical temperatures are between 600 and 750 °C. 

4.1.3.3. Charger

An Americium-241  unipolar  charger  is  used  to  charge  the  particles  similar  to  that
described by Adachi, et al. (19961996). The charger design is shown in Fig. Fig. 4.1–64.1–6.

4.1

Figure 4.1–5. Setup for calibration of the planar DMA.
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A voltage is  applied to  increase  the percentage  of  charged particles  and to  select  a
polarity  (negative  used  in  this  calibration  as  the  Grimm  SMPS  measures  negative
particles). The ion output from the charger is shown in Fig. Fig. 4.1–74.1–7.
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Figure 4.1–6. Am-241 particle charger design. Aerosol ports (AP) allow an air flow
of particles to be charged through the volume of the device. Americium-241 is used
as an ionisation sources. To preferentially select a particular polarity, electrodes at
either end of the device are connected to a voltage supply. The resultant electric

field (E) drives ions of each polarity to opposing ends of the device. With the field as
chosen above, negative ions are quickly lost to the bottom electrode whereas

positive ions travel up through the volume of the device where they can collide with
aerosol particles. This action drives a preferential positive charging of the aerosol

particles whereas switching the polarity of the applied field will similarly achieve a
preferential negative charging of the particles.
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As would be expected, increasing the flow rate significantly increases the amount of
ions extracted from the charger. An initial voltage is required to pull ions of the selected
mobility into the flow path. However, it can be noted that increasing the voltage further
then decreases the ion output, as ions are pulled out of the flow and lost to the top
electrode.  Note  that  these  measurements  are  not  a  direct  measure  of  charging
performance,  and  as  such  are  only  indicative  of  the  dynamics  of  the  system.  Also
consider that in some situations it may be preferable to reduce the charger performance
to reduce the degree of multiple charging.

4.1.3.4. Mini-DMA

A schematic representation of the DMA is shown in  Fig.  Fig.  4.1–24.1–2 above. The selector
houses a pair of parallel electrodes through which the air flow passes. When a voltage is
applied to these electrodes at a particular flow rate the corresponding particles of the
respective mobility will be drifted to the aerosol outlet. If all the particles have the same
charge (e.g. all singularly charged) then this mobility will correspond to a particular
particle size (neglecting shape effects). All other particles will be swept into the sheath
flow system made up of the top row of elements in Fig. Fig. 4.1–24.1–2 Above.
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Figure 4.1–7. Particle charger performance as measured by an ion counter at the
outlet of the device as a function of the voltage applied for flow rates between 0.2

and 1 litre/min.
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4.1.3.5. Grimm SMPS+C 5.401

The main components of the Grimm SMPS shown in  Fig.  Fig.  4.1–84.1–8 are the neutraliser
(Am241  with  “Radioactive”  sign  above),  the  DMA (centred)  and the  CPC (bottom
right). It operates by applying a bipolar charge distribution to the incoming particles
with the neutraliser, scanning the voltage on the DMA in steps from 10 kV to 5.8 V, and
recording  the  output  using  the  CPC.  The  resultant  particle  size  distribution  is  then
output as a visual plot and numerical data via software. 

For this calibration the neutraliser is removed from the Grimm SMPS and the charge
distribution is not changed from that applied by the charger before the planar DMA. In
effect this means that we are calibrating the planar DMA to particle mobility rather than
size. If we leave the Grimm neutraliser in place, then any multiply charged particles that
have passed through the mini-DMA are likely to lose their extra charge in the bipolar
charge distribution in the neutraliser. In this case they appear in larger size channels in
the Grimm DMA resulting in additional peaks at larger sizes in the final data. We wish
to avoid these additional peaks for the analysis of the data, and so the Grimm neutraliser
is removed from the apparatus. This has the disadvantage that the charge distribution is
not as would usually be created by the Grimm neutraliser before the SMPS, and so the
charge distribution correction applied by the software may not be quite  correct.  By
comparison with the raw data, it can be seen that any errors this may introduce do not
manifest themselves in a shift of the distribution peak. Therefore it is not a concern for
the current  calibration.  However,  there remains  uncertainty in  terms of  defining the
width of the distribution (σg).

4.1 74

Figure 4.1–8. Grimm SMPS. Aerosol input can be seen at upper left.
For this calibration the neutraliser attached to the top of the DMA

(displaying the radioactive symbol) is removed.
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4.1.3.6. Typical particle number size distribution graphs

The soot generator produces broad distributions in high concentrations in the order of
106 particles/cm3 as shown in Fig. Fig. 4.1–94.1–9. These are useful characteristics for calibrating
the DMA as it allows us to cover a wide range of particle sizes without having to re-
adjust the generator settings such as temperature which can take a long time to settle. In
addition it is preferable to start off with quite high concentrations such as to provide
good count statistics to the SMPS downstream despite high losses as will usually occur
in a DMA.

Figure 4.1–9. Examples of larger and smaller sized particle size distributions obtained
from the soot generator. These have been measured directly from the generator with

the SMPS without the test DMA in line.

Once the generator is providing the requisite particle distribution, the planar DMA can
be connected  in  line  before  the  SMPS. Some example  particle  size  distributions  as
selected by the planar DMA and measured by the Grimm SMPS are shown in Figs. Figs. 4.1–4.1–
1010  tto o 4.1–134.1–13 below. In all cases voltages and flow rates (Qsh – sheath flow, Qa – aerosol
flow)  indicate  that  the  distribution  was  selected  by  the  planar  DMA with  those
respective parameters.

Figure 4.1–10. DMA cut soot distributions selected with the following parameters:
Qsh = 3.5 l/min, Qa = 0.15 l/min, VDMA = 500 V and 6 kV respectively.
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Figure 4.1–11. DMA cut soot distributions selected with the following parameters:
Qsh = 3 l/min, Qa = 0.3 l/min, VDMA = 200 V and 7.4 kV respectively.

With high sheath to aerosol flow ratios (Qsh/Qa) the planar DMA selects a narrow size
cut of particles. Increasing the voltage applied to the planar DMA electrodes selects
particles of a larger size (lower mobility).

Figure 4.1–12. DMA cut soot distributions selected with the following parameters:
Qsh = 0.95 l/min, Qa = 0.3 l/min, VDMA = 100 V and 7.4 kV respectively.

Figure 4.1–13. DMA cut soot distributions selected with the following parameters:
Qsh = 0.95 l/min, Qa = 0.95 l/min, VDMA = 3 kV and 7 kV respectively.

4.1 76

5.0 × 10
4

4.5 × 10
4

4.0 × 10
4

3.5 × 10
4

3.0 × 10
4

2.5 × 10
4

2.0 × 10
4

1.5 × 10
4

1.0 × 10
4

5.0 × 10
3

0

1.0 × 10
6

9.0 × 10
5

8.0 × 10
5

7.0 × 10
5

6.0 × 10
5

5.0 × 10
5

4.0 × 10
5

3.0 × 10
5

2.0 × 10
5

1.0 × 10
5

0

2.50 × 10
6

2.25 × 10
6

2.00 × 10
6

1.75 × 10
6

1.50 × 10
6

1.25 × 10
6

1.00 × 10
6

7.50 × 10
5

5.00 × 10
5

2.50 × 10
5

0

1.0 × 10
6

9.0 × 10
5

8.0 × 10
5

7.0 × 10
5

6.0 × 10
5

5.0 × 10
5

4.0 × 10
5

3.0 × 10
5

2.0 × 10
5

1.0 × 10
5

0

5.0 × 10
4

4.5 × 10
4

4.0 × 10
4

3.5 × 10
4

3.0 × 10
4

2.5 × 10
4

2.0 × 10
4

1.5 × 10
4

1.0 × 10
4

5.0 × 10
3

0

1.0 × 10
6

9.0 × 10
5

8.0 × 10
5

7.0 × 10
5

6.0 × 10
5

5.0 × 10
5

4.0 × 10
5

3.0 × 10
5

2.0 × 10
5

1.0 × 10
5

0



Chapter 4. Development and testing

With lower sheath to aerosol flow ratios (Qsh/Qa), the distributions selected by the DMA
are broader. In addition lower flow rates correspond to lower voltage requirements to
select a particular size band. For example, compare the 500 V selection in Fig. Fig. 4.1–104.1–10 to
the 100 V selection in Fig. Fig. 4.1–124.1–12, or the 7.4 kV selection in Fig. Fig. 4.1–114.1–11 to the 7.4 kV
selection in Fig. Fig. 4.1–124.1–12 or Fig. Fig. 4.1–134.1–13. This means that within the voltage confines of
any particular DMA, the largest particle size that can be selected can be increased by
reducing the flow rates used and thus sacrificing resolution.

4.1.4. Modelling of the DMA performance: mobility vs. 
voltage

To reach the aerosol outlet a particle must travel from point a to point b as shown in Fig.Fig.
4.1–144.1–14. The expected trajectory shape is shown in grey dash but it can be shown that the
straight  line  trajectory  will  give  the  same  result  (GorbunovGorbunov,  2009,  2009).  The  resultant
trajectory from a model in COMSOL Multiphysics® software in fact gave quite a linear
path (see Fig. Fig. 4.1–184.1–18). The total velocity of a charged particle along this path will be νtot,
consisting of the component due to  the gas velocity νg,  and the component  due the
applied electric field νelec. 

If the voltage between the top and bottom electrodes (separated by a distance y, and for
the moment we assume y = H) required to select the particle size in question is ΔV, the
electric field is E, and the electrical mobility of the particle is Z, then:
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Figure 4.1–14. Side view of the mini-DMA separator unit showing the selected
aerosol path. Qsh - sheath flow; Qa – aerosol flow; Qtot – total (combined) flow; L –

length of selection region; y – height of selection region; H – vertical distance
travelled by selected particles; vtot – selected particle velocity vector; vg – component
of the particle velocity due to the air flow rate (gas velocity); velec – component of the

particle velocity due to the electric field (assuming a charged particle).
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Simple geometry gives:

  sintotelec vv       and  cos
g
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)/(tan LHvvv ggelec   (20)

Where  τ is the residence time of the particle in the system in seconds.  This can be
calculated from τ = Vol*/ Qtot, where Qtot is the total flow rate and Vol* is the total volume
which that flow occupies, i.e.

shatot QQ

HLW

Q

Vol




* (21)

Where W is the total width of the channel (see Fig. Fig. 4.1–154.1–15 below).

As     νg = L / τ      and     νelec = H / τ                giving:

Z

H
V



2

 (22)

The electrical mobility is given by the mechanical mobility times the total charge:

   Z = neB      where n is the number of charges on the particles (n set to 1 here), e is the
elementary unit of charge and B is the mechanical mobility given by:   

p

C

ηdπ

C
B

3
 (23)

 Where  CC is the Cunningham slip correction factor,  η is the air viscosity (nominally
1.8203 × 10-5 kg/m s) and dp is the particle diameter.

The final equation is now:                    
C

p

Cen
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V


 23

  (24)

There now only remains to calculate CC and H.

An empirical fit to air data for solid particles (AllenAllen and Raabe, 1985 and Raabe, 1985) gives:

  /Kn.-. + . + Kn = CC 9990exp558014211 (25)

Where the Knudsen number Kn = 2λ / dp.
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At 293 K and atmospheric pressure the mean free path λr = 0.0664 μm, while at other
temperatures and pressures one can use (WillekeWilleke, 1976, 1976):
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     where P is in kPa and T in K.

We can also directly adjust CC for pressure changes (HindsHinds, 1999, 1999) using:

  p
p

C dP. + 
dP

 +  = C 0590exp00.760.15
1

1  (27)

Where P is in kPa and dp is in μm.

To  calculate  H we  consider  the  end  on  view  in  Fig.  Fig.  4.1–154.1–15,  and  the  initial  areas
occupied  by the  aerosol  and sheath  flows  (Sa and  Ssh respectively).  We assume the
system is symmetric, and that at the outlet the centre of the selected distribution will
come from point  b at a distance  h/2 from the bottom edge, just as the centre of the
distribution at  the inlet  (point  a) is  a distance  h/2 from the top edge.  Therefore the
average vertical distance travelled by the particles in our resultant distribution is given
by: H = y – h.

z is the width of the inlet slot. Although we would expect the initial aerosol width to be
> z this should be a smaller perturbation compared to the vertical spread h and so we
approximate that Sa = z.h or h = Sa / z

The initial areas of the aerosol and sheath flows should be found to be proportionally
the same as their respective flows such that Sa / Ssh = Qa / Qsh. Also, clearly Sa + Ssh =
y.W

Combining the above gives:        
z

wy

QQ

Q
yH 











sha

a (28)
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Figure 4.1–15. A cross-sectional view of the mini-DMA separator unit flow showing
simplified initial areas occupied by the sheath and aerosol flows at the aerosol point of

entry (Ssh and Sa respectively).

W

y H

a

b

S
a

S
sh

z

h



Chapter 4. Development and testing

The above calculations of CC and H can now be used to calculate from Equation 24 the
required voltage (ΔV) to select a particular particle diameter dp.

4.1.5. Finite element modelling
COMSOL Multiphysics® finite  element  software  was  employed  to  model  the  flow
velocity profile and particle trajectories in the planar DMA. An example of velocity
field calculations is shown in Fig. Fig. 4.1–164.1–16 below.

Cross sections of the flow profile are shown in Fig. Fig. 4.1–174.1–17. The flow is laminar and a
stable Poiseuille profile is established throughout the volume, decreasing to 0 at  the
boundaries. Of note here is the uniform flow in the y direction across the majority of the
width of the separation region. The deviation is less than 1% across the central region of
0.006 m < y < 0.034 m. This is important such that particles of the same mobility stay
together as they traverse the length of the DMA and thus maintain good resolution at the
output. By contrast, the steeper flow profile in the z direction does not affect resolution
as particles are travelling between the electrodes in the z direction and therefore are all
affected by this profile equally.

4.1 80

Figure 4.1–16. Air velocity field in the planar DMA at P = 101 kPa and T = 20 °C.
The separation height between the electrodes in the z direction is 5 mm and the

width in the y direction is 40 mm. The total flow rate in the DMA was 2 l/min. The
velocity is coded according to the scale bar on the right in (m/s). The arrow indicates

the direction of flow.§

§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.



Chapter 4. Development and testing

Figure 4.1–17. Velocity profile in the x direction at (a) x = 0.04 m and y = 0.02 m and
(b) x = 0.04 m and z = 0.0025 m.§

Fig. Fig. 4.1–174.1–17  ((bb)) illustrates a potential disadvantage of using a planar geometry compared
to  a  traditional  cylindrical  one:  the  presence  of  side  walls  that  do  not  exist  in  the
cylindrical design. The flow profile resulting from the boundary condition of zero flow
at the side walls can cause broadening of the transfer function (reduction in resolution)
as a range of selected mobilities will result from the range of particle velocities found
across  the  profile.  To  eliminate  this  problem,  the  aerosol  flow  in  this  design  is
constrained such that it does not come in contact with the side walls and is kept at a
uniform velocity. To achieve this, the aerosol entrance and exit slits to the DMA are
restricted to being a narrower 25 mm in width (y direction) compared to the 40 mm full
width of the classification zone. It was found that the 25 mm in width of aerosol flow
compared to the 40 mm full width of the classification zone enables the disadvantage of
the planar geometry to be eliminated. This ensures that the aerosol flow is kept away
from the walls  and the  region where  the  flow velocity is  reduced due  to  boundary
effects (see Fig. Fig. 4.1–174.1–17  ((bb))). The flow profile in the z direction (Fig. Fig. 4.1–174.1–17  (a)(a)) is less
important as by the nature of the DMA operation different  z positions correspond to
different  particle mobilities such that there is  no detriment  to  the uniqueness of the
mobility of particles reaching the outlet.

Another concern which must be addressed is achievement of uniform flows across the
rectangular cross section. To ensure this, flow conditioners are placed in the sheath flow
at either end of the classification zone such that the aerosol flow is always contained
between them.  Once the  sheath  flow is  uniform the  aerosol  flow is  introduced and
extracted through homogenization chambers cut into the electrodes.  These chambers
ensure that the aerosol flow is uniformly spread along the full width of the interface
slots  following  the  interface  for  tubing  interconnects.  The  aerosol  slot  length  (x
direction) is 1 mm and was chosen mainly on the basis of experience and tests. The
choice of slot dimensions can also impact on the resolution. While the results presented
here  show  that  the  current  choice  is  sufficient  to  achieve  the  design  goals  this  is

4.1 81§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.
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potentially an area where additional  small  improvement  could be made with further
optimization  studies  as  for  example  carried  out  by Martínez-Lozano and Labowsky
(20092009). 

Example charged particle trajectories for a given applied electric field are shown in Fig.Fig.
4.1–184.1–18. Particles of the selected mobility do not follow a linear path between the inlet
and outlet. In particular at the inlet and outlet the trajectories are distorted by the steep
flow curvatures in these regions as shown in Fig. Fig. 4.1–194.1–19.

4.1

Figure 4.1–18. Trajectories are shown for 5, 50 and 500 nm singularly charged aerosol particles
in the air velocity field of the planar DMA at 220 V (P = 101 kPa, T = 20 °C). The separation zone

is 5 × 40 × 108 mm. The cross-section at y = 0.02 m is shown. The sheath flow rate Qsh is 1.8
l/min, the aerosol flow rate Qa is 0.2 l/min, and the voltage difference across the DMA electrodes
is 220 V. Particles are introduced from the bottom left. Under these conditions it can be seen that
the 50 nm particles are selected and sent to the outlet while particles smaller or larger are lost to
the opposite electrode or sheath flow respectively. The velocity is coded according to the scale

bar on the right in (m/s). The vertical scale (z) and the horizontal scale (x) are in metres.§

82§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.
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By modelling the proportion of particles that reach the output as a function of particle
size (assuming singularly charged), apparatus functions for the DMA performance can
be mapped out. These functions demonstrate the theoretical limitations on the resolving
performance of the DMA (FlaganFlagan, 1999, 1999). Some examples are shown below in Fig. Fig. 4.1–4.1–
2020.

4.1 83§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.

Figure 4.1–19. Air molecule streamlines in the DMA.§
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Figure 4.1–20. An example of an apparatus function for the planar DMA Ω(dp) for
monodisperse particles of (a) – 200 nm, (b) – 50 nm, and (c) – 5 nm, with sheath flow

Qsh = 1.8 l/min and aerosol flow Qa = 0.2 l/min. The markers show numerical
calculations based on particle trajectories used in the model, while the solid curve
shows an exponential parameterised fit function for each branch of the transfer

function. (d) – An example of the change in DMA resolution Δlogdp = log(d2/d1) as a
function of flow rate ratio. Data points show the results of calculations for the current
geometry. Qsh is the sheath flow rate and Qa is the aerosol flow rate. d1 and d2 are the
sizes corresponding to 50% of the transfer function height such that log(d2/d1) is the
full width half maximum in logarithmic scale. Green circles – 5 nm; red squares – 50

nm and blue diamonds – 200 nm.§

The apparatus functions display sharp maxima with exponential decays on either side.
The widths of these functions in terms of geometric standard deviation (g)  from a
lognormal  approximation  are  1.03,  1.02,  and  1.052  for  the  200,  50  and  5  nm
distributions respectively – Fig. Fig. 4.1–204.1–20 (a) (a) – (c) – (c). Usually distributions with g < 1.1 are
considered  to  be  “monodisperse”,  i.e.  of  single  size,  and  therefore  these  results
demonstrate good resolving potential. The difference between the 200 and 50 nm results

4.1 84§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.
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is not significant and is only caused by a change in slope of the relationship between
particle  size  and  electrical  mobility  at  ~100  nm (see  e.g.  Fig.  18–1  in  Baron  andBaron  and
Willeke, 2001Willeke, 2001). They are the same width in mobility space. The greater width at 5 nm is
to be expected due to diffusion broadening. It is difficult to keep such small particles
well contained in time and space due to their relatively high diffusion constants.

Fig. Fig. 4.1–204.1–20 (d) (d) shows the relationship between the width of the apparatus function and
the  sheath  to  aerosol  flow ratio  Qsh/Qa as  given  by the  modelling  results.  A steep
improvement in resolution is evident at lower flow ratios while at higher flow ratios
diminishing  returns  are  encountered  for  further  flow  rate  ratio  increases.  Again,  a
significant drop in resolution is observed for the smallest particles considered (5 nm)
due to diffusion broadening. However this is only significant at the very smallest sizes
considered (< 20 nm). In general, the ratio of the sheath and aerosol flows is the most
significant parameter in determining the resolution of a DMA.

4.1.6. Test results of the planar DMA in a commercialised 
system

The  planar  DMA was  implemented  by  Naneum  Ltd.  in  a  commercial  standalone
portable DMA (Nano-ID® PMC500) and in a portable SMPS (Nano-ID® NPS500).

An example monodisperse particle distribution at 100 nm as selected by the PMC500
and measured with a Grimm SMPS (5.400) is shown in Fig. Fig. 4.1–224.1–22 (a) (a). Testing of the
combined  NPS500  SMPS  system  (which  includes  a  corona  particle  charger  and
miniature CPC) was carried out at Particle Measuring Systems Inc., Boulder, Colorado,
USA.  The  test  setup  is  shown  in  Fig.  Fig.  4.1–214.1–21.  Test  aerosols  of  NaCl  and  PSL
(polystyrene latex) were generated in a sub-micrometer monodisperse aerosol generator
(3940,  TSI,  USA),  and  neutralised  in  a  bipolar  charging  environment  (Krypton-85
Aerosol  Neutralizer  3012;  TSI,  USA),  before  being  sent  to  the  reference  DMA
(Electrostatic Classifier 3080, TSI). The reference monodisperse distributions were then
sent to the NPS500 where the particles are charged with a corona charger before the
distribution is finally measured with the combined planar DMA and miniature CPC. The
results are shown in Fig. Fig. 4.1–224.1–22 (b) (b) – (d) – (d).

4.1 85§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.

Figure 4.1–21. Test setup. The NPS500 SMPS includes a corona particle charger, the
planar DMA and a miniature CPC.§

      PSL or NaCl 
      particle generator       Kr-85 

      Neutralizer

      Reference DMA
      NPS500
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Figure 4.1–22. (a) – An example 100 nm monodisperse selection of atmospheric
aerosol selected by the PMC500 and measured by a Grimm SMPS. The aerosol and
sheath flow were 0.3 and 3 l/min respectively both in the PMC500 DMA and in the
Grimm SMPS. (b) – A typical size distribution measured by the NPS500 with PSL

particles of 100 nm selected with a 100 nm cut in the reference DMA. (c) – A typical
size distribution measured by the NPS500 with NaCl particles selected with a 150 nm

and (d) – 30 nm cut and in the reference DMA. The planar DMA flow rates used in the
NPS500 were Qsh = 1.8 l/min and Qa = 0.2 l/min.§

An example size distribution of 100 nm PSL is shown in Fig. Fig. 4.1–224.1–22 (b) (b). The reference
DMA is  set  to  100 nm to  ensure  and narrow monodisperse  selection  and accurate
mobility based sizing. The measured distribution from the NPS500 utilising the planar
DMA displays a main peak at 98.8 nm and a secondary peak at 67.9 nm. The secondary
peak position match well with the theoretical expectation for particles doubly charged in
the corona (66.7 nm). A lognormal fit  to the main peak yields a geometric standard
deviation (g) of 1.04. This is close to the theoretical apparatus function derived from
modelling which yielded g = 1.03.

NaCl distributions as generated are broader and allow for a wider selection of sizes to
be selected by the reference DMA. At 150 nm many additional peaks due to multiple
charging effects  are  apparent  – Fig.  Fig.  4.1–224.1–22 (c) (c).  The main peak is  measured by the
NPS500 at 154.7 nm with secondary peaks apparent at 83.0, 103.4, 121.7 and 205.7 nm.
The first two are a good match to the expected positions for particles singularly charged
in the neutraliser before the reference DMA and subsequently doubly or triply charged
by the corona before measurement by the NPS500 (102.9 and 81.6 nm respectively).
The third peak is a good match to the expected position for particles doubly charged in

4.1 86§ Reproduced with permission from Steer et al., 2014Steer et al., 2014.
Copyright 2014, Aerosol Science & Technology. Mount Laurel, NJ.
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the neutraliser before the reference DMA and subsequently triply charged in the corona
before  measurement  by  the  NPS500  (121.2  nm).  While  the  last  peak  corresponds
reasonably well with the expected position for particles initially triply charged in the
neutraliser  before selection by the reference DMA and which then lose a  charge to
become only doubly charged in the corona before measurement by the NPS500 (199.9
nm).

Multiple charging effects are much less significant at smaller sizes. This is evident from
the  NaCl  reference  DMA selection  at  30  nm  – Fig.  Fig.  4.1–224.1–22 (d) (d).  The main  peak as
measured by the NPS500 is measured at 30.2 nm. Here there is only a single small
secondary peak just about visible at 21.2 nm. This is a good fit to the expected position
for particles doubly charged in the corona (20.6 nm).

In general the positions of all the multiply charged peaks are in good accordance with
theory (Hoppel and Frick,  1986Hoppel and Frick,  1986) and show the expected trend of increased multiple
charging  at  larger  sizes.  In  addition,  it  is  also  as  expected  for  this  size  range
(Wiedensohler, 1988Wiedensohler, 1988) that the higher the order of the multiply charged peaks, the less
prominent they are. The average sizing accuracy for the positions of the NPS500 peaks
as compared to the chosen size in the reference DMA was 4.2 %.

4.2. Formation of Zn and ZnO nanoparticles by 
homogeneous nucleation

4.2.1. Introduction
To study ENP aerosols effectively it is necessary to first be able to produce them in
some manner. It is possible to directly aerosolise powder samples (as will be used in
Section  4.3). However it is difficult to pull apart the particle agglomerates fully, and
hence the resultant aerosol distribution created can have quite a large modal size (e.g.
200 – 300 nm), and be rather broad. For examples see Figs. Figs. 4.3–54.3–5 –– 4.3–64.3–6. This particle
size exhibits low deposition in the human respiratory system (ref.  Fig.  Fig.  1.4–11.4–1) and is
therefore  of  less  toxicological  interest.  In  addition  the  distribution  created  by  the
aerosoliser  was  quite  similar  across  the  different  CeO2 and  ZnO  powder  samples.
Therefore it may be considered to be a reflection of the aerosol generation method, and
may  not  fully  indicate  the  range  of  aerosol  sizes  generated  at  source  in  ENP
manufacturing plants or in workplaces. To tackle these shortcomings, it was decided to
develop a ZnO furnace generator where Zn is first nucleated from Zn vapour and then
oxidised in a second stage. The aim was to cheaply produce a ZnO aerosol with more
controllable characteristics (mainly size) which could be used for toxicological studies,
instrument testing and development.

4.2.2. Zn particle generator
The first step is to develop and test the initial Zn stage of the generator. The setup is
shown in  Fig.  Fig.  4.2–14.2–1. A filtered nitrogen gas supply is fed through a furnace with an
adjustable bypass. The total flow is measured after the filter with a rotameter and the
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bypass flow is measured with a mass flow meter. In this text the total flow used was 0.3
l/min while the bypass was 0.2 l/min giving a sample flow through the furnace of 0.1
l/min. Zn powder is placed in a ceramic boat within the furnace (see Fig. Fig. 5.2–55.2–5). As the
furnace temperature is adjusted the output is monitored with a Grimm 5.400 SMPS.

4.2.3. ZnO particle generator
Next the oxidation stage is added to the setup as shown in Fig Fig 4.2–24.2–2. Filtered ambient
air is pumped into the system and the total flow is then fed through a second furnace to
facilitate  oxidation  of  the  Zn.  The  total  flow  at  the  output  is  measured  using  a
differential pressure flow meter (a mass flow meter is not suitable in this position due to
their  sensitivity to contamination).  As before the output is  monitored with a Grimm
5.400 SMPS system. The prototype generator is shown in FigFigss. . 4.2–34.2–3 and 4.2–4.
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Figure 4.2–1. Zn generator setup. All nitrogen flow rates are indicated in
litres/minute. The total flow is measured by a rotameter (R) between an air filter
(AF) and the furnace. A bypass flow is measured with a mass flow meter (MFM)

with the balance of flows controlled by valves (V).
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Figure 4.2–3. ZnO Generator front panel.

4.2 89

Figure 4.2–2. ZnO generator setup. All flow rates are indicated in litres/minute and
all inputs are filtered through HEPA air filters (AF). The nitrogen input flow is

measured by a rotameter (R) and the Zn bypass flow is measured with a mass flow
meter (MFM) and controlled with valves (V) as before. Added to this is a filtered

ambient air input to supply oxygen for the ZnO furnace while a differential pressure
transducer (DPT) measures the total output flow.
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Figure 4.2–4. Inner workings of the ZnO generator.

4.3. SMPS measurements of ZnO and CeO2 aerosols at 
NPL

4.3.1. Introduction
As part of the PROSPEcT project the seven ENP samples were aerosolised to allow the
measurement of aerosol size distributions. This work was carried out in conjunction
with the consortium member NPL (National Physical Laboratory, Teddington, UK) in
their aerosol lab utilising the Naneum PA100 aerosoliser and NPS500 SMPS along with
the NPL standard reference TSI SMPS and CPC.

The samples measured are detailed in Table Table II in Section 1.3.3.

4.3.2. Setup
The setup is shown in Fig. Fig. 4.3–14.3–1.
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The samples are loaded into a powder aerosoliser (PA100), Fig. Fig. 4.3–24.3–2, which creates an
aerosol from the powder by directing a compressed clean gas supply through an array of
small holes in a nozzle positioned an adjustable distance above the powder. The nozzle
is designed to create strong vortices and shear forces in the gas flow which are effective
at pulling apart particle agglomerates. The resultant aerosol is fed through a 10 litre
internal stabilisation chamber and gravitational separator before being fed out of the
PA100. From there the sample flow is split between a valve to switch on/off the sample
flow to the measurement instruments and a filter to allow excess flow bleed off. The
sample flow after the valve was directed to a second 5 litre stabilisation chamber before
going  to  a  four  way  splitter  which  distributes  the  sample  evenly  to  the  four
measurement instruments (two NPS500, TSI CPC, TSI SMPS), Fig. Fig. 4.3–34.3–3. The tubing
lengths to the different instruments were adjusted to compensate for the different flow
rates in the instruments (0.2 l/min in the NPS500, 0.3 l/min in the reference instruments)
so that particle losses would be equal in each case.
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Figure 4.3–1. Setup for measuring airborne ENP samples. Powder samples are
aerosolised in a PA100 aerosoliser from Naneum Ltd. An additional 5 litre
stabilisation volume was added to the line to provide a more stable aerosol

distribution. The sample is then split into 4 measurement lines by a TSI splitter.
Tubing lengths and flow rates are shown to each of the measurement instruments.
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Figure 4.3–2. Modified PA100 aerosoliser setup. The sample chamber is
placed on a shaker and lightly supported by a clamp.

During initial setup testing it was found that particles would build up on the internal
walls of the aerosoliser chamber (see  Fig.  Fig.  4.3–44.3–4) and thereafter at irregular intervals
these build-ups would collapse back into the aerosolisation zone causing bursts in the
aerosol  concentration output.  To try and alleviate  this  issue and gain  a  more  stable
output a shaker was added to the setup underneath the aerosolisation chamber to act as
an agitator. The shaker was set to perturb the chamber to reduce the amount of particle
build-up on the chamber walls.
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Figure 4.3–3. ENP aerosol measurement setup. The long cylindrical 5 litre
stabilisation volume is shown centre leading to the 4-way splitter held aloft in a

clamp to its left. The two NPS500s are shown in black cases on the far left hand side.
The TSI SMPS is shown on the on the far right foreground while the TSI CPC is

shown behind it to the right of the stabilisation volume.

While  the  addition  of  a  shaker  improved the  output  stability,  the  concentration  still
tended to exhibit increasing or decreasing trends. It was therefore difficult to pick out
intervals of stable concentration for measurement. As the SMPS scans were set to be
between 3 and 5 minutes in total length, it is important to have periods of stability to
allow for a representative measure of the distribution. Both the NPS500 and TSI SMPS
measure  from  small  to  large  sizes.  Therefore,  if  the  particle  concentration  is
increasing/decreasing  during  a  scan  then  the  distribution  will  be  artificially  shifted
towards the larger/smaller sized particles.
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Figure 4.3–4. Operational points of interest when aerosolising ENP samples. (a) –
powder build-up can be significant, even as far as coating the nozzle where the high
pressure air vortices are emerging. (b) – some samples form large aggregated balls
when jostled around by the shaker inside the sample chamber. (c) and (d) – during

aerosolisation, some samples formed rigid conical structures at the base of the sample
chamber.

4.3.3. Results
An example ZnO measurement is shown in  Fig.  Fig.  4.3–54.3–5 from sample NM-112.

The TSI SMPS exhibits a peak in the 200 – 300 nm range and measures a much higher
concentration than the NPS500s and over an order of magnitude higher than measured
by the TSI CPC. Therefore the TSI SMPS results have also been corrected to give a
matching concentration to that obtained from the TSI CPC, and denoted “TSI SMPS
Corrected”. The peaks measured by the NPS500s are found at a smaller size between
100 – 200 nm and measure a concentration somewhere between those from the TSI
CPC and SMPS measurements.
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Figure 4.3–5. ZnO sample NM-112 as measured by two different NPS500s, a TSI
SMPS and the same TSI SMPS with its concentration corrected to a reference CPC.

The displayed distributions are an average from three sequential scans. Data is shown
on a linear-log scale on the left and a log-log scale on the right.

An example CeO2 measurement is shown in Fig. Fig. 4.3–64.3–6 from sample NM-211. The TSI
SMPS  shows  a  peak  slightly  above  200  nm  and  again  measures  a  much  higher
concentration than the TSI CPC prompting the inclusion of data corrected to the CPC
concentration  for  comparison.  The  distributions  measured  by  the  two  NPS500
instruments in this case show quite different results. NPS500 015P exhibits a very broad
distribution with a main peak around 70 – 80 nm and an additional peak around 15 nm
with a total  concentration slightly larger than that  measured by the uncorrected TSI
SMPS. NPS500 016P on the other hand shows some level of reasonable agreement to
the corrected TSI SMPS results with a peak around 200 nm and a concentration about
50% higher than measured by the TSI CPC.
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Figure 4.3–6. CeO2 sample NM-211 as measured by two different NPS500s, a TSI
SMPS and the same TSI SMPS with its concentration corrected to a reference CPC.

The displayed distributions are an average from 15 sequential scans. Data is shown on
a linear-log scale on the left and a log-log scale on the right.

The full set of results as measured by the TSI SMPS are shown in Fig. Fig. 4.3–74.3–7 and Fig.Fig.
4.3–84.3–8 below.  The data  has  been fitted with a  lognormal peak in  each case and the
resulting geometric mean sizes and geometric standard deviations (σg)  are  shown in
Table Table IIII.

Figure 4.3–7. ZnO samples as measured by the TSI SMPS and lognormal peak fits.
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Figure 4.3–8. CeO2 samples as measured by the TSI SMPS and lognormal peak fits.

Sample
Geometric Mean

Particle Size
Geometric Standard

Deviation of log-normal fit

ZnO

NM-110 289 nm 1.68

NM-111 400 nm 1.57

NM-112 269 nm 1.80

NM-113 300 nm 1.63

CeO2

NM-211 225 nm 1.77

NM-212 359 nm 1.66

NM-213 233 nm 1.63

Table II. Geometric mean particle size of the different aerosolised PROSPEcT powders
as measured by lognormal peak fits to the data from a TSI SMPS 3936.

4.3.4. Discussion
Despite there being seven different samples of ZnO and CeO2 the measured aerosol
distributions were all somewhat similar with broad peaks centred around 200 – 400 nm
as measured by the TSI SMPS. This suggests that it is difficult to break these particles
apart down to their constituent primary particle size (in the nano range for most of these
samples).  It  may therefore  be  considered  that  these  results  are  more  significantly a
reflection of the aerosol generation method. However, the sizing result is in line with
other methods used on these powder samples in the PROSPEcT consortium, suggesting
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that there is some generality to this result, and that the particles are likely to exist in this
size range in different conditions and states. It is interesting, and perhaps not surprising,
that the largest sized aerosol is given by the coated sample Z-COTE HP1 (NM-111).

The shift in the size distributions measured by the NPS500 instruments is expected due
to them not having a multiple charge correction algorithm as is carried out in the TSI
SMPS.  However,  the  widely  varying  concentrations  as  measured  across  all  four
instruments used here is more surprising. It is not clear what might have caused this,
although the comparatively large size and high concentration of these particles may
have  resulted  in  issues  such  as  build-up  in  sampling  or  internal  aerosol  lines  or
saturation of the optical particle counters in the CPCs of the instruments.

4.3.5. Conclusion
The PROSPEcT ENP samples have been successfully aerosolised, with the resulting
aerosol  distributions measured in synchrony by three SMPS type instruments  and a
stand-alone CPC. The size distributions as measured by the TSI SMPS are considered
more reliable compared to those from the NPS500s due to the multiple charge algorithm
in  the  TSI  instrument  and  its  long  established  history  compared  to  the  marginally
developmental  NPS500.  The  large  differences  seen  in  the  concentrations  measured,
especially  between  the  TSI  SMPS  and  TSI  CPC,  reinforces  the  view  that  SMPS
instruments  cannot  always  be considered  to  be a  reliable  measure  of  concentration.
However, the main purpose of this work was to measure the size of particles generated
to  understand  how  they  might  be  encountered  in  occupational  or  environmental
exposure scenarios. As such the results shown in Table Table IIII are a successful outcome and
can be used to inform future studies or risk criteria.

4.4. Raman analysis

4.4.1. Raman characterization of PROSPEcT samples
As a first step to realizing a Raman approach to ENP detection, the Raman spectra of all
the PROSPEcT ZnO and CeO2 samples were measured with two different available
Raman systems:  the University of  Kent’s  Dilor  Remote Raman Microscope,  and an
Ocean Optics QE Raman spectrometer on loan from a distributor. The Ocean Optics
device is interesting in that it is a small bench top unit which is extremely portable and
easy to use. It could therefore be considered for use in site testing and workplaces to
provide  quasi-online  characterisation  of  aerosol  samples  collected  e.g.  by  personal
samplers worn by workers.
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Figure 4.4–1. Ocean Optics miniature desktop Raman system which incorporates a
probe, 785 nm laser source and QE65000 spectrometer.

The two Raman systems investigated for their potential in identifying CeO2 and ZnO
samples – a Dilor Remote Raman Microscope and an Ocean Optics miniature desktop
Raman system (QEB0306 – Fig. Fig. 4.4–14.4–1) utilise source wavelengths of 632.8 nm and 785
nm respectively.

Figure 4.4–2. Aluminium blocks with powder sample wells for Raman analysis.

Aluminium test blocks where made for holding the powder samples for Raman analysis
as shown in Fig. Fig. 4.4–24.4–2. All samples were analysed by both Raman systems available to
compare their performance. Example spectra from the first sample (micron sized ZnO
from Sigma Aldrich) are shown in Fig. Fig. 4.4–34.4–3.
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Figure 4.4–4. Detail of one of the ZnO spectra achieved with the Ocean Optics
QEB0306 with peak positions marked.

Although the Ocean Optics spectrometers exhibited 3 – 4 times lower resolution, the
higher signal to noise ratio yielded much clearer spectra compared to those achieved
with the Dilor system (e.g. Fig. Fig. 4.4–44.4–4). In addition, the Ocean Optics device was easier
to use and quicker to run due to its compact nature. However, the integrated microscope
on the Dilor system can be a significant advantage.
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Figure 4.4–3. Example of ZnO spectra from the Sigma Aldrich sample achieved
with a Dilor Remote Raman Microscope (UKC) compared to those achieved with an

Ocean Optics QE Raman spectrometer.
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4.4.2. Raman spectroscopic mapping analysis of 
aerodynamically size selected samples

Image analysis is applied to Raman spatial maps to quantify the number of particles
and particle sizes present. By consideration of the sampling system and measurement
time, these data can then be related back to what was originally present in the air. Glass
slides  are  used  as  a  sampling  substrate,  which  give  a  complex  Raman  background
spectrum to test the discrimination efficacy. In addition, in combination with a choice of
larger agglomerates for analysis,  the use of glass slides allows for validation of the
approach by utilising optical microscopy as a reference method for discriminating the
particles  of  interest.  Immediately  prior  to  collection  of  the  Raman  data,  equivalent
analysis is also applied to the optical microscopy images acquired from the same sample
area.  The  results  for  the  particle  counts  and  sizes  from the  Raman  maps  are  then
compared to those obtained with optical microscopy. This provides a proof of concept
study for the presented technique. However, in principle optical measurements are not
required, and hence their use does not represent a restriction on the applicability of this
approach in general.

Here ZnO particles  (considered  as  agglomerated  nanoparticles  or  nano-structured
microparticles) are used as a test case material.

4.4.2.1. Methods

The sampling setup is shown in  Fig.  Fig.  4.4–54.4–5. The test aerosol is generated from ZnO
powder (NM-113–Sigma-Aldrich 205532) using a modified Naneum PA100 aerosoliser.
In the above measurements with an SMPS, the aerosolised powder is found to form an
airborne state with a geometric mean particle size of 300 nm and geometric standard
deviation  of  1.63  (see  Table  II).  However,  the  underlying  size  distribution  is  not
considered to be important for this proof of concept study. The setup is designed to
provide a stabilized ZnO aerosol flow to two measurement instruments: (i) a ‘TSI 3007
CPC’, which is used to monitor the total concentration and (ii) a ‘Nano-ID® Select’,
which  provides  size  segregated  samples.  The  size  bins  available  on  the  ‘Nano-ID®

Select’ are detailed in  Table  Table  IIIIII. The impaction stages collect narrow bands of aerosol
particles  deposited  along  the  centre  of  the  chosen  substrate  (here  standard  glass
microscopy slides),  as shown in  Fig.  Fig.  4.4–64.4–6. A number of sampling runs provided a
range of deposited concentrations.
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Size Stage # 1 2 3 4 5 6 7 8 9  10  11  12  
Min. cut-off

diameter
20 8.1 4.0 2.0 1.0 0.5 0.25 60 15   5   1.5   1   

Max. cut-off
diameter

~35 20 8.1 4.0 2.0 1.0 0.5 250 60   15   5   1.5   

Impaction stages (size in μm) Diffusion stages (size in nm)   

Table III. Aerodynamic diameter ranges of the Nano-ID® Select sampling channels.
The impaction stages show the lower d50 size cut-off with the upper size limit being set
by the preceding stage or by the inlet geometry for the first stage. The diffusion stages

are ordered in the reverse pattern in the flow path with the smaller particles being
removed first.
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Figure 4.4–5. Sampling setup. N – Nitrogen tank; V – valve; R – rotameter; AF – air
filter; A – aerosoliser; S – shaker, run at 15 - 20 Hz; SV – Stabilization Volume of
18.9 litres; T – three-way switching valve; MC – Mixing Chamber. I – impactor

stages on Nano-ID® Select; D – diffusion net stages on Nano-ID® Select (not used
apart from final filter stage).
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Figure 4.4–6. Example sample set from run H (detailed in Table Table IVIV in Section 5.4.1)
showing impactor stages 4 – 7 from left to right which correspond to aerodynamic

equivalent diameter ranges 2 – 4 μm, 1 – 2 μm, 0.5 – 1 μm and 0.25 – 0.5 μm
respectively. The smearing evident in stage 7 is as a result of overloading of the

stage causing particle bouncing and should be avoided.

Raman data is collected using a Horiba LabRam-HR with an external 473 nm excitation
laser  and ×50 objective lens.  Simple line scans  were first  carried out  to  verify that
particles could be distinguished from background from the resulting Raman spectra. An
example is shown in  Fig.  Fig.  4.4–74.4–7. Raman spectra are collected from a series of points
along a line which crosses over different regions of either ZnO or glass. By plotting the
resulting spectral data as a contour map as shown in Fig. Fig. 4.4–84.4–8, it can be seen that there
is potential to distinguish ZnO particles from background by their characteristic spectral
signatures. In this example, ZnO is most simply characterised by its 435 cm-1 feature
(Fig. Fig. 4.4–84.4–8 (a) (a)) while glass is most easily distinguished from its 1100 cm-1 feature (Fig.Fig.
4.4–84.4–8 (b) (b)).

4.4 103



Chapter 4. Development and testing

Figure 4.4–7. Example Raman line scan across ZnO particles on a glass slide. A
Raman spectrum is collected from each of the points marked with a cross.

Figure 4.4–8. Contour maps of the resulting Raman spectra collected from the line
scan shown in Fig. Fig. 4.4–74.4–7. The Raman signal intensity is colour coded from blue (low
signal) to red (high signal). The data is magnified in (a) around the region of the main

ZnO Raman peak at ~435 cm-1, while the entire range is shown in (b).
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Next, Raman data was collected from 31 × 31 point grids with a 2 μm spacing between
each  point.  Particular  spectral  features  indicative  of  ZnO  were  chosen,  and  their
intensity  mapped  to  either  a  greyscale  or  colour  (with  different  component
contributions) pixel value for each measurement point on the grid. Combining these
pixels into a single image yields a resulting Raman map, showing the distribution of the
chosen spectral  features  (and hence  compound of  interest)  in  the  chosen  grid  area.
Sample slides were positioned and focussed using an integrated computer controlled
stage. Starting from a lengthwise central point on the edge of the slide, where the xyz
stage coordinates were zeroed, the total width of the slide (‘y-value’) was measured
using the xyz microscopy stage readout. This y-value was then divided by 2 and then
input into the stage positioning software to give a centrally chosen point without any
preview,  avoiding  any researcher  bias.  Sample  areas  were  imaged  using  an  optical
microscope and an integrated white light source in transmission mode. Horiba’s ‘Lab-
Spec  5’ software  was  used  for  data  acquisition  and  generation  of  contour  maps  to
identify ZnO particles based on their 435, 1613 and 1724 cm-1 Raman peaks (see Fig.Fig.
4.4–104.4–10) in the ZnO Raman spectrum (AlimAlim  et al.et al., 2005, 2005).
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Figure 4.4–9. Example background Raman spectrum measured from a clean glass
slide. The SiO2 line is dominant at 1100 cm-1 and is still clearly apparent when

measuring ZnO particles on the slide as seen in Fig. Fig. 4.4–84.4–8 (b) (b).
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Figure 4.4–10. Example range of ZnO Raman spectra obtained from the
measurement grid used on sample C4 (ref. Fig. Fig. 5.4–15.4–1). The plot shows the limits

from all of the 961 individual spectra measured from the grid positions. The Stokes
peaks used to distinguish ZnO particles from background in the resulting data maps
are marked at 435, 1613 and 1724 cm-1 respectively. Note that these latter two peaks
are found to be associated with the ZnO particles only in these impaction samples,

and did not appear in the spectra from powder well samples. Therefore they may be
related to some surface contaminant on the ZnO particles picked up during the

sample aerosolisation, impaction or subsequent handling of the sample.

The image processing package ‘Fiji’ (distribution of ‘ImageJ’ – AbràmoffAbràmoff  et al.et al., 2007, 2007)
was used to process the microscope images, to produce Raman contour maps, and to
carry out counting and sizing analyses. Counts were also performed by eye with the aid
of a cell counter plug-in to mark particles and keep track of counts. The results of this
manual  count  were  compared  to  those  obtained  with  the  semi  automated  process.
Software analysis involved processing and thresholding the images to allow a particle
analysis algorithm to distinguish and demarcate particles from background. Firstly the
scale is measured off the image and applied to the image such as to provide the software
with a conversion from pixel values to distance in micrometres. The full field of view of
the particles is then selected, and a 4 pixel median filter is applied to smooth out noise
and  artefacts  while  retaining  the  edge  sharpness  of  the  particles.  The  contrast  and
brightness of the image is optimised before converting it to 8-bit greyscale. A threshold
is  then  applied  to  create  a  binary distinction  on the  image between “particles”  and
“background”. The resulting image is then selected again and Fiji’s “Analyze Particles”
routine can then be run with the necessary restrictive parameters on acceptable limits of
particle size (e.g. 0.35 – infinity µm2) and circularity (defined as 4π{area/perimeter2} –
e.g. 0.1 – 1). The output can then be set to display the measured outlines of particles as
well as measured counts, sizes and other parameters. For the purposes of this study it
was decided to use the measured area and convert it to a single, circular equivalent size
parameter  “dequiv”.  Counts  and  sizing  were  compared  between  the  Raman  and
microscopy data. In the case of optical microscopy results, this routine will characterize
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any and all particles visible on the substrate. However, when the same routine is utilized
on Raman maps,  it  can  be  used  to  measure  only the  particles  of  interest  from the
relevant Raman peak(s). An overview of the entire process is presented in Fig. Fig. 4.4–114.4–11.

 In this proof of concept study, we examine ZnO particles on a glass substrate that gives
a significant Raman background (see  Fig.  Fig.  4.4–94.4–9), on which the ZnO signal has to be
positively identified. This allows us to assess the effectiveness of the Raman data in
measuring the size and number of particles present by direct comparison to the optical
microscopy results. The validation approach employed for this study requires the case
where the compound of interest is optically distinct from the background, such that the
data  can  be  correctly  correlated  between  the  Raman  and  optical  microscopy  data.
However the optical microscopy data is not in general required and therefore is not a
limitation on the applicability of the overall approach.
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Figure 4.4–11. Overview of the routine used to process microscopy and Raman
images starting from the top left. The same example data set is shown to illustrate

each step.
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4.5. Surface sensitive heterogeneous nucleation

4.5.1. Surface sensitivity
The different regimes of nucleation discussed in Section 3.3 are summarised in Fig. Fig. 4.5–4.5–
11 below. In supersaturated conditions the new phase can form spontaneously within a
single  component  system  (homogeneous  nucleation).  At  lower  saturation  levels
nucleation can still  form on a seed material  due to the reduction in the free energy
barrier by a factor  f(θ) (heterogeneous nucleation). In highly saturated conditions, as
usually used in CPCs, the probability of heterogeneous nucleation will be close to 1 and
will be independent of the seed particle size above a certain cut-off size (dmin). However
here we also consider the case of much lower saturation conditions, close to the onset of
heterogeneous nucleation. In this case the probability of nucleation will now exhibit a
square dependency on particle size – i.e. it is surface area sensitive.

To experimentally test for the surface area controlled nucleation regime, a surface area
sensor was developed to allow fine control over the saturation conditions. The sensor
consists of a saturator to create a fluid vapour from dimethyl benzene-1,2-dicarboxylate
(DBD), a condenser to form the saturation conditions, and an optical particle counter to
count  the  DBD  droplets  formed  on  seed  aerosol  particles  fed  in  at  the  inlet.  The
condenser was made of a 150 mm long stainless steel tube, with a 6.7 mm ID, with the
temperature  controlled  either  with  a  fan  (initially),  or  with  a  Peltier  thermoelectric
cooler for finer control. Porous silica (pore diameter 2.5 μm) soaked with DBD was
heated in the saturator by an electrical heater. The finer details cannot be revealed here
due to their commercial sensitivity.

The sensor can be operated as a normal CPC at higher saturation conditions. However,
here it is used at much lower saturation conditions to probe for a surfacing response.
The  level  of  saturation  of  DBD  was  controlled  by  varying  the  temperature  of  the
saturator. 

To test the response of the surface area sensor, monodisperse fractions of a generated
aerosol  selected  by the  planar  DMA are  fed  to  both  the  surface  area  sensor  and a
reference CPC as shown in Fig. Fig. 4.5–24.5–2.
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Figure 4.5–1. Schematic of nucleation zones at various deviations from
equilibrium.§
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The probability of heterogeneous nucleation was calculated as the ratio of the counts
measured by the surface sensor to the number measured with the Grimm CPC. The
saturation  ratio  was  calculated  using  the  finite  element  software  COMSOL
Multiphysics®. The physical properties of DBD were taken from Berger et al. (20022002).

4.5.2. Testing the principle
Examples of the change in nucleation response with reduced saturation ratios are shown
in  Fig.  Fig.  4.5–34.5–3. Conventional heterogeneous nucleation shows little dependency on the
seed particle size above a sharp cut-off. However, reducing the saturation conditions
reveals a square response against particle size. The position of this response can be seen
to  depend  both  on  the  saturation  ratio  chosen  and  on  the  type  of  aerosol  particle
measured.  This  is  due  to  the  surface  chemistry  of  the  different  components  which
influence f(θ).
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Figure 4.5–2. Schematic used for testing the response as a function of size of the
surface area sensor compared to a reference CPC. S – saturator, C – condenser, OPC

– optical particle counter. The particle charger can be either a radioactive source
such as Am-241 or a corona charger as shown here. The working fluid used in the
saturator is dimethyl benzene-1,2-dicarboxylate (DBD), and the OPC is an off-the-

shelf device (RNet, Particle Measuring Systems Inc.).
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It  is  therefore  a  requirement  of  this  technique  to  first  make  measurements  of  the
nucleation probability for the aerosol that is to be tested, and thus find the requisite
saturation conditions necessary to  produce a surface sensitive response.  This  can be
done by comparing the counting efficiency as a function of size for the surface sensitive
device to that given by a CPC (assumed to have a counting efficiency of 1 above the
cut-off size). It is also evident that both the condenser and saturator temperatures need
to be well controlled in order to provide a repeatable response.

4.5.3. Surface area prototype
Following successful demonstration of the surfacing principle, the surface area sensor
was incorporated into a prototype device. This utilises a corona particle charger as well
as the planar DMA as a sizing front end to provide a complete package for measuring
the  surface  area  distribution  of  nanoparticle  aerosols.  The  final  prototype  device  is
shown in Fig. Fig. 4.5–44.5–4.
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Figure 4.5–3. The probability of heterogeneous nucleation vs. aerosol particle size.
Fully developed heterogeneous nucleation with a high saturation ratio as used in

CPCs is shown for reference with black triangles and a solid line. The surface
controlled regime using a much lower saturation ratio as measured with DBD

working fluid is shown for Cr2O3 and NaCl particles under different conditions of
saturator/condenser temperatures. “Amb.” indicates a condenser temperature held at

instrument ambient with a fan. The lower set in this case (green diamonds) have
been measured after a longer period of operation and therefore with a higher

instrumental ambient temperature. The 40°C condenser temperature data have been
controlled with Peltier thermoelectric heaters/coolers. Square response fits are

shown with dashed lines.
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4.5.4. Calibrating the surface area prototype
One of the biggest challenges in developing an online aerosol surface area sensor is the
lack of a reliable reference technique.  Due to the different particle loss mechanisms
associated  with  DMA/SMPS-like  systems  they  are  difficult  to  calibrate  from  first
principles. Also, as there is no prior technology considered reliable for the measurement
of aerosol surface area distributions in situ, it creates a problem for finding a reference
method  or  instrument  for  this  technique.  At  larger  sizes,  spherical  particles  (e.g.
polysterence-latex  or  liquid  droplets)  could  be  used  and  referenced  to  SMPS
measurements  from which  the  surface  area  distribution  can  be  correctly  calculated
based  on  the  spherical  particle  assumption.  However,  as  both  techniques  rely  on
electrical  mobility  (DMA)  techniques  for  sizing,  they  both  suffer  complications  of
multiple charging at these sizes. At smaller sizes however (e.g. < 100 nm), it is more
difficult to generate a source of reliably spherical particles.

Therefore a first step / approximate calibration has been employed here. This interim
approach adjusts the overall surface area concentration (distribution height / total area)
with a linear correction and was undertaken as follows. A calibrated SMPS was used as
a  reference  device.  Particle  size  distributions  were  generated,  stabilised,  and  split
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Figure 4.5–4. Surface area prototype instrument during testing. The y-splitter
visible at the inlet is providing an equal aerosol split between the prototype

instrument and in this case a Grimm CPC at the edge of the field of view to the
right. The condenser temperature is controlled by the temperature controllers to the
left of the main screen whereas the saturator temperature is controlled via the main

software interface operated through the touch panel.
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equally  between  the  surface  area  device  (surface  area  sensor  plus  DMA)  and  the
reference  SMPS.  The  distributions  from  the  reference  SMPS  were  converted  to
calculated surface area distributions assuming spherical particles. A correction factor is
then calculated to adjust the measured total surface area (integrated distribution) to be
the same as the reference calculated total surface area. It is a simple linear correction to
the overall  height of the distribution,  to approximately account for the losses in the
system, but has no effect on the shape of the distribution.  Clearly this  is  of limited
validity if  the particles  are  not  spherical,  as  other  particle  shapes,  especially fractal
structures, could have considerably higher surface areas. However, this correction will
still go some way towards correcting for losses in the system (e.g. charging efficiency
and particle losses to tubing walls due to diffusion or inertial effects). These need to be
taken into account as in an SMPS system and will set a lower boundary limit on what
the true surface area is. 
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5.1. Differential mobility analyser

5.1.1. Comparison of theory to data
Experimental  results  (data  points)  are  compared to  theoretical  curves  (lines)  at  five
different flow rates in  Fig.  Fig.  5.1–15.1–1 below. Theoretical data were calculated according to
Equation  24 with  NTP (normal  temperature  and pressure,  20  °C and 101.325 kPa)
system parameters.
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Figure 5.1–1. Theory (lines) compared to experiment (data points) for different values
of sheath (Qsh) and aerosol flow (Qa). Experimental data is shown for peak positions of
the selected distributions both for generated soot and atmospheric aerosol (AA). Mean

positions (d50 size value) are also shown for some of the soot data in cases of wider
distributions (lower Qsh, larger σg). Example theoretical curves are shown based on

different values in the literature for the slip correction factor coefficients (Eq. 25). T1
from Allen and Raabe, (19851985), T3 from da Roza (19821982), and T5 from Rader, (19901990).
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5.1.1.1.  Discussion

The data shown in Fig. Fig. 5.1–15.1–1 appear to be somewhat similar to theory at all flow rates,
apart from the case where the two flow rates are equal at ~0.95 l/min. However in all
cases, at higher voltages and particle sizes, the experimental data increasingly diverges
away from theory towards higher voltages or lower particle sizes.

Possible reasons for this divergence could include:

• Spreading of the aerosol flow immediately after the entrance slot along the width
of the separation chamber is not taken into account (see Fig. Fig. 4.1–154.1–15). This would
reduce h to keep the relative areas between the sheath and aerosol flows the 
same as was initially considered. This effect can be modelled and it is planned to
improve the theory with the results of this in the future.

• The details of what happens when the sheath and aerosol flows meet at the 
aerosol inlet and diverge at the aerosol exit, and how this influences the particle 
trajectory across the DMA. It may also be possible to improve our understanding
of this using modelling techniques. It has already been discovered through 
modelling that the aerosol flow is initially “shot” further into the separator at the
inlet and “sucked” out from a greater distance at the outlet effectively decreasing
the vertical distance that the particles are drifted through (see Fig. Fig. 4.1–184.1–18).

• The possible creation of ions in the DMA at high voltages leading to charging 
and de-charging of particles (e.g. singly charged becoming doubly charged and 
doubly charged becoming singly charged). This could be investigated by 
connecting an ion counter to the outlet of the DMA and monitoring the counts in
relation to DMA voltage with an ion free air flow into the DMA.

• Changes in the flow meter calibrations due to pressure, temperature, and carrier 
gas type. The pressure response of the aerosol flow meter (differential pressure 
transducer) has been investigated. Further investigation of both types of flow 
meter response may be required in the future.

• Problems with the reference Grimm SMPS instrumentation. Concerns include 

incorrect charge distribution correction due to not using the Grimm neutraliser, 
whether the high particle size cut-off impactor at the DMA entrance is effective 
for our low density soot agglomerate particles, and inconsistencies in data 
obtained with different wait times between scans. Investigation of the data from 
this instrument is ongoing.

• Broader (higher σg) DMA cuts being overly affected by the soot source 
distribution shape. This effect can be diminished by using a wider source and/or 
changing the source appropriately for each data point.

• It has been assumed that the reference method provides correct sizing data.
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5.1.2. Parameterised fit
5.1.2.1. Introduction

Due to  the  difficulties  encountered  in  defining  the  precise  form that  the  theoretical
equation should take in order to give a good fit across a broad range of flows, it was
decided to create a parameterised fit to experimental data. Good results were attained
with a power law fit with voltage as a function of particle diameter, with the coefficient
and power of this equation taking the form of quadratic functions of the sheath flow
rate.

The current form of this expression is as follows:

V (kV) = C.dp(nm)P
(29)

For each set of flow rates a power fit is made to the resulting V vs. dp data. The set of
constants (C) and powers (P) corresponding to a set of flow rates is then analysed to
look for a correlation between these parameters and the chosen flow rate values. The
best correlation was found to relate to the sheath flow with the following polynomial fit
equations:

C = 1.5907E-04x3 – 1.4998E-03x2 + 3.8620E-03x – 1.7429E-03 (30)

P = 0.10883x2 – 0.32083x + 1.71621 (31)

 (where x = Qsh in l/min)

5.1.2.2. Fits

In the below graphs (Fig. Fig. 5.1–25.1–2), the power fit is compared to experimental data and R2

values have been calculated. In  Fig.  Fig.  5.1–35.1–3 an example comparison is shown between
theoretical and parameterised curves along with experimental data. The data indicates
peak positions from atmospheric aerosol.
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Figure 5.1–2. Parameterised fit (lines) compared to experiment (data points) for a
range of sheath (Qsh) and aerosol (Qa) flows.
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5.1.2.3. Discussion

The fits are all quite good as expected as the fit formula was generated from this data.
However the universality of this formula is highly doubtful, and such it will likely be
more  limited  in  its  applicability  compared  to  a  theoretical  fit.  To  check  how  well
behaved the fit function is, it has been plotted against a range of sheath flow values in
Fig. Fig. 5.1–45.1–4 below.
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Figure 5.1–3. Comparison between experimental data, theory, and parameterised
fits at Qsh = 3 l/min and Qa = 0.3 l/min.

Figure 5.1–4. Parameterised fit function plotted against a range of sheath flow
values.
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It is apparent that this fit function is very smooth across the majority of the range of
parameters considered. There is a “crinkle” in the surface function at the top right of the
figure towards the highest flow rates and particle sizes considered. However in practice,
this DMA has been developed to work with a 6 kV high voltage supply, and therefore
this region is not attainable (and hence lower flow rates are required to reach particle
sizes above ~300 nm). Another issue is the dependence of the performance of the DMA
on the charge distribution which will depend on the charging device used. The charge
distribution should not have much effect on the sizing of a DMA at smaller sizes (<<
100 nm). However as the particle size increases, multiple charging effects can become
more significant,  which can start  to  distort  the shape and mean size of the selected
distribution. Ideally, at least at higher sizes, the calibration will have to be defined with
a particular charging device. Alternatively, multiple charge corrections can be calculated
to deconvolute the data, but again, these corrections would have to be defined for a
particular charge distribution (e.g.  usually these corrections are applied assuming an
equilibrium bipolar charge distribution as attained from a radioactive neutraliser).

5.1.2.4. Final Expression

The above expression can be seen to work quite well across a limited set of flow rates.
However, as it exhibits no dependency on the aerosol flow rate, it is not likely to work
well  across a broader range of cases where the aerosol flow makes up a significant
proportion  of  the  total  flow  rate.  Ideally  an  instrument  calibration  should  work
reasonably well across the full range of flow rates available and all points in between,
not just those that have been tested and calibrated to. As the number of different flow
rates increases,  it  becomes increasingly difficult  to find a parameterised fit  that still
gives reasonable accuracy across the range. Ignoring one of the flow rates (e.g. keeping
Qa fixed)  would  allow  for  a  reasonable  approach  to  fitting  the  remaining  three
parameters (e.g. fitting software can be used to determine a three dimensional surface
fit).  However,  given the  complexity involved in  fitting  all  four  parameters  at  once,
refinement of theoretical expressions is considered more likely to successfully yield a
general solution.

Courtesy  of  consultations  with  another  aerosol  scientist;  Ajaya  Ghimire  of  Particle
Measuring Systems Inc., a theoretical model was found which gave broadly acceptable
results and particularly in the main flow range of the planar DMA considered to be most
useful (Qa from 0.1 to 0.3 l/min and Qsh from 1 to 3 l/min). Upon analysis the important
distinctions this model had from that given above were as follows:

• Simpler geometrical model with no height corrections for initial flow boundaries
as were calculated in Equation (28). i.e. H is simply taken to be H = y.

• The result  of Equation (24) can be quite sensitive to the particular choice of
some constants (mean free path  λ and air viscosity  η) which can vary slightly
depending on the source material referenced. This can be seen to some extent in
the different theoretical lines presented in Fig. Fig. 5.1–15.1–1. The final parameters found
to work best were taken from Hinds (19991999).

5.1 119



Chapter 5. Results and discussion

5.1.3. Comparative performance measurements
5.1.3.1. Introduction

The planar DMA presented here was further developed and commercialised by Naneum
Ltd. as the Nano-ID® PMC500 Particle Mobility Classifier. This formed the foundation
of the first portable SMPS system – the Nano-ID® NPS500 Nanoparticle Spectrometer.

The main components of the NPS500 include the planar DMA, a miniature CPC and a
unipolar corona particle charger. Typically SMPS systems utilise a radioactive source as
a particle charger. However these sources carry many legal restrictions with them and
are difficult to re-locate under typical regulatory frameworks. Therefore it is important
for a portable instrument to use an alternative means of charging particles, avoiding any
radioactive elements and X-Ray sources. A corona charger also allows for much greater
charging efficiencies compared to a radioactive neutraliser, however, this will generally
come at the expense of higher multiple charging rates. The incorporated mini-CPC is
also a proprietary Naneum design utilising an organic fluid as the working fluid for
nucleation.  Traditional  CPCs  utilise  alcohol  (usually  isopropanol  or  butanol)  as  a
working  fluid  and  are  notorious  for  creating  associated  fumes  in  the  laboratory
environment. The working fluid used in the NPS500 by comparison, DBD (dimethyl
benzene-1,2-dicarboxylate), is odourless and has a much lower fluid consumption rate
which is useful for extended and untended field campaigns. 

The performance of  the  NPS500 was evaluated  in  comparison tests  at  the  National
Physical  Laboratory  (NPL),  Teddington,  UK.  The  underlying  sizing  and  resolution
performance of this device is defined by the DMA at its heart. Therefore these tests are
hereby presented as a demonstration of the effectiveness of the planar DMA’s design
and performance.

Four different aerosol challenges across different size and concentration ranges were
generated. The resulting distributions as measured by two NPS500 instruments were
compared  to  those  measured  in  parallel  by  a  reference  SMPS,  and  to  the  total
concentration as measured by a reference CPC.
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5.1.3.2. Setup

The test  set  up comprises  three aerosol  generators  in  total  and a  flow maintenance
system enabling the aerosol to be split and delivered to the reference instruments and
NPS500 (Fig. Fig. 5.1–55.1–5). Four different aerosol challenges were generated in all (Fig. Fig. 5.1–65.1–6
(a)(a)). Soot aerosols from a CAST 2, sucrose aerosols from an electrospray, and NaCl or
PSL (polystyrene latex) aerosols from an atomiser. A three way valve is used to select
the source aerosol  and excess  or make-up airflow is  provided as  necessary through
filters. A second three way valve allows the sample flow to be switched to a filtered
output to allow setup changes at the sampling point without destabilising the generator
flows. The sample flow is split four ways to two test NPS500s, a reference SMPS and a
reference CPC (Fig.  Fig.  5.1–65.1–6 (b) (b)). A four way splitter branched the test aerosol into four
flows for the four measurement instruments that were part of the test.  Two NPS500
instruments were compared to the NPL reference SMPS – TSI 3936 consisting of a TSI
3080 electrostatic classifier  and 3775 CPC. A reference total  concentration was also
monitored with a TSI 3022A CPC. Two different DMAs were used on the TSI classifier
to cover the size range required – a nano DMA 3085 (4.4 – 165 nm), and a long DMA
3081 (14 – 673 nm). The NPS500 range is 5 – 500 nm. All the SMPS systems were set
to a 4 minute total scan time which included a 30 second reverse scan in the NPS500 /
down scan in the 3936 to clear  out  particles between scans.  To compensate for the
different flow rates of the instruments involved (0.2 l/min in the NPS500, 0.3 l/min in
the reference instruments) the tubing lengths to each instrument were adjusted to the
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Figure 5.1–5. A four way comparison experimental setup between three SMPS
instruments and a reference CPC. One three way valve allowed for fast selection

between two different test aerosol sources once the generators were stabilised. The
aerosols used were soot from a CAST 2, sucrose from an electrospray and NaCl or

PSL from an atomiser in place of the electrospray. A second three way valve allowed
for either the test aerosol or filtered air to be sent to the splitter and measurement
instruments. Extra exhaust filters were located at the outlet of each generator to

allow venting of any extra pressure. The flow rates and tubing lengths to each of the
test instruments are indicated.
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same ratios as per ISO (ISO 27891ISO 27891) guidelines such that particle losses would be equal
in each case. Before each new measurement, the air source was switched to filtered air
to check that all the particles from the preceding measurement had been cleared away,
and that every instrument read zero correctly.

Figure 5.1–6. (a) Generators setup with the CAST 2 soot generator on the left and
the sucrose electrospray on the right. The filter assembly and aerosol selection valve

is shown in between them held up by clamps. (b) Measurement setup with 4-way
splitter shown at centre leading to the two NPS500s – black cases on left, a reference

CPC – centre right, and a reference SMPS –far right.

5.1.3.3. Results

First  the total  concentrations  measured by each instrument  are  compared across  the
different aerosol types (see Fig. Fig. 5.1–75.1–7 and 5.1–85.1–8 below). For the SMPS instruments, the
measured distributions are integrated to provide a total concentration figure. The CPC
on the other hand is measuring total concentration directly every second, and therefore
this data is simply averaged over each scan to provide a single figure.

Figure 5.1–7. Total concentration measured by each instrument for each scan taken
with sucrose aerosol from the electrospray (left) and soot aerosol from the CAST 2

(right).
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One of the NPS500 instruments (016P) gave faulty readings which were manifested in a
large cut in the data and/or excessive noise levels below ~50 nm. This is evident in Fig.Fig.
5.1–75.1–7 above in the very low concentration readings given for the sucrose aerosol from

this instrument. Therefore the data from this instrument has been omitted from some of
the figures below where it is not considered to provide any meaningful information. In
addition, the TSI SMPS was found to often measure concentrations significantly higher
than those provide by the TSI CPC for the same aerosol.  CPCs provide a far more
direct, and therefore reliable, measurement of concentration. Hence it was decided to
correct the output of the TSI SMPS, such as to give the same overall concentration as
measured by the TSI CPC, and thus provide what is considered to be a more reliable
reference measurement of the distribution. This correction shall be indicated in the data
as “TSI SMPS corrected”.

Comparison data are shown below in Figs.  Figs.  5.1–95.1–9 –  –  5.1–175.1–17 for sucrose, soot, PSL and
NaCl aerosols.
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Figure 5.1–8. Total concentration measured by each instrument for scans 75 – 95.
The aerosol in this case is polystyrene latex (PSL) beads for scans 75 – 85 and NaCl

for scans 86 – 95.
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Sucrose aerosol from electrospray

Peak size
(nm)

Median diameter
(nm)

Geometric mean
diameter (nm)

Concentration
(cm-3)

NPS500 15.0 14.5 14.3 444,791

Reference 16.3 15.6 15.1 378,530

% deviation 8% 7.1% 5.3% 17.5%

Figure 5.1–9. Comparison data for a 15 nm sucrose aerosol comparing NPS500
performance to a reference TSI SMPS averaged over three sequential scans. Data is
shown on a linear-log scale on the left and a log-log scale on the right. Associated

sizing and total measured concentration data is shown in the table with the
percentage deviation of the NPS500 value from the reference value.
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Sucrose aerosol from electrospray

Peak size (nm)
Median diameter

(nm)
Geometric mean
diameter (nm)

Concentration (cm-3)

NPS500 25.7 24.5 24.6 517,989

Reference 26.9 26.6 25.9 496,678

% deviation 4.5% 7.9% 5.0% 4.3%

Figure 5.1–10. Comparison data for a 25 nm sucrose aerosol comparing NPS500
performance to a reference TSI SMPS over a single scan. Data is shown on a linear-log
scale on the left and a log-log scale on the right. Associated sizing and total measured
concentration data is shown in the table below with the percentage deviation of the

NPS500 value from the reference value.

Figure 5.1–11. Comparison data with a soot distribution of peak size ~35 nm from the
CAST 2 generator averaged over three sequential scans. All data is shown as an

example of some of the instrumental errors encountered and shown on a linear-log
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scale on the left and a log-log scale on the right. The curious error demonstrated by
NPS500 016P is seen in the cut in data below 40 nm and excess noise below 20 nm.

The significant over-counting of concentration is evident in the uncorrected TSI SMPS
data. Also, the step response seen near the peak in the TSI data is due to the TSI CPC
in the SMPS switching between single particle counting and photometric mode for

higher concentrations. The concentration of the source aerosol was reduced to avoid
this discontinuity in the following measurement runs.

Soot aerosol from CAST 2

Peak size
(nm)

Median diameter
(nm)

Geometric mean
diameter (nm)

Concentration
(cm-3)

NPS500 41.0 41 41.1 2.91 × 106

Reference 59.4 47.9 45.7 2.62 × 106

% deviation 31% 14.4% 10.1% 11.1%

Figure 5.1–12. Comparison data for a ~50 nm soot aerosol comparing NPS500
performance to a reference TSI SMPS averaged over four sequential scans. Data is
shown on a linear-log scale on the left and a log-log scale on the right. Associated
sizing and total measured concentration data is shown in the table below with the

percentage deviation of the NPS500 value from the reference value.
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Figure 5.1–13. Comparison data for a lower concentration ~50 nm soot aerosol
comparing NPS500 performance to a reference TSI SMPS averaged over three

sequential scans. Data is shown on a linear-log scale on the left and a log-log scale on
the right. In this case both NPS500 readings appear to match better with the

uncorrected TSI reading.

Figure 5.1–14. Comparison data for a larger sized soot aerosol comparing NPS500
performance to a reference TSI SMPS averaged over three sequential scans. Data is
shown on a linear-log scale on the left and a log-log scale on the right. NPS500 016P

appears to be operating without fault above 50 nm.
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Figure 5.1–15. Comparison data for a bimodal soot aerosol comparing NPS500
performance to a reference TSI SMPS averaged over 13 sequential scans. Data is

shown on a linear-log scale on the left and a log-log scale on the right. 
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PSL aerosol from atomiser

Peak size (nm)

200 nm

Peak size (nm)

90 nm

Peak size (nm)

200 nm

NPS500 015P 192.7 NPS500 015P 90.5 199.8

% deviation 015P 3.7% % deviation 015P 0.6% 0.1%

NPS500 016P 207.1 NPS500 016P 93.8 207.1

% deviation 016P 3.6% % deviation 016P 4.2% 3.6%

TSI Reference 194.6 TSI Reference 94.7 194.6

% deviation TSI 2.7% % deviation TSI 5.2% 2.7%

Figure 5.1–16. Comparison data for PSL aerosols comparing NPS500 performance to
a reference TSI SMPS. On the left is shown a measurement of 200 nm PSL while on the

right is shown a measurement of a mixture of 90 nm and 200 nm PSL. Each
measurement is the result of averaging three sequential scans. Positions of the main

peaks are compared in the table. In this case all instruments are compared to the
expected PSL positions of 200 and 90 nm respectively.
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Figure 5.1–17. Comparison data for NaCl aerosols comparing NPS500 performance to
a reference TSI SMPS. Two example measurements are shown, each the average of

two sequential scans.

5.1.3.4. Discussion

Comparisons were carried out with a reference SMPS and CPC. Sucrose, soot, PSL and
NaCl  aerosols  were  generated  in  the  size  range  from  5  nm  to  500  nm  and  the
concentration range from 103 to 106 cm-3. The stability of the measurement instruments
was  investigated  in  a  series  of  scans  of  the  same  aerosol  and  was  found  to  be
sufficiently stable to enable reliable data on size distributions to be obtained. For each
size,  several  scans  (normally  3  to  5)  have  been  recorded  for  the  NPS500  and  the
reference  SMPS.  The  repeatability  of  the  data  on  size  distributions  was  good  and
variation of distribution parameters was less than or equal to the difference between the
reference and the NPS500. 

Clearly there is a significant issue with NPS500 016P in the lower size range below 50
nm.  Such  small  charged  particles  are  particularly  sensitive  to  electric  fields,  and
therefore likely explanations for the error include a contaminant / charge build-up in a
part of the flow system or a faulty corona charger. The additional noise at the smallest
sizes is perhaps more suggestive of the latter as breakdown in the corona can lead to
particle generation in the few nm size region. It is also apparent that the reference SMPS
is not a reliable measure of total concentration as compared to the reference CPC. This
is not particularly surprising as it is widely accepted by aerosol scientists that SMPS
instruments are rarely very accurate as a measure of concentration (e.g.  AsbachAsbach  et alet al.,.,
20092009), although possibly the magnitude of the offset seen in some cases here is larger
than would be expected. However, the approach taken here of correcting the reference
concentration  to  that  obtained from the  CPC is  considered  acceptable  and provides
independent measures of size and concentration. Note that as the CPC will count all
particles above its lower size cut-off, this correction is only valid in the case when the
entire distribution is  contained within the size range of the SMPS (i.e.  there are no
particles that cannot be measured in the SMPS but are still counted in the CPC). This
appears  to  be  a  safe  assumption  in  most  cases.  Although  in  some  of  the  soot
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distributions (Figs. Figs. 5.1–125.1–12 –  – 5.1–155.1–15), the tail to smaller sizes is cut-off in the reference
data due to the use of the TSI long DMA with a lower size limit of 14 nm. Therefore, in
these cases the adjustment to CPC may be slightly under-correcting the data.

An extremely good agreement is seen between NPS500 015P and the reference data in
both the sucrose aerosol examples, both in sizing and concentration. Therefore a fully
functional NPS500 is clearly capable of providing reliable data in this range.

Data from the soot aerosol provide slightly more mixed results. At the lower size range
there is generally reasonable agreement between NPS500 015P and the corrected SMPS
results. Although at the lowest concentration measured here (Fig.  Fig.  5.1–135.1–13) the NPS500
measures significantly higher concentrations more in line with the uncorrected reference
SMPS results than those from the CPC. However at larger sizes (Fig. Fig. 5.1–145.1–14), there is a
noticeable offset between the distributions measured by the NPS500 compared to the
reference.  This  is  likely  due  to  a  combination  of  multiple  charging  and instrument
saturation effects. Multiple charging will shift the apparent size distribution to smaller
sizes compared to the singularly charged case and is significant for these larger particles
>  100  nm.  The  TSI  reference  instrument  includes  a  correction  algorithm  for  this
phenomenon  to  shift  the  distribution  back  to  larger  sizes  to  reflect  an  idealised
singularly charged measurement. The NPS500 does not make such an adjustment and
therefore some offset at larger sizes will always be expected. In addition, at these larger
sizes,  the concentration measured here is  close to  the saturation level  of the optical
particle counter used in the NPS500 (which does not have a photometric mode). Due to
the  much  higher  diffusion  losses  and  lower  charging  efficiency  for  smaller
nanoparticles, the saturation level in SMPS instruments is higher at smaller sizes < 100
nm than at larger sizes, and increases sharply at the lower end of the scale < 20 nm.
Therefore a saturated distribution will appear to be shifted towards smaller sizes. The
bimodal  distribution (Fig.  Fig.  5.1–155.1–15)  is  much  less  clearly  resolved  in  the  NPS500
compared to the reference data.  Again this is likely due to a combination of multiple
charging and saturation effects as discussed above. It is evident that the smaller sized
peaks are in reasonable agreement whereas the larger sized peak is shifted to smaller
sizes in the NPS500 compared to the reference. This result in the peaks appearing closer
together and are therefore less clearly distinguished.

The PSL data (Fig. Fig. 5.1–165.1–16) is particularly revealing due to its monodisperse nature. The
sizing from all instruments is quite impressive with just a small offset between the two
NPS500 instruments falling either side of the TSI SMPS data. In this case the sizes
taken from the PSL particles serve as a better reference for all the sizing instruments as
this is commonly how such instruments are calibrated. The average sizing offset of the
NPS500 data is 2.6% and for the TSI SMPS it is 3.5%. Multiple charging is less of an
issue  for  comparison  of  sizing  here  as  it  manifests  itself  as  clearly  distinguished
secondary peaks due to the monodisperse aerosol rather than a shift in the distribution as
seen for polydisperse aerosols. Multiple charging is more evident to the left of the main
peaks as would be expected, whereas the additional larger sized peaks in the reference
data may be artefacts as a result of the multiple charge correction assuming that some
portion of the main peak is a multiple charged contribution from larger sized particles
which  do  not  exist  here.  The  NPS500  measured  considerably  lower  PSL  peaks
compared to the reference data. The consistency of this result is suggestive of a lower
sensitivity of the DBD working fluid used in the NPS500 to PSL particles. This is a
problematic  issue  with  using  DBD  due  to  the  widespread  acceptance  of  PSL as  a
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calibration  particle  in  the  aerosol  science  industry.  However  it  is  of  little  practical
concern  in  the  field,  as  it  is  not  a  material  ever  likely  to  be  encountered  in  any
occupational or environmental measurements.

Although it is not shown in the PSL data, both the PSL and NaCl data (Fig. Fig. 5.1–175.1–17), and
indeed any measurements from an atomiser using water based suspensions or solutions,
show much higher counts at the lower size range compared to the reference instrument.
It is considered that this may be due to higher sensitivity of the DBD working fluid to
ultra-fine  contaminants  in  the  deionised  water  used  compared  to  the  isopropanol
working fluid in the TSI instruments. It is very difficult to remove all contaminants in
this  size  range  even  in  the  highest  grade  water  available.  Indeed,  the  reference
measurement for PSL also showed a broadly increasing distribution towards small sizes,
which was of a similar or larger magnitude to the main PSL peaks by the time it was
cut-off  at  the lower size limit  of  the  long DMA at  14 nm. Although it  was  not  as
significant as the NPS500 data which is measuring down to 5 nm, it is suggestive that
there is some true contaminant being measured here.

In the NaCl data (Fig.  Fig.  5.1–175.1–17) there still  appears to be an offset at larger sizes that
cannot be explained by any small contaminants. Possibly this is due to changes in the
aerosol structure occurring in the different charging mechanisms used in front of the
DMAs (bipolar radiation based neutraliser in the reference line compared to unipolar
corona based charger in the NPS500), or due to a remaining water layer on the NaCl
after the drier being affected by the different temperature/humidity conditions in the
different instruments. 

5.1.3.5. Conclusions

The first portable SMPS-type instrument, the Nano-ID® NPS500, has been tested and
compared with a traditional reference SMPS using various aerosols within a range of
sizes and concentrations.

In general distributions measured with the NPS500 are roughly in accord with those
from the concentration corrected reference SMPS, with a very good match obtained in
some cases at smaller sizes. SMPS instruments, which involve a complex pre-stage to a
CPC, are generally not as reliable measures of total concentration as CPCs themselves,
while CPCs are considered to be accurate within about 20% when calibrated. Therefore,
to get two SMPS instruments of completely different design agreeing well within 20%
can be quite challenging. Especially in this case where the working fluids used by the
underlying CPCs are quite different. This is perhaps one reason why the aerosol science
industry has traditionally been conservative in its  choice of working fluid materials,
mainly sticking to isopropanol, butanol and water.

The sizing agreement between the NPS500 and reference instrument is exceptionally
good for the sucrose distributions. For larger sized polydisperse aerosols, the agreement
between  the  NPS500  and  reference  instrument  is  not  so  good  due  to  the  different
particle charging characteristics.

In particular it is worth highlighting, as evident from the PSL data, that the underlying
sizing  performance  of  the  NPS500  matches  very  closely  with  the  reference
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DMA/SMPS. This demonstrates that the offsets seen at larger sizes are mostly due to a
lack of a multiple charge correction algorithm in the NPS500, as well as some influence
of saturation effects at higher concentrations. The good sizing accuracy and resolution
performance confirms the success of the developed portable planar DMA at its heart.
This  is  testament  to  the sizing performance and reliability of the planar  DMA as a
nanoparticle sizing device.

5.2. Zn and ZnO nanoparticle generation

5.2.1. Zn generation
5.2.1.1.  Results

The  first  stage  of  the  ZnO generator  was  initially  tested  independently  to  confirm
successful generation of Zn particles, and to study the trend in the size distribution with
increasing  furnace  temperatures.  Example  distributions  as  measured  with  a  Grimm
SMPS are shown in Fig. Fig. 5.2–15.2–1.

Figure 5.2–1. Change in generated Zn aerosol with increasing furnace temperature.
T1, T2, T3 and T4 are approximately 540, 575, 580 and 595 °C respectively.

At lower temperatures a small size mode at ~6 nm first appears. It should be noted that
this SMPS system is not considered to be reliable in this size range (e.g. the 5.5 nm
channel is always lower than the 6 nm channel) and so the modal size may be even
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smaller than this. As the furnace temperature is increased, a second mode at ~80 nm
appears, and, as the temperature is increased further, the smaller sized mode dies away
completely leaving only the 80 nm mode.

This  behaviour  is  rather  curious.  There  are  two  distinct  modes.  Increasing  the
temperature of the generator decreases the small particle mode and increases the large
particle mode. We would usually expect the size of particles to gradually increase with
temperature as more vapour is produced. 

In addition to the SMPS measurements, Zn deposits were collected and analysed by
TEM at  the  Natural  History Museum,  London,  in  conjunction  with  collaborators  at
Imperial  College  London.  This  allows  us  to  also  consider  the  morphology  of  the
generated particles and the results are shown in FigFigss. . 5.2–25.2–2  –  5.2–45.2–4.

Figure 5.2–2. TEM images of generated Zn particles showing a broad range of sizes
and morphologies with many smaller particles visible in the left hand image while

those on the right are mostly larger and in a more agglomerated state.

Figure 5.2–3. Also seen are highly regular spherical Zn particles of ~100 nm. A
detailed view of a larger agglomerate is shown on the right.
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Figure 5.2–4. At higher TEM magnifications numerous smaller particles of 10 nm or
less are just about visible.

5.2.1.2. Zn TEM discussion

In the TEM images two groups of particle morphologies and two groups of dominant
sizes are  evident.  There are  particles of mixed morphology and size in  FigFigss.  .  5.2–25.2–2,
many roughly spherical particles close to 100 nm in Fig. Fig. 5.2–35.2–3, and particles < 10 nm
just  visible  in  the  background  of  Fig.  Fig.  5.2–45.2–4.  The  two  distinct  morphology  groups
suggest two different mechanisms of particle formation are at play. From homogeneous
nucleation theory (e.g. Fletcher, 1962Fletcher, 1962), the free energy of embryo formation of spherical
and crystalline particles are different. This also suggests different underlying physics at
work. To gain a better understanding of this, COMSOL Multiphysics® finite element
software was employed to model the Zn vapour supersaturation in the generator oven
(Fig. Fig. 5.2–55.2–5).

Nucleation from a gas phase is controlled by the ratio of the partial vapour pressure of
the nucleating material  p to its equilibrium pressure  pe and is known as the saturation
ratio  (S =  p/pe).  The  saturation  ratio,  or  similarly  the  supersaturation  (S −  1),  are
measures of the degree of deviation from the equilibrium condition (p = pe). 
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The  calculated  saturation  ratio  around  the  region  of  the  Zn  powder  and  extended
downstream in the oven is shown in Fig. Fig. 5.2–65.2–6. In Fig. Fig. 5.2–75.2–7 a sectioned line plot from
the marked position in  Fig.  Fig.  5.2–65.2–6 shows the profile of the saturation ratio going from
the centre out to the wall of the furnace tube. 
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Figure 5.2–5. Internals of the Zn generator furnace and coordinate setup for
modelling. 
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5.2.1.3. Zn summary

In  summary;  Zn  nanoparticle  aerosols  were  successfully  produced  and  analysed  by
SMPS  and  TEM.  A range  of  sizes  and  morphologies  were  observed  showing  a
dichotomy  of  aerosol  distribution  modes  produced  and  two  divergent  morphology
groups.  It  is  hypothesised  that  a  range  of  saturation  conditions  leading  to  different
nucleation pathways is the cause of these observations and modelling of the saturation
within the furnace supports this idea. This work could be extended to better correlate
particular TEM images with the modes seen in the SMPS. However this would be a
divergence from our main task, which is to build a ZnO generator. The first step of
which has now been shown to be operational.

5.2.2. ZnO generation
5.2.2.1. Results

Following the successful operation of the Zn stage of the generator, the complete system
was tested for its ability to generate ZnO particles. Again the output of the generator
was measured with a Grimm SMPS, and some example distributions are shown in Fig.Fig.
5.2–85.2–8.
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Figure 5.2–7. Plot of saturation distribution within the Zn furnace at the y-
position marked in Fig. Fig. 5.2–65.2–6. 
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Figure 5.2–8. Example aerosol distributions measured from the ZnO generator with
a Zn furnace temperature of 450 °C and a ZnO furnace temperature of 300 °C.

With the oxidation stage, distributions of ~20 – 30 nm are produced which are quite
distinct from the Zn distributions seen previously. Apart from the clear size difference,
the distributions are much narrower than those seen for Zn. The appearance of these
distributions coincides with increasing the oxidation temperature (second furnace stage),
and it was not possible to reproduce these distributions without the air (oxygen) intake.
In  addition,  the  particles  produced  following  the  oxidation  stage,  mainly  visible  as
build-up  in  the  generator  and  downstream  tubing,  were  white.  This  is  very  much
indicative of ZnO compared to the black/grey colouration of Zn.

5.2.2.2. Discussion

The  correlation  of  different  aerosol  distributions  produced  with  the  oxidation
parameters, and visible “white” build-up in the generator, provides good evidence that
ZnO  is  successfully  being  produced.  It  was  envisioned  that  TEM  and  further
verification of the ZnO would be carried out in collaboration with Imperial  College
London. In addition, it was hoped to employ the isotopic labelling expertise of Imperial
in  conjunction  with this  generator  to  allow the  nucleation  of  labelled particles  of  a
variety of sizes. This would then be an extremely useful aerosol source for investigating
ENP  aerosols,  especially  for  toxicological  studies  where  ZnO  particles  could  be
extracted from various organic tissues, and the source and pathways could be tracked by
the inscribed Zn isotope ratios. Unfortunately due to personnel changes at Imperial this
collaborative work is still outstanding.
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5.3. Raman spectroscopic characterisation of ZnO and 
CeO2 nanoparticles

5.3.1. Results
All seven PROSPEcT ENP powder samples (see Table Table II) were analysed by both a Dilor
Remote  Raman  Microscope  and  an  Ocean  Optics  QE  miniature  desktop  Raman
spectrometer. Only data from the Ocean Optics system are presented here for clarity
with the ZnO samples shown in Fig. Fig. 5.3–15.3–1 and the CeO2 samples shown in Fig. Fig. 5.3–25.3–2.

All of the ZnO spectra are rather similar with the well known characteristic peak at 440
cm-1 most clearly significant. Apart from small changes in peak height ratios, the stand-
out individual characteristics are strong peaks at 1305 and 1450 cm-1 in the hydrophobic
coated Z-COTE HP1 sample. In addition, the peaks are less prominent in the Microsun
ZnO sample which also exhibits a much reduced broad feature in the 1100s cm-1 range
compared to the other samples.
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Figure 5.3–1. Comparison of Raman spectra for the different ZnO samples
analysed. Each spectrum is an average of 2 – 4 measurement runs.
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In the CeO2 results, the main 470 cm-1 peak is particularly dominant across all samples.
The  prominence  of  some  of  the  peaks  changes  across  the  different  samples,  most
notably for the 728 cm-1 peak. There is potentially also a peak at 1050 cm-1 which is
only clearly distinguishable in the Ceria Dry sample.

5.3.2. Discussion
The main ZnO peaks seen at ~330, 380 and 440 cm-1 are in line with expectations for
ZnO from the literature (e.g. Khan Khan et alet al., 2005., 2005; DongDong  et alet al., 2006., 2006). Although they are on
average a few cm-1 higher suggesting that the Ocean Optics system may have benefited
from  a  calibration  routine  before  the  measurements  (the  Dilor  system  is  routinely
calibrated to a silicon peak position and indeed the measured peak positions it reported
were slightly lower). There may also be potential to distinguish different forms of ZnO
ENP, especially those that include additional components or coatings.

The main peak seen for the CeO2 samples at 470 cm-1 is also clearly indicative of CeO2,
although again this is slightly higher than expected from the literature (~464 cm-1, e.g.
SpanierSpanier  et alet  al.,  2001., 2001;  WangWang, 2001, 2001;  ZhangZhang  et alet  al.,  2002., 2002;  KostićKostić  et alet  al.,  2007., 2007;  Li  Li  et alet  al.,.,
20102010).  There  may be  some possibility  to  distinguish  different  sample  sources  here,
however, any differences such as the strength of the 728 cm-1 peak or possible 1050 cm-1

peak, are subtle, and would be difficult to reliably detect. Clearly any change would
have to  relate  to some underlying physical  restriction on the vibrational  modes,  for
example relative peak height changes could relate to the structure being more crystalline
or disordered in nature. Changes in structure can also start to reveal themselves when
nanoparticles are made very small. For example, the main CeO2 peak has been shown to
broaden with decreasing particle size (Wang, 2001Wang, 2001;  Zhang Zhang et alet al., 2002., 2002). However, the
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Figure 5.3–2. Comparison of Raman spectra for the different CeO2 samples
analysed. Each spectrum is an average of 2 – 3 measurement runs.
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sizes below which such effects start to become noticeable (~20 nm) are not commonly
encountered.

5.3.3. Conclusions
Raman spectroscopy has been demonstrated to be effective at identifying ENP samples
even with compact  and easy to  use  miniature desktop systems.  Spectral  differences
between the different sample sources of each compound are found to be minimal. This
is not surprising given that there is no difference expected in the underlying molecular
structure. However, additional peaks are visible in the case of the coated ZnO sample Z-
COTE HP1. Although perhaps unsurprising, this is interesting and stimulates further
consideration of the possibilities presented by molecular tagging of ENP. The use of
additional  inactive  compounds  as  additives  could  be  used  as  a  means  to  track  and
regulate the passage of ENP through industry, applications and as end-of-life pollutants.
Although  suitable  tagging  compounds  would  need  to  be  developed  to  be  clearly
identifiable in spectra, resistant to breakdown in application, and having minimal effect
on the desired ENP properties.  It  is  for these reasons that  the elsewhere considered
isotopic  labelling  of  ENP  (Larner  Larner  et  al.,et  al., 2012 2012)  can  be  considered  advantageous,
although requiring more expensive techniques to detect.

5.4. Quantitative Raman spectroscopic mapping of 
aerodynamically size selected samples

5.4.1. Results
An experiment was conducted in four stages. First, aerosols were generated from a ZnO
powder; see  Fig.  Fig.  4.4–54.4–5. Second, airborne particles of ZnO were collected onto glass
slides. After that, Raman spectra of slides containing ZnO particles were recorded. And
finally, data were analysed. 

Sampling periods were adjusted to achieve different concentrations. Table Table IVIV shows the
measured total number of particles which passed through the Nano-ID® Select during
each sampling interval. This was calculated from the number concentration measured by
the CPC (representing all the particle sizes), the sampling time, and the sampling flow
rate.  Sampling  intervals  ranged  from 15  seconds  to  10  minutes,  with  the  target  of
collecting a range of concentrations within the constraints of having sufficient numbers
for representative statistics whilst avoiding overlap of neighbouring particles. Clearly
separated particles are necessary to provide a correct count,  and therefore,  if  higher
concentrations or longer sampling times are needed, either a diluter or multiple shorter
samples may be required.
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Sample A B C D

Total throughput:

(No. of Particles)
9.19 × 106 2.46 × 107 4.05 × 107 1.06 × 108

Sample E F G H

Total throughput:

(No. of Particles)
2.34 × 108 3.33 × 108 8.28 × 108 1.54 × 109

Table IV. Total sampling throughput for each of the eight sampling runs.

 Samples were collected from size stages 4 – 7, covering a total size range of 0.25 – 4
μm (see Table Table IIIIII in Section 4.4.2.1). The relative differences between the total sampling
concentrations are the same as the relative differences across any particular size channel
only if the shape of the size distribution remains the same throughout.
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Figure 5.4–1. Overview of images acquired for samples B4 – F4. The full microscopy
field of view is shown on the left column. The 31 × 31 grid arrangement for Raman

measurements is shown in the centre column, and is overlaid on top of a post-
processed version of the microscopy images showing the measured outlines of

particles. The right column shows the resulting smoothed Raman data as output from
Lab Spec 5 utilizing the 435, 1613, and 1724 cm-1 ZnO peaks.
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Each  individual  sample  is  designated  with  the  letter  from  Table  Table  IVIV,  indicating  the
sample run concentration, and the channel number (size stage) from Table Table IIIIII, indicating
the channel size range. Stage 4 samples in the concentration range B – F were chosen
for this Raman study (the specific samples from stage 4 for each concentration shall
henceforth be designated B4 – F4).  The larger  particle  size allows for the requisite
comparison  to  microscopy  results,  while  the  concentration  range  chosen  gave
reasonable count statistics and particle overlap without needing to adjust the analysis
process.  An  overview  of  the  optical  and  sub-area  Raman  results  achieved  for  the
selected  samples  B4 –  F4  are  presented  in  Fig.  Fig.  5.4–15.4–1.  This  shows the  microscopy
images of the chosen sample areas (left column), positioning of the Raman grid relative
to each sample (middle column), and resultant smoothed Raman data generated from
signal  intensity  in  ZnO  Raman  peaks  (right  column)  for  five  different  sample
concentrations deposited on stage number 4 of the Nano-ID® Select. The sampled areas
were systematically chosen from the central region of the particle deposit as described
in Section 4.4.2.1.

As well as providing a reference for the Raman data, the optical microscopy images are
also  useful  for  testing  the  efficacy  of  the  automated  particle  sizing  and  counting
procedure. The accuracy of automated counting is compared to that obtained manually
by eye  (with  assistance  of  the  “Cell  Counter”  Fiji  plug-in)  for  the  microscopy and
Raman data in Fig. Fig. 5.4–25.4–2. 

Figure 5.4–2. Comparison of counts per unit area achieved with automatic image
analysis / thresholding (Auto Analysis) compared to counting by eye and marking

particles (Cell Counter) for the microscopy (a) and Raman (b) images from samples B4
– F4. Dashed lines show a perfect y=x correlation while solid lines show fits to the

data with associated fitting parameters.

The counts obtained from the automated counting of Raman and microscopy data from
the same samples  (B4 – F4)  are  compared in  Fig.  Fig.  5.4–35.4–3.  The auto analysis  routine
provides  a  measured  projected  area  (A)  of  the  particle  in  units  of  µm2,  once  the
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appropriate scale has been set in the software. This has been converted to a circular
equivalent diameter dequiv (µm) such that Adequiv 2 . 

Number density distributions for  dequiv are shown in  Fig.  Fig.  5.4–45.4–4 in order to provide a
direct comparison of the sizing between the microscopy and Raman data.

Figure 5.4–4. (a) Size distribution of all particles measured from size stage number 4
microscopy images. (b) Comparison of size distribution from Raman measurements

(red, overlaid semi-transparent) compared to the same set of particles measured with
microscopy (grey). The y-axis shows the number (N) density per log unit size.
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Figure 5.4–3. Comparison of particle concentration measured from the Raman data
to that measured from the optical microscopy data. A perfect correlation is shown

by the dashed (y=x) line.



Chapter 5. Results and discussion

5.4.2. Discussion
Obtaining correct information from Raman maps requires some careful consideration.
Many parameters  need  to  be  optimized  and  verified  to  characterize  ENP correctly.
These  include:  the  spot  size  and  intensity  of  the  Raman  laser  source,  transversal
resolution from the grid density, sampling time, and statistical characterizations of the
particle ensemble. With the correct choice of Raman spectroscopy parameters it can be
seen  (Fig.  Fig.  5.4–15.4–1)  that  ZnO  particles  can  be  reliably  resolved,  even  when  using  a
sampling resolution (here 2 microns) comparable to  the particle size.  Fig.  Fig.  5.4–25.4–2 (a) (a)
demonstrates  that  particles  distinguishable  by  eye  in  the  image  can  be  accurately
counted  with  automatic  image  analysis.  Accurate  counting  and  sizing  is  also
demonstrated  in  Fig.  Fig.  5.4–15.4–1 by comparison  of  the  measured  particle  outlines  in  the
middle column to the raw optical images in the left column. This technique has been
successfully carried over for processing the Raman data. 

The critical step in the image processing procedure is the thresholding step, where each
pixel is limited to a binary distinction between “particle” and “background”. Setting the
threshold level  too high will  result  in  the merging of neighbouring particles,  whilst
setting the level too low results in smaller particles or those with a lower contrast to the
background not  being measured.  Due to  the constant  light  levels  in  the microscopy
images, it was possible to use the same level adjustment across all of the optical images.
Therefore, in theory the analysis could have been fully automated for the microscopy
images.  However  for  the  Raman  map  images,  there  was  some  adjustment  of
contrast/brightness and thresholding steps from image to image, and so additional work
would be required here to  fully automate this  process.  Further  study may allow the
entire  process  to  be  made  fully  autonomous,  with  tighter  controls  on  the  Raman
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Figure 5.4–5. Particle size measurement comparison between the Raman and
microscopy images. Each marker represents a 15 point data cluster with error bars

showing the standard deviation of each cluster.
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mapping parameters, or by developing an effective thresholding algorithm.

The correlation to manual counts in  Fig.  Fig.  5.4–25.4–2 (b) (b) tails off at higher concentrations,
which can be attributed to the comparatively low transversal resolution of the Raman
data obtained using a 2 μm grid spacing. This results in an increased overlap of adjacent
particles  at  higher  concentrations,  causing  the  analysis  routine  to  measure  multiple
particles as one. This leads to under-counting and over-sizing. The over-sizing can be
seen in  the shift  in  the Raman distribution in  Fig.  Fig.  5.4–45.4–4 (b) (b),  as well  as the greater
abundance  of  data  points  above the  1:1  dashed line  shown in  Fig.  Fig.  5.4–55.4–5.  The grid
resolution was deliberately kept low in this study to allow for a large enough area to be
measured  to  generate  useful  statistics  within  reasonable  measurement  times  (~70
minutes for each of the 961 point Raman maps acquired in this  study).  For a given
sampling period, higher concentrations of particles in the air would lead to a higher
deposited concentration, and hence increased particle overlap. However, this situation
can be avoided for higher concentration aerosols, by either reducing the sampling time
and volume of air sampled, diluting the aerosol by a known ratio prior to sampling, or
by taking multiple shorter samples over the course of the desired total sampling period.
The  sampling  approach  should  be  optimised  for  any given  exposure  scenario.  For
example, longer sampling periods may be required to provide a representative exposure
assessment over a working shift, while the relevance of the chosen sampling point to
personal exposure should also be taken into account.

A higher  grid  resolution  (down  to  500  nm)  could  also  be  used  to  more  clearly
distinguish particles. The limits on resolution will ultimately be set by the spot size of
the laser. Spot sizes with a full-width at half-maximum of < 1 μm have been achieved
utilizing a 100× objective lens. Here we focussed on particles in the micron size range
as a first proof of principle allowing for the required comparison to optical microscopy
results.  In  addition,  the  473  nm  laser  used  in  this  study  should  offer  improved
transversal resolution compared to the more commonly employed 633 nm laser.

As the ZnO particles were well resolved they could be counted reliably in the Raman
data.  Any offset  from the  microscopy data  in  counts  as  seen  in  Fig.  Fig.  5.4–35.4–3 can  be
attributed to the reduced statistical significance of the Raman data due to the reduced
sample areas measured compared to the optical images.

The size  distributions  given in  Fig.  Fig.  5.4–45.4–4 demonstrate  that  the  dequiv size  parameter
chosen correlates reasonably well to the aerodynamic particle size (expected to be 2 – 4
μm in this  sampling stage).  This may be expected for samples without  complicated
structural or fractal properties. The reduced resolution used for the Raman sampling can
be seen to cause broadening of the size distribution and a slight shift to larger sizes due
to  neighbouring  particles  becoming  merged.  The  limited  transversal  resolution,  and
difficulty in choosing a correct threshold in the software analysis,  causes significant
uncertainty in the particle sizes measured from the Raman data as seen in  Fig.  Fig.  5.4–55.4–5.
The critical point to bear in mind is that the aerodynamic particle size obtained from the
sampling  method  is  the  size  parameter  of  importance  when  considering  particle
deposition in the lung and associated health risks. However, it is interesting to note the
potential for sizing information to be obtained from the Raman data alone. This could
allow  some  approximate  size  information  to  be  assigned  to  polydisperse  particles
obtained from a simpler  sampling system, or provide more detailed characterization
information when combined with the aerodynamic particle size obtained from the Nano-
ID® Select.
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The  glass  substrate  used  in  this  study (without  ZnO particles)  gives  a  complicated
Raman spectrum: comprising amorphous SiO2, other unidentified lines (Fig.  Fig.  4.4–94.4–9), a
fluorescent background Raman signal and additionally,  some contaminating particles
(visible as white particles in the microscopy images in the left column of  Fig.  Fig.  5.4–15.4–1).
This  generates  a  background signal  that  must  be  filtered  out  to  identify the  (ZnO)
particles  of  interest.  Therefore,  the  clear,  unambiguous  detection  of  ZnO  particles
observed here, demonstrates the ability to resolve a specific chemical species against a
contaminating background Raman signal. It is worth considering that the influence of
interfering substances is likely to be scenario specific and under certain conditions such
as mixed species agglomerates, the discrimination power of Raman will potentially be
reduced. In addition, the Raman spectrum could be complicated by additional lines if
multiple species inhabit the region covered by the laser spot size. However, these are
standard challenges in the field, and, as long as a signal can be detected for a given
species,  the  number  of  such  signatures  can  be  quantified  and  correlated  to  the
aerodynamic size as defined by the sampling method.

This  study has  focussed on the micron size  range to  allow for  proof-of-concept  by
comparison to microscopy images. The size range can be extended to sub-micron by
changing the objective lens in the setup to a 100×. Although reliable sizing information
may not be achievable into the nanometre range from the Raman data alone, detection
and some quantification should still be achievable. Particles which are smaller than the
laser  beam  diameter  still  contribute  to  the  Raman  signal,  but  their  size  will  be
unresolvable by Raman alone. Here the segregated sampling could be of advantage to
provide  size-resolved  information.  The  sensitivity  of  the  approach  can  be  further
improved by considering more advanced Raman techniques such as Surface Enhanced
Raman Spectroscopy (SERS), or Coherent Anti-Stokes Raman Spectroscopy (CARS),
although the latter requires prior knowledge of the target material. 

Although the Raman spectrometer system used in this study is certainly not compact,
the  approach  should  be  equally  possible  utilising  a  small  bench-top  spectrometer
coupled with an automated miniature translation stage.

Due to the large number of parameters in this study, it is difficult to assess the lower
detection  limit  of  this  approach.  However  we  can  make  a  rough  estimation  by
considering the detection of a  single particle  in one grid area measurement.  A high
detection rate is considered to be justified by the good correlation between the optical
microscopy and Raman results shown in Fig. Fig. 5.4–15.4–1. The Raman map grid area used (as
shown in the centre column of Fig. Fig. 5.4–15.4–1) is 3,600 µm2 and a total deposit area on the
slide is  50 mm2.  If  we assume uniform deposition across the deposit  area,  a single
detected particle in a grid would correspond to a total of ~14,000 particles deposited on
the slide. If we conservatively estimate that only particles in the diameter range (dequiv)
of 2 – 4 µm will be reliably detected by our 2 µm grid spacing, this leads to a deposited
mass sensitivity of ~200 ng (assuming spherical particles of density 1,000 kg/m3). While
considering the detection of one of the smallest particles seen above (~0.7 – 0.8 µm)
gives  a  total  deposited  mass  of  ~3  ng.  These  values  are  approximate  estimates,
especially in the latter case where the measured size from the image is smaller than can
be properly resolved, and there starts to be significant probability of being missed by the
sampling grid due to  undersampling.  However,  the values obtained can be taken as
indicative of the order of mass sensitivity available, even without optimization of the
system. Clearly this could be improved on simply by measuring a larger area of the
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deposit, or by adjusting the Raman setup for better sensitivity to smaller particles, or by
increasing  the  density  of  the  deposit  with  better  particle  focussing  in  the  sampling
system.

These  estimates  can  be  used  to  evaluate  the  number  concentration  and  the  mass
concentration  of  airborne  particles.  For  2  –  4  µm  particles,  the  lowest  number
concentration  is  14,000/V, where  V is  the  sampling  volume.  The  Nano-ID® Select
sampling  flow rate  is  20 litres/min.  If  we consider  a  typical  sampling  time of  100
minutes, the sampled volume  V is therefore 2,000 litres or 2 m3. The lower detection
limit of the number concentration of particles is then 7,000 per m3 or 7 × 10-3 particles
per cm3. 

From the above, the lower mass concentration limit of 2 – 4 µm particles is 200 ng / 2
m3 equal to 100 ng/m3. This is considerably lower than the majority of exposure limits
for  toxic  substances.  Thus,  Raman  chemical  speciation,  quantified  in  the  manner
described  above,  is  practically  suitable  for  the  majority  of  occupational  hygiene
applications to evaluate potential health risks at working places. 

Importantly, it is known that nanoparticles will generally agglomerate resulting in sub-
micron or micrometer sized clusters. The aerosols obtained in this study were generated
from typical commercial samples currently in use in the nanotechnology industry.

5.5. Surface sensitive heterogeneous nucleation

5.5.1. Results
A  stabilised  test  aerosol  of  NaCl  was  generated  with  a  nebuliser  from  Particle
Measuring Systems Inc. and recorded by the surface area prototype. The prototype was
adjusted  to  measure  either  surface  area  distributions,  or  alternatively,  number
distributions  by increasing  the  saturation  conditions  such  that  it  is  operating  as  an
SMPS. Example data from an NaCl aerosol is shown below in FigFigss.  .  5.5–15.5–1 and 5.5–25.5–2.
The measured surface area distribution is  also compared to that calculated from the
number distribution assuming spherical particles as is often presented as an option in
SMPS instruments.
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Figure 5.5–1. Number particle distribution
(N, right side ordinate) of a NaCl aerosol.
Also shown is the traditional calculated
surface distribution assuming spherical

particles (SC, left side ordinate). Linear scale
ordinate in top figure, logarithmic scale

ordinate in bottom figure.

Figure 5.5–2. The calculated surface
distribution from FFigig. . 5.5–15.5–1 is shown again
– SC, this time compared to the surface area
distribution as measured with the surface
sensor – SM. Linear scale ordinate in top

figure, logarithmic scale ordinate in bottom
figure.
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5.5.2. Discussion
In Fig. Fig. 5.5–15.5–1 we can see the standard approach to calculating a surface area distribution
assuming spherical particles, as used for example in traditional SMPS instruments. The
number distribution has been measured using a standard DMA and CPC (SMPS) setup.
The calculated surface area distribution is shifted to the right of the number distribution
as expected from the d2

 dependency of surface area, but there is no meaningful change
to  the  distribution  as  it  is  just  a  change  to  the  displayed  scaling.  There  is  no  new
information. In Fig. Fig. 5.5–25.5–2 we compare the calculated surface area distribution from the
previous figure to the surface area distribution as measured directly with the modified
CPC / surface sensor setup. First, it is worth noting that the main characteristics of the
calculated and measured surface area distributions are similar. The distributions are of a
similar overall shape and the total (integrated) surface area is similar in both cases (as
expected from the calibration approach in Section 4.5.4). The similarity in overall shape
and position is a good demonstration that the theory is working correctly, and that we
are measuring surface area as expected.  In addition,  a second feature is  seen in  the
measured surface area distribution which is not visible in the calculated distribution.
This suggests a potential bimodality of morphologies across this size range. This is new
information  about  the  aerosol  that  is  not  present  in  the  number  distribution  (or  the
surface area distribution calculated from it). For more complex materials the differences
between the calculated and measured surface area distributions are expected to be more
significant.

Although these initial results with this new technology are promising; there is still much
work  needed  to  understand  it  fully.  For  example,  heterogeneous  nucleation  is  also
sensitive  to  the  chemical  nature  of  both  the  nucleus  surface  and the  working fluid
material  used to form the nucleated droplets.  This can be seen in  Fig.  Fig.  4.5–34.5–3 where
square relation slopes for Cr2O3 and NaCl aerosols are offset from each other under
identical saturation conditions. Therefore, the operating parameters of the surface sensor
need to be optimised depending on the aerosol to be measured. This also creates an
uncertainty in  interpreting results  in  the case of unknown or  mixed aerosols.  These
circumstances  are  much  more  realistic  in  real-world  toxicology/exposure  scenarios
compared to the lab generated single component aerosols used here. Also, the validity of
interpreting the distribution shape as being a surface area distribution is defined by the
related counting efficiency curve (as shown in Fig.  Fig.  4.5–34.5–3), showing a square response
over the particle size range of interest. In practise it is found that the size range over
which a square fit is valid is in general more limited than the total size range of an
SMPS system for measuring size. However, the size range of the surfacing response can
be  adjusted  by  changing  the  operating  parameters  of  the  surface  sensor  device.
Therefore, in operation, it is preferable to have some a priori knowledge of both the size
range and material that one is interested in measuring. It may be possible to mitigate the
difficulty in this somewhat by either running the device multiple times with different
settings, or, by having a larger device with parallel detectors measuring under different
conditions simultaneously.
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5.6.  Outstanding questions

There are inevitably a number of outstanding questions related to the new approaches
presented here. The most important are considered to be as follows for each of the two
main avenues of research:

Surface sensitive nucleation

Q1. How does the response vary for a broader range of materials?

Q2. How to interpret or calibrate the response in the case of an unknown or mixed 
aerosol?

Q3. How far can the applicable size range be extended and does the size response 
power (dx) maintain a value of 2 for larger sized particles?

Quantitative size-resolved Raman spectroscopic analysis

Q4. How is the sensitivity impacted for different target materials across a range of 
mixed aerosol backgrounds?

Q5. Can  the  image  analysis  be  fully  automated  for  controlled  laboratory  
experiments or even in the field?

Q6. How far can advanced Raman techniques push the limits  of size sensitivity  
and resolution?

The  surface  area  prototype  device  has  been  sent  to  the  Institute  of  Occupational
Medicine in Edinburgh to undergo further laboratory testing and field trials. It is hoped
that these trials will generate data which will improve our understanding of how this
technology performs in a wider range of conditions and begin to answer Q1 – Q3. A
proper understanding of the relevant chemical nature and size dependency of surface
sensitive nucleation would be a great step forward from both a theoretical and practical
standpoint. When considering nucleation on a particle, one may be tempted to consider
the nucleation rate to be controlled by the rate of attachment of vapour molecules, and
therefore  that  the  surface  area  dependency might  be  the  same  “Fuchs”  or  “active”
surface area as relevant to ion attachment rates. However, with respect to equations (14)
and (15) in Section 3.3.2, it can be seen that the situation is complicated by the fact that
the nucleation rate is governed by the attachment rate of molecules to the newly formed
phase embryo surface, which is independent of the particle (inclusion) surface. A larger
particle surface area will result in more sites for these embryos to form, and hence a
higher probability of nucleation. In any case, a more detailed analysis and further testing
are required to gain a better understanding of the details of this process and verify a
distinct advantage over existing techniques.
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To  confirm  the  general  applicability  of  the  Raman  methodology,  Q4  needs  to  be
addressed with a broad range of mixed aerosols of varying relative proportions. Only
once  its  usefulness  can  be  demonstrated  in  real  world  scenarios  can  it  then  be
considered to try to push the boundaries of speed and sensitivity in Q5 – Q6. However,
to date the basic principle of both approaches has been successfully demonstrated, and
so further investigation and development can be warranted. Looking further ahead, it
could be envisioned to carry out parallel measurements with both techniques on the
same  aerosol  source.  This  has  great  potential  to  provide  complete  and  direct
characterisation  of  size,  number,  surface  area,  and  chemical  nature  of  aerosol
distributions relevant to occupational hygiene or environmental monitoring.
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6.1. Quantitative exposure assessment from size selective 
sampling and Raman spectroscopic mapping analysis

A new  approach  has  been  developed  and  demonstrated  for  the  quantification  of
exposure, and potential toxicological response, to airborne particles and nanomaterials.
Size resolved sampling is combined with Raman spectroscopic spatial mapping analysis
to provide chemically distinguished quantification of ZnO particles. This combination
considerably reduces or eliminates uncertainties related to the sensitivity of the Raman
signal to particle size. Therefore, in this way a quantitative evaluation of ZnO particle
number  and  mass  with  Raman  spectroscopy  becomes  possible.  In  principle  this
technique  can  be  extended  to  any aerosol  below 100  nm with  a  detectable  Raman
signature. The test case particles are shown to be reliably detected in the Raman data,
and can be counted and sized in  a manner  which is  at  least  comparable to what is
achievable with optical microscopy imaging. The most significant advantage of using a
Raman  mapping  approach  is  the  crucial  chemical  information  acquired,  allowing
different species to be discriminated, enabling a determination of the concentration of
benign  and  toxic  particles  in  a  sample.  Although  this  comes  with  a  time  penalty
compared to optical imaging, it adds significantly to the value of the data.

There is still some debate as to what the most significant metric is for determining the
toxicity of airborne pollutants (e.g. number, mass, surface area, etc.), but it is generally
recommended  to  gather  as  much  chemically  selective  and  other  distinguishing
information as possible. The aerodynamically selected first stage used here is critical in
determining  aerosol  deposition  in  the  respiratory  tract.  Combined  with  Raman
quantification, a specific measure of exposure can be obtained. Ongoing progress in the
development of miniature Raman systems, and miniature translation stages as required
for  mapping,  opens  the  possibility  of  using  this  technique  as  a  tool  for  in  situ
occupational hygiene health risk assessment. 

The lower detection limit of the described approach is conservatively estimated at 200
ng in a  sample.  Given a  sampling time of 100 minutes this  would correspond to a
number concentration sensitivity of 7 × 10-3 cm-3 or a mass concentration sensitivity of
100 ng/m3. The sensitivity of this technique is therefore more than sufficient to cover
the majority of occupational hygiene exposure risk requirements.
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6.2. Surface sensitive heterogeneous nucleation

A prototype device  has  been developed for  the online  measurement  of  nanoparticle
surface area distributions in aerosols. The approach is based on a newly discovered type
of  heterogeneous  nucleation  operating  at  much  lower  saturation  conditions  than
normally  used  in  nucleation  techniques.  Under  these  conditions,  the  probability  of
nucleation is found to be proportional to the surface area of the nuclei. Thus, the number
of droplets formed, and therefore the number of counts measured, is proportional to the
surface area of nanoparticles present rather than their number. This is a truly ground-
breaking and novel way of quantifying one of the most important health related metrics
– the surface area of nanoparticles.  It  has great potential  for many applications and
currently the Institute of Occupational Medicine in Edinburgh is testing the prototype
instrument in the field. It is also interesting to consider what impact the consideration of
low saturation nucleation conditions  may have in  other  fields.  Any dynamic system
transitioning from one phase to another must at some stage experience low saturation
conditions before the onset of fully developed nucleation. It is therefore likely that the
first embryos of the new phase formed, which are likely to direct the rest of the phase
change process, will be characterised by the surface area of nuclei present.

6.3. Main results achieved

In this thesis the following major results have been achieved:

• A portable planar differential mobility analyser (DMA) has been developed and
built, and demonstrated successful and accurate operation across a useful range
of flow rates and nanoparticle sizes.

• Zn and ZnO aerosols have been successfully generated allowing for the use of
any Zn source to  be used as desired (e.g.  for  calibration of  instruments and
toxicological studies).

• Industrial standard ZnO and CeO2 samples from the PROSPEcT project have
been characterised by Raman spectroscopy and by SMPS analysis  of aerosol
size distributions from an aerosoliser.

• Discrimination  of  sampled  ZnO  aerosols  against  a  background  material  is
demonstrated with Raman spectroscopy.

• Raman  spectroscopic  mapping  and  image  analysis  is  combined  with
aerodynamically size resolved sampling to demonstrate a novel methodology for
the  chemical  nature  and  size  resolved  quantitative  assessment  of  aerosol
exposure.

• A novel surface sensitive nucleation technology is presented and demonstrated
as a proof of principle.

• A surface area prototype device, incorporating the portable DMA and nucleation
based surface sensor, has been built, tested, and is undergoing further laboratory
tests and field trials at the Institute of Occupational Medicine in Edinburgh.
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