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Abstract: Optical coherence tomography (OCT) imaging of the skin is gaining recognition
and is increasingly applied to dermatological research. A key dermatological parameter inferred
from an OCT image is the epidermal (Ep) thickness as a thickened Ep can be an indicator of a
skin disease. Agreement in the literature on the signal characters of Ep and the subjacent skin
layer, the dermis (D), is evident. Ambiguities of the OCT signal interpretation in the literature is
however seen for the transition region between the Ep and D, which from histology is known
as the dermo-epidermal junction (DEJ); a distinct junction comprised of the lower surface of a
single cell layer in epidermis (the stratum basale) connected to an even thinner membrane (the
basement membrane). The basement membrane is attached to the underlying dermis.
In this work, we investigate the impact of an improved axial and lateral resolution on the

applicability of OCT for imaging of the skin. To this goal, OCT images are compared produced
by a commercial OCT system (Vivosight from Michaelson Diagnostics) and by an in-house built
ultrahigh resolution (UHR-) OCT system for dermatology.

In 11 healthy volunteers, we investigate the DEJ signal characteristics. We perform a detailed
analysis of the dark (low) signal band clearly seen for UHR-OCT in the DEJ region where we,
by using a transition function, find the signal transition of axial sub-resolution character, which
can be directly attributed to the exact location of DEJ, both in normal (thin/hairy) and glabrous
(thick) skin. To our knowledge no detailed delineating of the DEJ in the UHR-OCT image has
previously been reported, despite many publications within this field.
For selected healthy volunteers, we investigate the dermal papillae and the vellus hairs and

identify distinct features that only UHR-OCT can resolve. Differences are seen in tracing hairs of
diameter below 20 μm, and in imaging the dermal papillae where, when utilising the UHR-OCT,
capillary structures are identified in the hand palm, not previously reported in OCT studies and
specifically for glabrous skin not reported in any other in vivo optical imaging studies.
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
OCIS codes: (110.4500) Optical coherence tomography; (170.0110) Imaging systems; (170.1870) Dermatology;
(170.4500) Optical coherence tomography.

References and links
1. D. Huang, E. A. Swanson, C. P. Lin, J. S. Schuman, W. G. Stinson, W. Chang, M. R. Hee, T. Flotte, K. Gregory, C. A.

Puliafito, and J. G. Fujimoto, “Optical coherence tomography,” Science 254, 1178–1181 (1991).
2. W. Drexler and J. Fujimoto, eds., Optical Coherence Tomography (Springer International Publishing, 2015).
3. J. Welzel, E. Lankenau, R. Birngruber, and R. Engelhardt, “Optical coherence tomography of the human skin,” J.

Am. Acad. Dermatol. 37, 958–963 (1997).

                                                                           Vol. 9, No. 5 | 1 May 2018 | BIOMEDICAL OPTICS EXPRESS 2240 

#319994 https://doi.org/10.1364/BOE.9.002240 
Journal © 2018 Received 22 Jan 2018; revised 8 Mar 2018; accepted 14 Mar 2018; published 19 Apr 2018 

https://doi.org/10.1364/OA_License_v1
https://crossmark.crossref.org/dialog/?doi=10.1364/BOE.9.002240&domain=pdf&date_stamp=2018-04-19


4. M. R. N. Avanaki, A. G. Podoleanu, J. B. Schofield, C. Jones, M. Sira, Y. Liu, and A. Hojjat, “Quantitative evaluation
of scattering in optical coherence tomography skin images using the extended Huygens-Fresnel theorem,” Appl. Opt.
52, 1574–1580 (2013).

5. A. A. Hussain, L. Themstrup, and G. B. E. Jemec, “Optical coherence tomography in the diagnosis of basal cell
carcinoma,” Arch. Dermatol. Res. 307, 1–10 (2015).

6. S. Schuh, R. Kaestle, E. C. Sattler, and J. Welzel, “Optical coherence tomography of actinic keratoses and basal
cell carcinomas – differentiation by quantification of signal intensity and layer thickness,” J. Eur. Acad. Dermatol.
Venereol. 30, 1321–1326 (2016).

7. J. A. Izatt, M. R. Hee, G. M. Owen, E. A. Swanson, and J. G. Fujimoto, “Optical coherence microscopy in scattering
media,” Opt. Lett. 19, 590–592 (1994).

8. J. G. Fujimoto, M. E. Brezinski, G. J. Tearney, S. A. Boppart, B. Bouma, M. R. Hee, J. F. Southern, and E. A.
Swanson, “Optical biopsy and imaging using optical coherence tomography,” Nature Medicine 1, 970 EP (1995).

9. C. Chin, A. Bradu, R. Lim, M. Khandwala, J. Schofield, L. Leick, and A. Podoleanu, “Master/slave optical coherence
tomography imaging of eyelid basal cell carcinoma,” Appl. Opt. 55, 7378–7386 (2016).

10. M. A. L. M. Boone, S. Norrenberg, G. B. E. Jemec, and V. Del Marmol, “High-definition optical coherence
tomography imaging of melanocytic lesions: a pilot study,” Arch. Dermatol. Res. 306, 11–26 (2014).

11. T. Gambichler, I. Plura, M. Schmid-Wendtner, K. Valavanis, D. Kulichova, M. Stücker, A. Pljakic, C. Berking, and
T. Maier, “High-definition optical coherence tomography of melanocytic skin lesions,” J. Biophotonics 8, 681–686
(2015).

12. M. Mogensen, T. M. Joergensen, B. M. Nürnberg, H. A. Morsy, J. B. Thomsen, L. Thrane, and G. B. E. Jemec,
“Assessment of optical coherence tomography imaging in the diagnosis of non-melanoma skin cancer and benign
lesions versus normal skin: Observer-blinded evaluation by dermatologists and pathologists,” Dermatol. Surg. 35,
965–972 (2009).

13. M. Boone, M. Suppa, G. Pellacani, A. Marneffe, M. Miyamoto, I. Alarcon, C. Ruini, R. Hofmann-Wellenhof,
J. Malvehy, G. Jemec, and V. D. Marmol, “High-definition optical coherence tomography algorithm for discrimination
of basal cell carcinoma from clinical bcc imitators and differentiation between common subtypes,” J. Eur. Acad.
Dermatol. Venereol. 29, 1771–1780 (2015).

14. M. Boone, A. Marneffe, M. Suppa, M. Miyamoto, I. Alarcon, R. Hofmann-Wellenhof, J. Malvehy, G. Pellacani, and
V. D. Marmol, “High-definition optical coherence tomography algorithm for the discrimination of actinic keratosis
from normal skin and from squamous cell carcinoma,” J. Eur. Acad. Dermatol. Venereol. 29, 1606–1615 (2015).

15. T. Gambichler, M. Schmid-Wendtner, I. Plura, P. Kampilafkos, M. Stücker, C. Berking, and T. Maier, “A multicentre
pilot study investigating high-definition optical coherence tomography in the differentiation of cutaneous melanoma
and melanocytic naevi,” J. Eur. Acad. Dermatol. Venereol. 29, 537–541 (2015).

16. M. A. L. M. Boone, M. Suppa, F. Dhaenens, M. Miyamoto, A. Marneffe, G. B. E. Jemec, V. Del Marmol, and
R. Nebosis, “In vivo assessment of optical properties of melanocytic skin lesions and differentiation of melanoma
from non-malignant lesions by high-definition optical coherence tomography,” Arch. Dermatol. Res. 308, 7–20
(2016).

17. M. Boone, M. Suppa, M. Miyamoto, A. Marneffe, G. Jemec, and V. D. Marmol, “In vivo assessment of optical
properties of basal cell carcinoma and differentiation of bcc subtypes by high-definition optical coherence tomography,”
Biomed. Opt. Express 7, 2269–2284 (2016).

18. M. A. L. M. Boone, M. Suppa, A. Marneffe, M. Miyamoto, G. B. E. Jemec, and V. Del Marmol, “High-definition
optical coherence tomography intrinsic skin ageing assessment in women: a pilot study,” Arch. Dermatol. Res. 307,
705–720 (2015).

19. A. Li, J. Cheng, A. P. Yow, C. Wall, D. W. K. Wong, H. L. Tey, and J. Liu, “Epidermal segmentation in high-definition
optical coherence tomography,” in “2015 37th Annual International Conference of the IEEE Engineering in Medicine
and Biology Society (EMBC),” (2015), pp. 3045–3048.

20. S. Schuh, R. Kaestle, E. Sattler, and J. Welzel, “Comparison of different optical coherence tomography devices for
diagnosis of non-melanoma skin cancer,” Skin Res. Technol. 22, 395–405 (2016).

21. D. Weedon, Skin Pathology (Elsevier, 2002), 2nd ed.
22. H. C. Nousari and G. J. Anhalt, “Pemphigus and bullous pemphigoid,” The Lancet 354, 667–672 (1999).
23. J.-D. Fine, L. Bruckner-Tuderman, R. A. J. Eady, E. A. Bauer, J. W. Bauer, C. Has, A. Heagerty, H. Hintner,

A. Hovnanian, M. F. Jonkman, I. Leigh, M. P. Marinkovich, A. E. Martinez, J. A. McGrath, J. E. Mellerio, C. Moss,
D. F. Murrell, H. Shimizu, J. Uitto, D. Woodley, and G. Zambruno, “Inherited epidermolysis bullosa: Updated
recommendations on diagnosis and classification,” J. Am. Acad. Dermatol. 70, 1103–1126 (2014).

24. S. Neerken, G. W. Lucassen, M. A. Bisschop, E. Lenderink, and T. A. M. Nuijs, “Characterization of age-related
effects in human skin: A comparative study that applies confocal laser scanning microscopy and optical coherence
tomography,” J. Biomed. Opt. 9, 274–281 (2004).

25. J. Weissman, T. Hancewicz, and P. Kaplan, “Optical coherence tomography of skin for measurement of epidermal
thickness by shapelet-based image analysis,” Opt. Express 12, 5760–5769 (2004).

26. T. Gambichler, S. Boms, M. Stücker, A. Kreuter, G. Moussa, M. Sand, P. Altmeyer, and K. Hoffmann, “Epidermal
thickness assessed by optical coherence tomography and routine histology: preliminary results of method comparison,”
J. Eur. Acad. Dermatol. Venereol. 20, 791–795 (2005).

27. T. Gambichler, R. Matip, G. Moussa, P. Altmeyer, and K. Hoffmann, “In vivo data of epidermal thickness evaluated

                                                                           Vol. 9, No. 5 | 1 May 2018 | BIOMEDICAL OPTICS EXPRESS 2241 



by optical coherence tomography: Effects of age, gender, skin type, and anatomic site,” J. Dermatol. Sci. 44, 145–152
(2006).

28. M. Mogensen, H. A. Morsy, L. Thrane, and G. B. E. Jemec, “Morphology and epidermal thickness of normal skin
imaged by optical coherence tomography,” Dermatology 217, 14–20 (2008).

29. C. Blatter, J. Weingast, A. Alex, B. Grajciar, W. Wieser, W. Drexler, R. Huber, and R. A. Leitgeb, “In situ structural
and microangiographic assessment of human skin lesions with high-speed oct,” Biomed. Opt. Express 3, 2636–2646
(2012).

30. K.-S. Lee, H. Zhao, S. F. Ibrahim, N. Meemon, L. Khoudeir, and J. P. Rolland, “Three-dimensional imaging of normal
skin and nonmelanoma skin cancer with cellular resolution using gabor domain optical coherence microscopy,” J.
Biomed. Opt. 17, 126006 (2012).

31. W.-C. Kuo, Y.-M. Kuo, and S.-Y. Wen, “Quantitative and rapid estimations of human sub-surface skin mass using
ultra-high-resolution spectral domain optical coherence tomography,” J. Biophotonics 9, 343–350 (2016).

32. A. Taghavikhalilbad, S. Adabi, A. Clayton, H. Soltanizadeh, D. Mehregan, and M. R. N. Avanaki, “Semi-automated
localization of dermal epidermal junction in optical coherence tomography images of skin,” Appl. Opt. 56, 3116–3121
(2017).

33. S. Adabi, M. Hosseinzadeh, S. Noei, S. Conforto, S. Daveluy, A. Clayton, D. Mehregan, and M. Nasiriavanaki,
“Universal in vivo textural model for human skin based on optical coherence tomograms,” Scientific Reports 7, 17912
(2017).

34. U. Møller, S. T. Sørensen, C. Jakobsen, J. Johansen, P. M. Moselund, C. L. Thomsen, and O. Bang, “Power dependence
of supercontinuum noise in uniform and tapered pcfs,” Opt. Express 20, 2851–2857 (2012).

35. M. Maria, I. B. Gonzalo, T. Feuchter, M. Denninger, P. M. Moselund, L. Leick, O. Bang, and A. Podoleanu,
“Q-switch-pumped supercontinuum for ultra-high resolution optical coherence tomography,” Opt. Lett. 42, 4744–4747
(2017).

36. S. Makita, T. Fabritius, and Y. Yasuno, “Full-range, high-speed, high-resolution 1-µm spectral-domain optical
coherence tomography using bm-scan for volumetric imaging of the human posterior eye,” Opt. Express 16,
8406–8420 (2008).

37. A. Hojjatoleslami and M. R. N. Avanaki, “Oct skin image enhancement through attenuation compensation,” Appl.
Opt. 51, 4927–4935 (2012).

38. M. Zhang, L. Ma, and P. Yu, “Dual-band fourier domain optical coherence tomography with depth-related
compensations,” Biomed Opt Express 5, 167–182 (2014).

39. M. J. A. Girard, N. G. Strouthidis, C. R. Ethier, and J. M. Mari, “Shadow removal and contrast enhancement in optical
coherence tomography images of the human optic nerve head,” Invest Ophthalmol Vis Sci. 52, 7738–7748 (2011).

40. K. Mizukoshi, K. Yonekura, M. Futagawa, T. Nakamura, K. Hirayama, and K. Takahashi, “Changes in dermal papilla
structures due to aging in the facial cheek region,” Skin Res. Technol. 21, 224–231 (2015).

41. V. Newton, J. Mcconnell, S. Hibbert, H. Graham, and R. Watson, “Skin aging: molecular pathology, dermal
remodelling and the imaging revolution,” G. Ital. Dermatol. Venereol. 150, 665–674 (2015).

42. J. Sandby-Moller, T. Poulsen, and H. C. Wulf, “Epidermal thickness at different body sites: relationship to age, gender,
pigmentation, blood content, skin type and smoking habits,” Acta Dermato Venereologica 83, 410–413 (2003).

43. D. E. Elder, Lever’s Histopathology of the Skin (Wolters Kluver, 2015), 11th ed.
44. M. Boone, G. B. E. Jemec, and V. D. Marmol, “High-definition optical coherence tomography enables visualization

of individual cells in healthy skin: comparison to reflectance confocal microscopy,” Exp. Dermatol. 21, 740–744
(2012).

45. M. Boone, S. Norrenberg, G. Jemec, and V. D. Marmol, “Imaging of basal cell carcinoma by high-definition optical
coherence tomography: histomorphological correlation. a pilot study,” Br. J. Dermatol. 167, 856–864 (2012).

46. M. A. L. M. Boone, S. Norrenberg, G. B. E. Jemec, and V. Marmol, “Imaging actinic keratosis by high-definition
optical coherence tomography. histomorphologic correlation: a pilot study,” Exp. Dermatol. 22, 93–97 (2013).

47. M. Boone, S. Norrenberg, G. Jemec, and V. Del Marmol, “High-definition optical coherence tomography: adapted
algorithmic method for pattern analysis of inflammatory skin diseases: a pilot study,” Arch. Dermatol. Res. 305,
283–297 (2013).

48. G. Pellacani, P. Guitera, C. Longo, M. Avramidis, S. Seidenari, and S. Menzies, “The impact of in vivo reflectance
confocal microscopy for the diagnostic accuracy of melanoma and equivocal melanocytic lesions,” J. Investig.
Dermatol. 127, 2759–2765 (2007).

49. S. Kurugol, K. Kose, B. Park, J. G. Dy, D. H. Brooks, and M. Rajadhyaksha, “Automated delineation of dermal-
epidermal junction in reflectance confocal microscopy image stacks of human skin,” J. Investig. Dermatol. 135,
710–717 (2015).

50. J. Hegyi, V. Hegyi, G. Messer, P. Arenberger, T. Ruzicka, and C. Berking, “Confocal laser-scanning capillaroscopy: a
novel approach to the analysis of skin capillaries in vivo,” Skin Res. Technol. 15, 476–481 (2009).

51. R. Archid, A. Patzelt, S. S. Ahmad, W. Sterry, J. M. Lademann, B. Lange-Asschenfeldt, M. Ulrich, E. Stockfleth, and
S. Philipp, “Confocal laser-scanning microscopy of capillaries in normal and psoriatic skin,” J. Biomed. Opt. 17,
101511 (2012).

52. D. B. Constantin Caruntu, “Evaluation through in vivo reflectance confocal microscopy of the cutaneous neurogenic
inflammatory reaction induced by capsaicin in human subjects,” J. Biomed. Opt. 17, 085003 (2012).

53. I. M. Braverman, “The cutaneous microcirculation,” J. Investig. Dermatol. Symp Proc. 5, 3–9 (2000).

                                                                           Vol. 9, No. 5 | 1 May 2018 | BIOMEDICAL OPTICS EXPRESS 2242 



1. Introduction

With two and a half decades of research and clinical work, optical coherence tomography (OCT)
is a well-established medical tool used in diagnosis and understanding of numerous pathologies.
In particular, OCT proved highly successful in diagnosing both poles of the eye [1, 2].
Less established is OCT in the field of Dermatology where scattering of light strongly limits

the penetration into the skin [3, 4]. Nevertheless, a few commercial systems have emerged and
pushed in-vivo studies in the clinics providing understanding of a variety of skin diseases where
non-melanoma cancers, also termed keratinocyte carcinomas, are delineated and diagnosed by
OCT with moderate to high diagnostic accuracy [5, 6].
As the penetration depth is an important parameter in the attempt of fully identifying the

extension of skin cancer, minimal signal loss in the primary skin layers from the surface is vital
and therefore longer wavelengths (typically around 1300 nm) are chosen for skin imaging [7–9].
A second equally important parameter, pre-determining the information content of an OCT

image, is the optical resolution, which presents a lower limit on the spatial details of the
structures recognisable in the skin. Studies have shown that improving the resolution beyond
regular OCT (lateral resolution 10-15 μm, axial resolution 5-10 μm) does allow one to extract
an increasing number of pathological features otherwise only captured in vivo by reflectance
confocal microscopy (RCM) [10,11]. However, due to the heterodyning effect, of multiplication
of the weak signal from skin with that of large power from the reference arm, the OCT penetration
depth exceeds that of RCM. To improve OCT even more in comparison with RCM, it would be
desirable to bring the OCT resolution to levels required for competing with histology [12].
A number of ultra-high resolution (UHR)-OCT studies on malignant melanoma and non-

melanoma skin lesions in vivo have been performed with the OCT system Skintell from AFGA
providing a axial/lateral resolution in skin of 3 μm/3 μm [10, 11, 13–17]. However only few
studies address UHR-OCT visualising of healthy skin [18,19] which may be as least as important
in order to improve the non-pathological image characters, trends and benchmarks. Only a
single study demonstrates a head to head clinical study comparing UHR-OCT with conventional
OCT; this study concerns the OCT systems Callisto from Thorlabs (axial/lateral resolution in
skin of 7 μm/8 μm), Vivosight from Michelson Diagnostics (axial/lateral resolution in skin of
5 μm/7.5 μm) and the ultrahigh resolution system Skintell introduced above [20]. This study
however does not focus on the specific gain brought by the higher resolution when visualising
skin layers of healthy skin but rather on the statistics generated in reading sizes of various skin
structures or lesions detected. From these investigations they register decreased signal intensity
and skin layer thicknesses in images generated by Skintell compared to Vivosight and Callisto
which they report to provide similar image details.

1.1. The skin

The outer layer of the skin, Epidermis (Ep), consists mainly of cells termed keratinocytes, tightly
built together like bricks in a wall. The lower keratinocyte layer is called the basal cell layer
and it is situated on top of the basement membrane, which separates the Ep from the Dermis
(D) [21]. An important parameter is the Ep thickness, where an abnormally thick Ep can imply
skin diseases such as psoriasis, eczema, and pre-cancerous dysplastic changes [21]. The Ep
thickness is a key benchmark and it is hence essential to determine the boundary between the
Ep and the underlying D. The border zone termed the dermo-epidermal junction (DEJ) and
represented by a single cell layer, the stratum basale, is also a site for skin diseases, in a particular
the epidermolysis bullosa disorder [22,23]. The DEJ is thus an essential component and important
to delineate both in order to extract exact measures of the Ep thickness but also to recognise
pathological patterns of DEJ itself.

Several dermatological OCT studies have led to consensus on the DEJ being present somewhere
in the transition between the Ep signal and the brighter D signal [3,24–26]. For these first studies
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the disordered nature of the DEJ was assumed to be unresolvable and contributing to the signal
transition region as a laterally averaged phenomenon. In 2006, the first signal drop between the
Ep (Ep) and dermis (D) signals was reported and subsequent studies started to some degree
displaying and commenting on a signal minimum between the Ep and D signals [27–29]. In 2012
the first dermatological studies applying UHR-OCT was published where a rich image labelling
of the skin layers was presented [29, 30]. Clear visualisation of a signal drop between Ep and D
was depicted in the UHR-OCT images but no detailed delineation of where exactly to draw the
DEJ on the OCT image was presented in these or in the ensuing studies. In parallel, other studies
presented the disagreement on where exactly to draw the DEJ within the Ep-D signal transition
region [5, 31]. Several other groups did not introduce or explain their choice of DEJ definition in
the OCT signal before deducting the Ep thickness [6, 20, 32, 33].

1.2. The study

In this work we assess the clinical value of UHR-OCT in terms of delineation of the DEJ, small
hairs and papillae of the D in a study involving 11 healthy voluntary participants (HPs). The
images of a conventional commercially available multi-beam OCT system (C-OCT) and an
in-house built (single focus) UHR-OCT system based on a supercontinuum source are compared
side-to-side clinically.
First we delineate the signal drop between Ep and D signals, which we recognise as a low

signal ’band’ (abbreviated DB) rather than a signal minimum. In doing so, we find an exact
location of DEJ in the OCT image to the resolution limit of our system. Secondly, we trace two
important types of adnexal structures, the vellus hairs in hair follicles and the papillae of the
upper D in the palm. These are used comparatively by the two OCT systems to report on the
resolution difference.

2. Methods

The two OCT systems used are a commercial (C-OCT) system, Vivosight, from Michelson, UK,
and an in-house built system (UHR-OCT) which are seen in Fig. 1(a) and (b), respectively. Key

Table 1. Key characteristics of the OCT systems. Information on the C-OCT system is gained
from the official website: vivosight.com/researcher. The skin tissue is assumed to
have a refractive index of n = 1.35. *: Based on the fast-axis lateral pixel-step in the exported
images.†: The scanning area chosen for this specific study.‡: Measured with photo-diode
S122C from Thorlabs.

System feature C-OCT UHR-OCT
Operating wavelength (nm) 1305 1270 (1070-1470)

Axial optical resolution in tissue (μm) < 5 2.2
Lateral optical resolution in air (μm) < 7.5 6

Depth of focus (mm) 1 0.05 (Rayleigh length)
∗Axial digital sampling in tissue (μm) 4.12 1.46
∗Lateral digital sampling (μm) 4.41 2.93
†Scanning area (mm × mm) 4 × 4 3 × 3

‡Optical average power applied (mW) 5 5

parameters expressing the performance of the systems are displayed in Table 1. The commercial
system is a multi-beam system providing four different focal positions with a swept source. The
four focii, are positioned so they effectively form a 1mm depth of focus.
The UHR-OCT system is powered by a 320 MHz supercontinuum source (SuperK Extreme,

EXR-9) from NKT Photonics. The high repetition rate provides significant averaging to reduce
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Fig. 1. Photographs of the C-OCT (a) and the UHR-OCT system (b) applied for the
comparative study. (c) depicts the home-built handheld probe of the UHR-OCT system.

the noise and makes the source suitable for OCT [34, 35]. The source is bandpass filtered (1000-
1500 nm) and light from the this is coupled into one arm of a regular Michelson interferometer
and guided evenly to a reference arm and to a sample arm, the latter terminating with a handheld
probe. The probe is home-built and customised for skin contact, see Fig. 1(c). The combined
signal is detected by a spectrometer from Wasatch Photonics, USA, covering the spectrum
1074-1478 nm. The optical resolutions were inferred by imaging a USAF 1951 target and a plane
mirror. The sensitivity is 89 dB (4 mW sample power). All images presented were build from a
76 kHz spectral line rate and, if not specified otherwise, no image averaging was performed.

The research protocol was approved by the Ethics Committee The Capital Region of Denmark:
no. H-16039077. It was carried out at Bisbebjerg Hospital, Denmark, and is described as follows.
11 healthy voluntary participants (HPs) were investigated. Information on age, Fitz-Patrick skin
type and gender is given in the Appendix A, Table 2. All HPs were scanned on the hand palm
(beneath index and middle finger) and on the cheek, first with the C-OCT system and then with
the UHR-OCT system. In between interchanging OCT device, skin areas were marked to retain
the selected scanning area. In this way 22 skin volumes of cheeks and palms were obtained for
each OCT device.

Before image analysis, images from the C-OCT system were saved as tiff files (Tagged Image
File Format), with 8-bit image depth, i.e. 256 grey scale levels in between black and white. The
raw data, obtained from the UHR-OCT measurements, was re-sampled and digitally dispersion
compensated [36], and finally shadow compensated to account for signal attenuation in depth
caused by scattering [37,38]. We use here the implementation of Girard et al. in which the central
approximation is that the extinction of the probe beam is only due to scattering [39]. For a given
depth, say z = z1, the scattering coefficients for the layers above, z < z1, are known from the
OCT signal, and they are used to correct the signal strength at depth z = z1 by compensation for
the extinction of the probe beam before it reaches z = z1. In order not to compromise the axial
resolution, no spectral windowing and no image smoothing was performed. Shadow compensation
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was applied in order to increase the contrast between the various skin layers and simultaneously
found to suppress artefacts normally toned down by applying spectral windowing. An example of
the contrast gain in utilising shadow compensation is given in Fig. 15, Appendix C.
Matlab post-processing of images from both systems was performed to define boundaries

between the Ep and the D. In doing this, the skin surface was applied as a reference. As the
surface is easily recognised as the layer with the strongest reflected signal, a simple peak-finder
algorithm convolving each A-scan with a 2-5 pixel kernel was applied for surface recognition.
To determine signal valley characteristics in the axial dimension, a least squares fitting of a

double sigmoid function was performed, as detailed in the Appendix B. This was used under the
assumption that in the boundary region of Ep and D andwith signal in-depth attenuation accounted
for, each of the two skin layers presents a constant signal level (if speckle averaged) forming
signal plateaus on either side of the signal valley [3]. To simplify the fitting, we additionally
assumed the extension of the two slopes, forming the valley between Ep and D signals, to be
equal and thereby locked in the fitting process. From the fit we extract two key parameters; the
dark band (DB), defined as the axial distance between the two slopes forming the valley, and the
edge sharpness (ES), defined as the axial extension of the valley side. Examples of the fitting are
given in the Results section.
All images displayed are axially scaled as in tissue assumed to have a refractive index of

n = 1.35.
Additionally, for highly reflective surfaces, we have found an artefact about 16 μm below the

surface signal, replicating the surface signal, in the UHR-OCT images. We associate this with the
subsurface sidelobe of the surface signal seen for a non-gaussian spectrum in the Fourier domain.
We expect sidelobes in the image from the strongest signals as no windowing of the UHR-OCT
spectra was performed as stated above, and specifically the subsurface sidelobe is enhanced
relative to the above-surface sidelobe due to the shadow compensation algorithm applied.

3. Results

3.1. Imaging of the dermo-epidermal junction

The first comparison was performed in the frame of recognising and evaluating the DEJ. For this
evaluation one B-scan of each volume was selected as a representative image. The selection was
made in the way that the central B-scan (along the slow scanning axis) of each skin volume was
chosen. First a relative contrast of the selected B-scans was estimated. This was done as follows:
First alignment of the individual A-scans to each other, with the surface as reference, was

achieved. Subsequently the new surface-levelled B-scan was averaged along the lateral dimension.
The resultant 1-dimensional depth profile served as a view of the in-depth signal trends. This
was performed under the assumption that 1: the Ep thickness is approximately constant with
the disordered DEJ leading only to a smearing of D and Ep signal characters in a smaller axial
region (compared to the Ep thickness) and 2: no adnexal structures takes up more than ∼ 10%
of the lateral B-scan range with the potential of distorting the Ep and D signals. If significant
adnexal structures (i.e. hairs) were found in any selected B-scans, these cases were discarded. Two
examples (one from each OCT system) of selected B-scans of the cheek are seen in Fig. 2(a). The
resultant lateral averaging is shown in Fig. 2(b) showing the mean and standard deviation (std).
As an OCT depth reflectivity profile in normal skin is normally characterised as a hyper-reflective
signal (the surface), a lower signal (epidermal region) and yet higher signal (dermal region) [3,24],
we define the first sub-surface valley (between z – zs = 50 μm and z – zs = 75 μm in Fig. 2(b))
as Ep and the first sub-surface peak (between z – zs = 75μm and z – zs = 100 μm) as D. The
difference in maximum signal (D) and minimum signal (Ep), marked in Fig. 2(b) with dashed
lines, is defined as the contrast across the DEJ. In this fashion, a DEJ contrast for each HP and
OCT system was derived. The results of this investigation on the cheek is presented in Fig. 2(c) as
a histogram showing the peak-to-valley DEJ contrast in 8-bit units. A-scan averages like the one
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Fig. 2. (a): OCT images from HP 5 of the cheek generated with the C-OCT and the UHR-OCT
system with the green delineations marking the surface tracing performed and representing
the axial positions zS. (b) Image signal average along ’x’ relative to the surface trace. The
horisontal dashed lines mark the signal readings of Ep and D utilised for computing the
Ed-D contrast. (c) presents the Ep-D contrasts calculated for central B-scans each associated
with a HP volume scan. HP 1 is excluded due to crucial artefacts in the scans.

presented in Fig. 2(b) for all HPs can be found in the Appendix D. We note that apart from HP6,
where the focus position was poor, the UHR-OCT system provides about double the contrast to
that achieved by the C-OCT system.
To compare the DEJ regions in more detail for the two systems, three HP cases were singled

out. To not favour our in-house built system, the HP cases with the three highest contrast for the
C-OCT system were chosen for further studies, namely HP2, HP4 and HP9. For the six cheek
B-scans of these HPs, a region of interest (ROI) was selected which represented a lateral range
with a clear Ep and D signal and with no adnexal structures complicating the recognition of the
DEJ region.

An example of this, presented for HP2, is given in Fig. 3 and Fig. 4 marked with a punctured
red rectangle, respectively. Within each ROI, three lateral subsets were selected for UHR-OCT,
Ax, Bx and Cx (HP2, HP4 and H9), and C-OCT, Kx, Lx and Mx (HP2, HP4 and H9), with ’x’
denoting the subset number (1 to 3). The subsets were selected as areas where the DEJ position
in the axial dimension appeared identical. Each subset comprised ten A-scans, as marked for
each subset with two green lines in Fig. 3 and Fig. 4 for the UHR-OCT and C-OCT, respectively.

                                                                           Vol. 9, No. 5 | 1 May 2018 | BIOMEDICAL OPTICS EXPRESS 2247 



Fig. 3. UHR-OCT system: DEJ evaluation for central B-scan of the cheek of HP 2 (top
image), scale bar representing 100 μm. A ROI is selected (dashed rectangle) of which a
zoom-in is presented (bottom image). Within the zoom-in three subsets (A1, A2 and A3) are
emphasised (green vertical lines) and a guide to the eye of the DB propagation through the
skin (purple dashed) is given. The subsets, comprising each ten A-scans and representing
regions of constant axial DEJ position, are averaged laterally (horizontally in image) to
accentuate the DEJ from the speckle noise providing three graphs with means and stds (top
graphs). A double sigmoid fitting (bottom graphs) is performed for each average to extract
DEJ information.

By laterally averaging these, a smoothened profile across the DEJ region was generated, also
presented in Fig. 3 and Fig. 4. Finally the dark band (DB) recognised between the Ep signal and
D signal was evaluated by fitting a double sigmoid function to the profiles obtained from the
subsets in order to estimate the width and the slope extension of the dark band valley in the DEJ
region. Examples of the fittings are seen in Fig. 3 and Fig. 4, bottom.

From the three high-contrast HP cases selected, we infer nine measures of the DB separating
the Ep and D signals for each OCT system. Numbers on the Ep thickness, the DB and the DB edge
sharpness (ES), as defined in the Appendix B (see Fig. 14), are summarised in Fig. 5. Comparing
the UHR-OCT histograms (A, B and C, 1 to 3) we see that apart from B3, exhibiting sub-micron
DB and 13 μm ES, the subsets agree on a ’dark band’ region of widths between 8 μm and 28 μm
in between the two higher signal regions corresponding to Ep and D. C-OCT however have four
subsets (K3, L2, L3, and M2) detecting vanishing (1 μm and smaller) DBs, where the remaining
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Fig. 4. C-OCT system: DEJ evaluation for central B-scan of the cheek of HP 2 (top image),
scale bar representing 100 μm. A ROI is selected (dashed rectangle) of which a zoom-in is
presented (bottom image). Within the zoom-in three subsets (K1, K2 and K3) are emphasised
(green vertical lines) and a guide to the eye of the DB propagation through the skin (purple
dashed) is given. The subsets, comprising each ten A-scans and representing regions of
constant axial DEJ position, are averaged laterally (horizontally in image) to accentuate
the DEJ from the speckle noise providing three graphs with means and stds (top graphs).
A double sigmoid fitting (bottom graphs) is performed for each average to extract DEJ
information.

five detect DBs in the range between 5 μm and 31 μm. For the DEJ ESs, defined as the axial
extension of the Ep/DB and DB/D signal transitions (detailed definition in Appendix B), there is
also a significant difference between the results of the systems. All UHR-OCT subsets, apart
from B3, show 6 μm or smaller ESs and for C-OCT the majority (all but, K1) show ESs of 5 μm
or larger.
Likewise the measurements on the hand palm, representing glabrous skin, was analysed.

Characteristic of glabrous skin is the modified and extraordinary thick Ep. The stratum corneum
is the outermost layer of the Ep and consists of dead cells, corneocytes, that have shed interior
organelles. On palms and soles the stratum corneum is more than 10 times thicker than elsewhere
on the body [21]. The main component is the protein keratin.

Examples of palm images produced by both systems are displayed in Fig. 6(a). Here we see the
extraordinary thick stratum corneum extending about 200 μm into the skin. Unlike for the cheek,
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Fig. 5. The cheek: Ep thickness values and DEJ edge sharpness values found from the double
sigmoid fitting procedure for both C-OCT and UHR-OCT system central B-scans for the
cheek. A, B and C (K, L and M) denote the three subsets of each of the three high-contrast
B-scans denoted 1, 2 and 3 (HP2, HP4 and HP9).

the DEJ region is sandwiched between parts of Ep and D providing equal signal strengths and is
more vaguely recognised as a lower signal valley. With this structure we instead trace two signal
peaks and the signal valley in between to construct a contrast of the DEJ region. An example of
this approach is seen in Fig. 6(b). The signal peak-valley-peak contrast evaluation summary for
all HPs, without serious image artefacts, is given in Fig. 6(c). Opposite to the cheek analysis, no
clear tendency on which OCT system performs better in the frame of the peak/valley contrast
metric is observed with UHR-OCT providing the best DEJ contrast in five out of eight HP cases.
As for the cheek, the HP cases with the highest C-OCT contrast (HP3, HP5 and HP7) were

more closely inspected where ROIs were found for each HP image of each OCT system and
consecutively three subsets representing constant axial position of the DEJ region were selected.
Examples for both the UHR-OCT and the C-OCT are depicted in Fig. 7 and Fig. 8.

The complete evaluation of the nine double sigmoid fittings to the DEJ regions of the selected
image subsets is presented in Fig. 9. For the hand palm both UHR-OCT and C-OCT system
detects from vanishing thin DBs and up to 75 μm and 53 μm thick DBs, respectively. The spread
on ESs is also large, both within a single HP case and generally for both systems, ranging from a
few microns to tens of microns. The large fluctuations in Ep thickness and ES between subsets
for the C-OCT is considered due to the lack in resolution and contrast. For the UHR-OCT the
lack of contrast is the critical parameter which is evident when comparing Fig 3 and Fig 7 and
the resultant ESs in Fig 5 and Fig 9, for which the DEJ region spans a much larger range of 8-bit
units.
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Fig. 6. (a): OCT images from HP 7 of the hand palm generated with the C-OCT and the
UHR-OCT system with the green delineations marking the surface tracing performed. (b)
Image signal average along ’x’ relative to the surface trace. The horisontal dashed lines mark
the signal readings of Ep, DEJ and D utilised for computing the Ed-D contrast. (c) presents
the Ep-D contrasts calculated for central B-scans each associated with a HP volume scan.
HP 2, HP 6 and HP 9 are excluded due to significant deviations in the DEJ relative position
in the scans caused by special skin features.

3.2. Imaging of dermal papillae

A characteristic skin structure associated with DEJ is the papillae in the D. The DEJ rests on
top of the dermal papillae containing the characteristic capillary loops that supply the Ep with
oxygen. The dermal papillae are finger-like protrusin (papillae) from D into Ep, or undulations
between Ep and D. In some parts of the skin they are more flattened. The degree of flattening
also depends on age where the number of papillae are reduced with increasing age [40, 41].

Images of the papillae are given for the two systems in Fig. 10 detected in the palm volumes of
the high-contrast HPs defined above (HP3, HP5 and HP7). The figure displays papillae for the
three HPs where the resolution, both axially and laterally is probed. In general the papillae seen
for C-OCT appears more blurry and with poorer contrast compared to UHR-OCT, where also
intra-papillary structures can be recognised (HP5).
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Fig. 7. UHR-OCT system: DEJ evaluation for central B-scan of the hand palm of HP 3 (top
image), scale bar representing 100 μm. A ROI is selected (dashed rectangle) of which a
zoom-in is presented (bottom image). Within the zoom-in three subsets (A1, A2 and A3) are
emphasised (green vertical lines) and a guide to the eye of the DB propagation through the
skin (purple dashed) is given. The subsets, comprising each ten A-scans and representing
regions of constant axial DEJ position, are averaged laterally (horizontally in image) to
accentuate the DEJ from the speckle noise providing three graphs with means and stds (top
graphs). A double sigmoid fitting (bottom graphs) is performed for each average to extract
DEJ information.

When averaging three to five UHR-OCT B-scans (corresponding to 9 μm to 15 μm, laterally),
we can infer the intra-papillary structure as presented in Fig. 11. Here, we see blood vessel-like
structures rising from the dermis and terminating in a curling fashion, each within a host papillary.
One structure shows corkscrew like body (Fig. 11(c)) where the remaining three show more
randomly curled structures (Fig. 11, (a), (b) and (d)),

Also marked in Fig. 10 is the previously evaluated DB of the DEJ region (DB2 in Fig 10, HP7)
as well as a second DB, DB1 in Fig 10, HP7, found between the stratum corneum and stratum
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Fig. 8. C-OCT system: DEJ evaluation for central B-scan of the hand palm of HP 3 (top
image), scale bar representing 100 μm. A ROI is selected (dashed rectangle) of which a
zoom-in is presented (bottom image). Within the zoom-in three subsets (K1, K2 and K3) are
emphasised (green vertical lines) and a guide to the eye of the DB propagation through the
skin (purple dashed) is given. The subsets, comprising each ten A-scans and representing
regions of constant axial DEJ position, are averaged laterally (horizontally in image) to
accentuate the DEJ from the speckle noise providing three graphs with means and stds (top
graphs). A double sigmoid fitting (bottom graphs) is performed for each average to extract
DEJ information.

spinosum. For DB1 the UHR-OCT reveals that also the signal dip between these two layers is
indeed a DB with ’sharp’ edges.

3.3. Imaging of the vellus hairs of the cheek

To test the efficacy of the resolution on a second 2-dimensional structure, also relevant in context
of diagnosing and delineating skin cancer, comparisons on resolving cheek hairs was performed.
The subject of comparison was HP4 containing many small hairs (more than 50 hairs in each
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Fig. 9. The palm: Ep thickness values and DEJ edge sharpness values found from the double
sigmoid fitting procedure for both C-OCT and UHR-OCT system central B-scans for the
palm. A, B and C (K, L and M) denote the three subsets of each of the three high-contrast
B-scans denoted 1, 2 and 3 (HP3, HP5 and HP7).

volume). Fig. 12 shows a number of detected hair follicles. The hair follicles are recognised
in drops of Ep reaching beyond the penetration depth. Within the hair follicles hairs can be
recognised in both C-OCT and UHR-OCT images as seen in the image example presented
in Fig. 12(a) and Fig. 12(g), displaying relatively large hairs (widths 40 – 50 μm). The hairs
are delineated as dark structures penetrating the surface in a skewed manner where almost no
scattering is seen from. However, in most cases the hairs cannot be detected inside the hair follicles
for the C-OCT (Fig. 12(b-e)). The smallest hair tracked for C-OCT is depicted in Fig. 12,(f),
where the projection and B-scan cut is just so, that the hair appears to penetrate orthogonally
to the surface. For the UHR-OCT on the other hand, the small hairs can just be recognised as
slim dark traces in almost all hair follicles observed with the characteristic tilting manner in
penetration of the skin. These are seen in Fig. 12,(g)-(l) having diameters of 20 μm or less.

The smallest hairs of HP4, detected by the two systems, are the ones depicted in Fig. 12(f) and
Fig. 12(l), where zoom-ins of these are provided in (fz) and (lz). For both C-OCT and UHR-OCT.
the smallest hairs encompasses three pixel columns corresponding to widths of 13 μm and 9 μm,
respectively.

4. Technical discussion

4.1. The significance of the in-depth focal position

As stated, C-OCT provides 1mm deep depth of focus comprised by four focii. With a single
focusing element the UHR-OCT manages a depth of focus about 0.05mm. For UHR-OCT,
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Fig. 10. B-scan zoom-in highlighting skin structures in the palm of the high contrast HPs for
C-OCT and UHR-OCT. Stratum corneum (Sc) and stratum spinosum (Ss) and D is marked
for HP3. Dermal papillaries and the exact DEJ is marked for HP5. The characteristic two
dark bands (DB1 and DB2) seen for OCT signals of glabrous skin are surrounded by oval
contours. The scale bars represent 100 μm.
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Fig. 11. Zoom-ins on individual dermal papillae of the palm of HP5. (a)-(d) depicts capillaries
of the dermal papillae seen in the UHR-OCT images generated from 3-5 averaged B-scans
each. Scale bars are 20 μm.

positioning of the skin surface at a certain optical path difference was hence critical in order
to exploit the full resolution potential at a requested depth in the skin, e.g. in the depth of the
DEJ. Positioning of the UHR-OCT focus was only possible with a certainty of a few hundred
micrometers in-depth with motion and a non-plane surface complicating the alignment. If
motion artefacts were not severe, the effect on the uncertainty in the focus position was minor
when globally comparing the image details in the different B-scans. However, zooming in on
the 1024 × 1024 pixel B-scan images, we notice the sensitivity of images details to the focus
positioning. An example of this is given for the case of the palm. For HP5, the focus was
positioned in the depth of the DEJ and the papillae; this was the only volume providing a high
content of intra-papillary structural information of the palm. The remaining HPs on the other
hand provided more details and signal either in deeper or in more shallow regions, relative to the
dermal papillae. This difference can be noticed in Fig. 10 for three HP cases of UHR-OCT where
the detail and signal strength from similar anatomy parts vary. We did not observe any difference
in the image details when comparing zoom-in B-scans of the C-OCT system.

4.2. The penetration depth

Another important metric to mention in the system comparison is the penetration depth. We
observed generally the C-OCT to provide signals from greater depths, which can be explained
by the multi-focus feature. It is however interesting that while the palm images only show little
difference in penetration (Fig. 6), the tissue of the cheek (Fig. 2) presents a significant difference
in penetration depth in favor of C-OCT. We find this consistent when considering all volumes of
cheek and palm, which suggests that a different degree of scattering is indeed taking place in the
normal and in the glabrous skin.

4.3. Shadow compensation and tissue penetration

As introduced, the UHR-OCT images are shadow compensated and presented on a linear scale
where as the C-OCT images are on a logarithmic scale, as common practice, in the attempt to
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Fig. 12. Imaging of smaller and larger hairs on cheek of HP 4 comparing C-OCT and
UHR-OCT systems. In images a-f and g-l hair follicles are located, each with scale bars
representing 100 μm. a and g show larger hairs. fz and lz are zoom-ins of f and l, respectively,
and pairs of vertical dashed green lines mark hair-to-surroundings bounderies, each pair
enclosing three rows of pixels. Scale bars in fz and lz represent 20 μm.

display very weak and very strong signal changes simultaneously. We found shadow compensation
to be an important tool, introducing a much better contrast in the image and providing more
realistic signal relations in-depth. An example of the improved contrast when applying shadow
compensation is seen in Fig. 15, Appendix C. The advantage of shadow compensation is very
clear when estimating the 8-bit DEJ contrast as done Fig. 2(c) and less evident when considering
the palm DEJ contrast in Fig. 6(c), which we associate with the poorer sensitivity roll-off for the
UHR-OCT system.

5. Dermatological discussion

5.1. Healthy normal and glabrous skin

Histology is to date the gold standard in terms of describing skin microstructure, such as cells
and connective tissue in skin biopsies ex vivo.
Despite that the technique has evolved and improved through the years, it is however still an

ex vivo approach, and only represents the in vivo state of the skin, with deformation of the skin
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Fig. 13. Histology images of human skin representing the gold standard of histology. (a) is a
histology projection of normal skin of the cheek and (b) presents a glabrous skin histology
image of the palm with associated adnexal structures including dermal papillae capillaries.
Scale bars represent 100 μm. Images by courtesy of R. H. Nielsen, Rigshospitalet, Denmark.

associated with extracting a biopsy. Biopsies can be analysed from frozen sections or from dyed
histology sections. Both methods result in some derformation compared to intact skin, usually
shrinkage-related [42]. It is therefore important to translate the rich information on anatomy from
histology visualisation to the coarser resolved, however in vivo visualisation provided by an OCT
system.
The general skin structure accepted on the basis of histology is extensively described in

textbooks [43]. An example of normal and glabrous skin histology images is presented in Fig. 13,
where details at the cell-level stand out.

The figure represents the skin layer components one ought to recognise in an OCT image in
order to supplement the information obtainable by histology. Most prominent are Ep and D and
the DEJ separating these. Additionally, hair follicles and sebaceous glands are visible for the
normal skin. The glabrous skin is recognised by the thick stratum corneum, the irregular DEJ
attributed to the strongly serrated dermal papillae, where also capillaries of these are visible here.

5.2. The dermo-epidermal junction in OCT

As sketched in Fig. 13 and already described, the two skin regions, Ep and D are separated by
the DEJ. In OCT, the approximate relative axial position of DEJ has been known since 1997,
where Welzel et al. launched the first dermatological OCT study [3]. At the time they reported
on the increase in signal going from the supposed Ep to the region believed to be D. On this
basis they concluded that the DEJ axial position was in the transition range between the two
signals representing Ep and D. As sensitivity and axial resolution improved, a signal ’dip’ or
minimum between the Ep and the D signals was recognised, which offered new options on
positioning the DEJ [27–29]. In 2012 the first ultra-high resolution dermatological study was
demonstrated, using an early version of the commercial OCT system Skintell, from AGFA [44,45].
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For the first time not only a signal minimum between Ep and D signals but a dark band was
displayed in the published images ( [44], Fig. 4(a) and [45] Fig. 2(b)). Since then, numerous
publications based on Skintell was brought forward by Boone et al. studying various skin diseases,
but none of these provided detailed analysis on how the different image signals exactly relate
to the DEJ [10, 13, 14, 16–18, 46, 47]. The dark band (DB) analysis in the region between the
commonly accepted Ed and D signals, partially presented in Fig. 3 and Fig. 7, highlights the
physical extension of the DB, however more noisy for the palm due to a more attenuated signal
further from the skin surface. The DB is observed as a signal floor of the valley, quantified by the
double sigmoid fitting. The finite size of the band is quite clear for the UHR-OCT cheek B-scan
subsets suggesting it to be up to 28 μm thick with an ES less than 6 μm for eight subsets out of
nine (Fig. 5). The sharp ES suggests that there is a clear transition from one type of skin layer to
the other. C-OCT subsets provide five cases (of nine) with non-vanishing DBs of about the same
thickness (5 μm-31 μm) as the UHR-OCT subsets suggest.

For the palm the observed DB for both C-OCT and UHR-OCT has a greater span. Neglecting
the three cases (out of 18) with the three largest ESs (B3, C3 and M2 with ESs of 62, μm, 32 μm
and 26 μm, respectively), also having the three smallest DBs (less than 5 μm), we observe a
consensus amongst the remaining 15 subsets on a DB between 9 μm and 76 μm of thickness
with the ESs of 23 μm or less (Fig. 9). This means that Also for palm analysis, there is strong
indications on a DB located between the Ep and D signals with a thickness detectable for both
systems.

With a DB present between the traditionally known Ep and D signals, as seen in Fig. 3, Fig. 4,
Fig. 7 and Fig. 8, we pose the question; what does the DB signal represent? We find the answer
by observing zoom-ins of palm images and recognising the papillaries characteristic for the
upper D, which are displayed in Fig. 10. For both systems, but much more blurry for C-OCT,
we see the papillary structure as a kind of dark-signal tentacles interfacing the much brighter
signal of the stratum spinosum, a part of Ep. With this statement we attribute the DBs found both
for the palm and the cheek to the papillary D. As the papillary D is known to consist of more
freely and lightly packed collagen fibres opposed to the reticular D comprised of thicker, more
densely and erratically packed collagen fibres, this can explain why the papillary D is observed
as a low-signal region relative to the highly scattering reticular D [21].
By identifying DB as the papillary D, the DEJ line in the palm images should be delineated

just on the interface between the papillae, seen as a DB, and the stratum spinosum of signal of
Ep, as done manually in Fig. 10 for HP5 (UHR-OCT). As the normal skin has the same skin
layer composition as glabrous skin (although with the stratum corneum significantly increased in
thickness, and stratum lucidum not present), our DEJ demarcation should be, as for glabrous
skin, positioned on the upper edge of the DBs.

The DEJ region of normal skin has thoroughly been investigated using RCM as DEJ on these
body locations exists less than 100 μm under the skin surface and is thus easily accessible for
RCM typically exhibiting a penetration depth beyond 200 μm. The DB detected here is also seen
for RCM and supports recognition of the DB as the papillary D interfacing with the bright signal
of the basal layer and thereby the entrance to Ep [48, 49].

5.3. Dermal papillae in OCT

The two OCT systems were compared in the setting of recognising different adnexal structures in
skin, where the visualisation of the structures are relevant in the context of detecting cancerous
tissue. The dermal papillae, already discussed, are seen significantly more clear for the UHR-OCT
and in addition one can locate glimpses of intra-papillary structures as marked in Fig. 10. The
geometry of the structure is highlighted, when averaging a few neighbouring B-scans with the
result seen in Fig. 11. From these we recognise the small blood vessel structures propagating
towards the DEJ inside a dermal papillary and terminating in a curly structure. These are known as
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capillaries, transporting blood between the arterioles and the venules. Studies with RCM [50,51]
have observed the capillaries of the dermal papillae of normal skin, also as bright structures on a
darker signal background. The bright spots on the dark background is provided by blood cells
as seen in Fig. 11. This is in contradiction to capillary sections containing no blood cells and
thus appearing as dark lumen-like structures [49, 52]. The latter is seemingly observed in Fig. 10,
UHR-OCT, HP5 (marked with a ring) as a bridge between two highly reflecting capillary sections
containing blood cells.

In the dermal papillae capillary diameters have beenmeasured in normal skin to be 9.53±1.8 μm
for RCM (in vivo) and 7.5 – 10 μm for electron microscopy [51, 53] (ex vivo). For the capillaries
presented in Fig. 11 we register vessel width dimensions of about 3 pixels (∼ 9 μm) laterally and
3-5 pixels (∼ 4 – 8 μm) axially; the difference can be explained by the difference in the lateral
and axial resolution. The capillary width dimensions registered are comparable to the previously
reported dimensions. With histology as a reference, the capillaries imaged in Fig. 11, should
be compared to the capillaries seen in the histology image of glabrous skin (Fig. 13(b)), also
presenting capillaries as twisting elongated structures in single papillae reaching towards the skin
surface. To our knowledge, no OCT studies have demonstrated in vivo imaging of capillaries of
dermal papillae in human skin before and no in-vivo optical imaging studies have demonstrated
dermal papillae capillary images in glabrous skin before.
An additional example of the difference in image detail due to the difference in resolution is

recognised in a second DB signal, seen for the palm in the UHR-OCT images between Stratum
corneum and stratum spinosum. We denote this DB1 in Fig. 10 (marked for HP7). Although
we have not analysed DB1 in detail, it is consistent in the UHR-OCT images with similar
characteristics of the DB interfacing the DEJ. DB1 is suggested to represent stratum lucidum
and/or stratum granulosum known from histopathology to represent thin lines that demarquates
the transition between stratum corneum and stratum spinosum. As for the DB in papillary D, the
DB1 is hard to recognise in the C-OCT images. Stratum lucidum and stratum granulosum are
only vaguely recognised in the histology section of the skin in Fig. 13(b) as slightly more purple
traces interfacing the pinkly stained stratum corneum.

5.4. Vellus hair image outcomes of resolution differences

A third example of the value of a better resolution of an OCT system is that the OCT images
would be able to discern the minute vellus hairs in the face, which implies that OCT can detect
skin diseases that develop in hair follicles, e.g acne and some skin tumours. We characterised the
small hairs in the cheek which we found with high population for HP4. As displayed in Fig. 12,
we know from larger hairs (Fig. 12(a) and (g)) that the hair itself takes a dark-signal feature
relative to the surroundings (being the hair follicle). However smaller hairs, defined here as less
than 20 μm in width, are invisible for C-OCT but still resolvable for the UHR-OCT. As C-OCT
should have the required resolution, which we document for a single hair structure in Fig. 12(fz),
the smallest hair to be detected in the volume, we suspect that the stitching of the multiple images
(provided by the multi-focus hardware approach) causes blurring, which is most critical when
visualising slanting structures like hairs.

6. Conclusion

We have compared a commercial (C-OCT) and an in-house built system (UHR-OCT) in the frame
of healthy skin structures of 11 healthy participants. In combination with shadow compensation
we found that UHR-OCT manages to clearly delineate interfaces in the skin due to the improved
axial and lateral resolution of 2.2 μm (in tissue) and 6 μm (in air), respectively, where similar
interfaces are significantly harder to recognise with C-OCT with axial and lateral resolution of
5 μm (in tissue) and 7.5μm (in air), respectively. This is surprising given the fact that the C-OCT
system uses 4 foci for constant transversal resolution along the depth while for UHR-OCT a
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simple interface optics was used, with an adjusted focus a few 100 μm below the skin surface.
The example structures resolved significantly different by the two systems are the dark signal
band in the DEJ region, the small hairs of 10 – 20 μm widths, and the dermal papillae. For the
latter we have highlighted the advantage of UHR-OCT by imaging capillaries in glabrous skin,
which to our knowledge has not been achieved before in vivo in human tissue by OCT our by any
other optical imaging technique.
In more general terms we found UHR-OCT to provide better DEJ contrast for normal skin,

also attributed to the applied shadow compensation algorithm whereas C-OCT provided better
penetration.

For the cheek we found DBs in the DEJ regions to exhibit widths of up to about 30 μm for both
systems where ESs (edge transitions) were seen to surpass the axial resolution of UHR-OCT.

Imaging DB of the palm showed similar DEJ region contrasts for the two OCT systems, without
a noticeable advantage of UHR-OCT. The systems presented strong indications on DBs present
and of up to 75 μm. There was however a very large spread on the DBs which we attribute with
poorer signal at the greater depth found for the DEJ in glabrous skin, but also to the coarser axial
resolution for the C-OCT system.
By delineating the dark band of the DEJ region, we finally demonstrated visualisation of the

exact location of DEJ which we find to be on the interface between the Ep signal and the DB
signal. To our knowledge the precise DEJ position in the OCT image has not been reported on
despite many publications in dermatology using ultrahigh resolution OCT. With our contribution
we hope to add a more precise interpretation of the OCT signals when investigating the details of
ultrahigh resolution OCT images.

Appendix A: Information on voluntary participants

Table 2. Overview on age, skin-type and gender information of the healthy participants.
Healthy participant no. Age Fitz-Patrick skin type Sex (female/male)

1 33 3 f
2 30 2 m
3 45 3 f
4 27 2 f
5 43 2 f
6 30 2 m
7 72 2 f
8 51 2 f
9 28 2 m
10 28 3 m
11 27 2 f

Appendix B: Fitting to the dermo-epidermal region

In order to extract image measures, a simple model comprised of two sigmoid functions was
applied to detect signal levels and signal edge sharpnesses of Ep, DB and D. The model curve
MC is expressed as

MC = A +
(B1 – A)

1 + 10|D|(z–C1)
+

(B2 – A)
1 + 10–|D|(z–C2)

; (1)

The sigmoid function is a step-like function with a smooth transition between two signal levels, the
smoothness determined by a transition slope. In our model configuration we have two high-signal
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plateaus, B1 and B2, and a common low-signal plateau A, the latter representing the signal level
of DB. The model curve is depicted in Fig. 14. With the transitions B1 to A and A to B2 we
have the associated positions at C1 and C2, respectively, as well as the common steepness of the
transition slopes described by D. D relates to the full-width half max (FWHM) of the slope at C1
(or C2) as: FWHM= 2

D log10(3). In the main text FWHM is referred to as the edge sharpness
(ES). We note that the quality of the fit depends on whether A, in the model, is seen as a minimum
or a ’floor’. In the case of a minimum, ambiguities can be seen in the fit, where one can find ESs
being much greater than the DB, hence un-physical.This phenomenon itself is thus an indicator
on a signal minimum rather than signal minimum band detected via fitting.

The fitting is demonstrated in Fig. 3, Fig. 7, Fig. 4 and Fig. 8. We note that despite averaging
10 A-scans, large fluctuations in the profiles within the Ep and D regions are observed due to
local tissue structure variations within each subset. Therefore the fitting range was limited to
approximately thrice the apparent DB width (e.g. about 40 μm for the cheek) in order to apply
the fitting model in which three signal levels are sought for. For the B-scan subsets A2, for the
cheek and palm (Fig. 3 and Fig. 7, respectively), and K2, for the cheek and palm (Fig. 4 and
Fig. 8, respectively), we tested the sensitivity of DB and ES towards displacing each subset of 10
A-scans in steps of one A-scan with maximum displacements of ±5 A-scans. For the UHR-OCT
(A2) we found standard deviations of 3 μm for both UHR cheek DB and ES, and 2 μm for both
palm DB and ES. For C-OCT the standard deviations was 3 μm, 3 μm, 11 μm and 5 μm for cheek
DB, cheek ES, palm DB and palm ES, respectively.

Fig. 14. Sketch of the double sigmoid model curve (MC) with definitions of the dark band
(DB) and the edge sharpness (ES). A, B1, B2, C1, C2, and D refer to the parameters in eq. (1)

Appendix C: Comparison between regular OCT images and images with shadow
compensation

As the UHR OCT system was built in-house, the image generation and processing was a obvious
concern of ours. Like with the C-OCT system, we chose to produce 8-bit images before image
analysis was carried out. With 256 signal levels representing the entire 12-bit signal range of the
spectrometer, we found that shadow compensation provided better utilisation of the image depth
resource than the regular manner of displaying OCT images. In Fig. 15(a)-(c), we present three
images all on logarithmic scale, but with each there choice of 8-bit thresholding. Fig. 15(a) and
(c) show saturation in high and low signals, respectively, where (b) represents an intermediate
compromise in the attempt to capture both high and low signals. Fig. 15(d) show the same image
but with shadow compensation which delivers a much better contrast and corrects for exponential
signal attenuation associated with traveling through a medium. Please notice that a spectral
window (gaussian) was applied for the images seen in Fig. 15(a)-(c), but not for (d).
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Fig. 15. Image comparison between commonly logarithmically scaled images and a shadow
compensated image. (a)-(c) display the same image using three different 8-bit thresholds on
logarithmic scale. (d) shows the same image with shadow compensation and linear scaling.

Appendix D: B-scan averaged data applied for estimating signal contrast of the
DEJ region

Contrasts of the DEJ region was estimated by averageing the central B-scan of a volume laterally
with the surface as reference and detecting maxima and minima commonly associated with Ep
and D signals. The histograms presented in Fig. 2(c) and Fig. 6(c) are build from the depth
profiles given in Fig. 16 and Fig. 17, respectively.

                                                                           Vol. 9, No. 5 | 1 May 2018 | BIOMEDICAL OPTICS EXPRESS 2263 



Fig. 16. Profiles of laterally averaged central B-scans of the cheek for all HPs but HP1
containing severe artefacts. The dashed and solid lines introduced for HP2mark the respective
maximum (D) and minimum (Ep) signal readings applied in determining the DEJ region
Ep-D contrast presented in Fig 2(c). All depth-axis are optical distances, i.e. scaled as in free
space.

Fig. 17. Profiles of laterally averaged central B-scans of the palm for all HPs but HP2,
HP6 and HP9 containing severe artefacts. The dashed and dotted lines introduced for HP1
mark the respective Ep and D maxima signal readings where solid lines mark minima (DB)
readings. The data is applied in determining the DEJ region Ep-D contrast presented in
Fig 6(c). All depth-axis are optical distances, i.e. scaled as in free space.
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